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SECTION |! 
CHARACTERISTICS 


General Information ing that characteristic recommended by the IEEE Standards 


; ; Committee for standardized pulse-level measurements. 
The Tektronix Type 529 Waveform Monitor is a self- R 


contained cathode-ray oscilloscope specifically designed for An internal 30-kHz amplitude calibrator provides 0.714- 
video-waveform monitoring at television transmitters and volt or 1.0-volt pulses for calibrating the vertical amplifier. 
studio facilities. With this monitor, any portion of the tele- The sweep system provides calibrated sweeps which elimi- 
vision-signal waveform can be displayed on a 5-inch rec- nate the need for time markers. 


tangular cathode-ray tube. ; hee ! 
g Yeas The following characteristics apply over an ambient temp- 


A frequency-response switch is included which enables the erature range of 0°C to 50°C. Warm-up time for the 
selection of several frequency-response characteristics includ- given accuracies is 20 minutes at 25°C, +5°C. 


VERTICAL DEFLECTION SYSTEM 


Performance Requirement Supplement Information 


Any ringing as observed on the 
test oscilloscope (Type 547 with 
1A1 plug-in used for check) must 


be added to the overshoot toler- 
ance. 


Middle Frequency Top of bar signal must be flat within +, IEEE unit. Flatness measured at +100 IEEE 
unit graticule line. 
Gain Sensitivity 1 V—Adjustable to 1 V. 
0.2 V—Adjustable to 0.2 V. 
0.5 V—Less than +3% error. 
Ratio of maximum amplitude to 
minimum amplitude. 


Characteristic 


Frequency Response 
FLAT (1 V gain sensitivity) 


Flat to within +0%, —1% (0.1 dB) from 50Hz to 6 
MHz. Flat to within +0%, —3% (0.3dB) from 6 
MHz to 8 MHz. 


Flat to within +0%, —1% (0.1 dB) from 50Hz to 6 
MHz. 


Down not less than 80% (14 dB) at 500 kHz or above. 


3.58 MHz center frequency 15 to 35% down in ampli- 
tude to + and — 400 kHz, IEEE—See Fig. 1-2. 


FLAT (0.2 and 0.5V gain 
sensitivities) 


LOW PASS 
HIGH PASS 


Transient Response 


High Frequency T/2 pulse must be between 94 and 100 IEEE units high 
for 100 IEEE units of bar signal amplitude applied 
and have less than or equal to 3 IEEE units of over- 


shoot. 


Variable Gain Sensitivity Must attenuate the gain by a ratio of at least 2.5:1. 


HORIZONTAL DEFLECTION SYSTEM 


Calibrated Sweep Rates 
x1 
ya 
Xx 25 


Staircase (RGB-BW) Relay 


Adjustable to 0.125 H/cm. 
Should be within +3% of 0.025H/cm. 
Should be within -—3% of 0.005 H/cm. 


When relay K501 is energized, sweep will be at either 
line or field rate (depends on DISPLAY switch set- 
ting), and 2.5cm or less in length. 


Line Selector (Variable) 


Minimum Delay Line selection will start on or before the 15th line of 
either field. 


Discrete Line Selector Sweep will start on the line indicated by the LINE 
(SN 998-up) SELECTOR (switch) position on both fields. 
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Characteristics Performance Requirement Supplemental Information 


Field Selector 
ONE 
TWO 


Sweep is triggered by field one. 
Sweep is triggered by field two. 


TRIGGERING 
External Trigger Stable triggering must be obtained on an input com- 
posite video signal < 200 mV to > 1 V in amplitude. 


Internal Trigger Stable triggering must be obtained on an input com- 
posite video signal < 120 mV to > 1 V in amplitude. 


AMPLITUDE CALIBRATOR 


Signal Accuracy 
714 FS Adjustabe to 0.714 V 
FULL SCALE Within +1% of 1V 


i ee ae 


POWER SUPPLY 


Power Source WS Vace == 107,50 to’ 60) Fiz: Can be connected for 230-Vac 
operation. 

Power Source Fuse Type 3AG, 1.25 A slow-blowing. Type 3 AG, 0.6 A slow-blowing for 
230-Vac operation. 


CATHODE-RAY TUBE 


Approximately 30 kHz 


Characteristics Information Characteristics Information 
; CRT Beam Electrical. Will vary the beam across 
Tube Type T5290-31 retangular, glass enevelope. Rotator horizontal by 1° in either direction 
total is al to or greater th 
Phosphor P31 standard. Others available on si age eta pore aie 


special order. 
MECHANICAL CHARACTERISTICS 


Accelerati Approximately 5300 V. ae ; 
| aa REISS Y Characteristics Information 
Potential 
Contruction Aluminum-alloy chassis and 
Graticule External. See Standard Accessories panel. 
i list for graticules. a : 
yA pe OEY Finish Anodized panel. 
Scan Area The equivalent of 7 or more centi- Overall Dimensions 81/, inches high, 
meters of vertical area and the equli- (measured at maximum 8Y/, inches wide, 
valent of 10 or more centimeters of points) 195/14 inches long (includes 
horizontal area. rear feet and front panel 
; Wes knobs). 
Graticule Variable edge lighting. 
Mumination New Weight 27 NDS: 
Unblanking Dc used on all sweep rates with ac Standard Accessories 
coupled brighting pulses for line Selec- Information on accessories for use with this instrument ts 
tor modes of operation. included at the rear of the mechanical parts list. 


NOTES 


SECTION 2 
OPERATING INSTRUCTIONS 


General 


This section of the manual provides general operating 
information. Included is a brief: description of the Type 529 
controls and a suggested first-time operating procedure. 


Power Requirements 


The regulated power supplies in the Type 529 will operate 
with line voltages from 103.5 to 126.5 Vac (115 Vac, 10%) 
or from 207 to 253 Vac (230 Vac, +10%). The line-voltage 
operating range for which your instrument is wired at the 
factory is indicated on a metal tag fastened to the rear 
panel near the power receptacle. 


The power transformer is wound with two 115-volt pri- 
maries which are connected in parallel for 115-volt opera- 
tion and in series for 230-volt operation. Fig. 2-1 shows the 
connections for both voltages. When the transformer con- 
nections are changed, the metal tag should be turned 
around so the back side becomes the front. The unmarked 
side can then be marked with a pencil for the new operating 
voltage. 


For maximum dependability and long life, the line volt- 
age applied to the Type 529 should be near the voltage 
indicated on the tag. If the line voltage exceeds the oper- 
ating limits, or has a poor waveform (distorted sine waves), 
unstable power-supply operation may result. Check for 
proper line voltage and waveform before checking for 
other causes of unstable operation. 


Cooling 


The Type 529 is cooled by convection air flow through 
the instrument. If possible, allow two inches clearance at 
the sides and rear of the instrument for proper air circula- 
tion. Temperature of the circulating air should not exceed 
50° C (122°F) for safe operation. 


From Ac 
Line 


Installing the Type 529 


The Type 529 is designed to be cradle-mounted in a 
standard 19-inch rack or console side by side with another 
Type 529, or with a commercial 8-inch picture monitor. 
Provisions should be made for cool air inlet and power- 
and signal-cable connections at the rear of the instrument. 


Dimensions of the Type 529 are shown in Fig. 2-2(a) and 
(b). The cradle mount which holds a commercial 8-inch 
picture monitor is used to hold the Type 529. Four threaded 
8-32 holes are provided in the bottom of the Type 529 so 
the instrument may be securely fastened to the cradle-mount 
shelf. These same holes may be used to fasten the field 
case to the instrument. Fig. 2-2 (c) shows the hole location 
requirements for the cradle-mount shelf. 


Two special cradle assemblies are available as optional 
accessories for use with the Type 529. These assemblies pro- 
vide (a) one Type 529 mounted on the left side of the moni- 
tor; and (b) one Type 529 mounted on the right side of 
the monitor. See your local Tektronix representative before 
ordering. 


The Type 529 may be removed from the console and 
slipped into a field case for portable use. The field case is 
available as an optional item. The dimensions of the case 
are 9'*/1, inches high, 87 inches wide, and 1713/,, inches 
deep (overall). 


FUNCTION OF FRONT-PANEL 
CONTROLS AND CONNECTORS 
VERTICAL Controls 
INPUT 


Four-position switch to select one of four input signals: 
internal calibrator, input A, input B or A-B differential. 


From Ac 
Line 


HD 
4 


230-Vo Connections 


Fig. 2-1. Power transformer connections for 115- and 230-volt operation. 
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(a) Side view 


(b) Front view 
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(c) Bottom view 


Fig. 2-2. Type 529 approximate dimensions and location of mounting holes. 


POSITION 


Positions the trace vertically on the crt. 


RESPONSE 


Four-position switch to select the amplifier frequency- 
response characteristics as listed in Section 1 of this manual. 


VOLTS FULL SCALE 


Three-position switch to select the calibrated vertical gain 
settings of 1.0, 0.5 and 0.2. 


VARIABLE (VOLTS FULL SCALE) 


Continuously variable control with a minimum range of 
4 to 1 to permit variable adjustment of gain between VOLTS 
FULL SCALE switch settings. When the VARIABLE control is 
set to CALIB, the CALIB neon turns on to provide a visual 
indication that this is the calibrated gain setting. 


GAIN Adjustment 


A screwdriver adjustment to reset the overall calibration 
of the instrument. (Corrects for long-term change in the 
high-voltage supply, which has the greatest effect on overall 
calibration of the instrument.) 


DC RESTORER 


Two-position lever switch for turning the Dc Restorer circuit 
off and on. This circuit is not a signal clamp. Instead, it is 
a keyed Dc Restorer circuit which stabilizes the blanking 
pulse back porch at a constant level on the crt, despite 
changes in signal amplitude or average luminance. The dc- 
restoration time constant is sufficiently long so that hum 
and tilt in the video signal will be displayed. This circuit 
eliminates de drift of the vertical amplifier, making it un- 
usually stable. There is no distortion, clipping, or de- 
gradation of the color-burst signal. The presence of the 
color burst does not cause the base line to shift. 
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CAL 


Three-position lever switch that selects either 140 or 
100 IEEE units of signal according to the graticule markings, 
or selects an external calibration signal. 


POWER and SCALE ILLUM 


Control for turning the instrument power on and off, and 
for varying the illumination of the graticule markings. 


FOCUS 


Permits adjusting the beam to obtain a well-defined 
display. 


INTENSITY 
Controls brightness of the display. 


HORIZ Controls 


POSITION 


A ten-turn control to position the display horizontally. 


DISPLAY 


A six-position switch to select 2 fields or 2 lines of video 
signal, 0.125H/cm, 0.25H/cm, line selector 0.125H/cm or 
line selector 0.25 H/cm. 


The 2 FIELD or 2 LINE positions of the DISPLAY switch are 
used for general waveform monitoring. When the DISPLAY 
switch is set to 2 FIELD, the sweep operates at the frame 
rate, displaying about 2 fields. The FIELD lever is used in 
conjunction with the 2 FIELD position to allow display of 
either field 1 or field 2. When the DISPLAY switch is set 
to 2 LINE, the sweep operates at one-third of the line rate, 
displaying about 2 lines. 


NOTE 


The 2 FIELD position is the only position of the 
DISPLAY switch where a free-running trace can 
be obtained in the absence of a trigger signal. 
Thus, the 2 FIELD position is useful for determin- 
ing whether the video signal is absent. 


When the DISPLAY switch is set to .125H/CM, horizontal 
sync timing is measured in terms of H (the time between 
horizontal sync pulses, or the time from the start of one 
horizontal line to the start of the next line). When the 
(HORIZ) MAG switch is set to X1, one complete horizontal 
line is displayed in a sweep length of 8cm (see Fig. 2-3a). 
In addition, refer to Table 2-1 which lists the sweep-time 
relationship between H/cm and us/cm. 


.125 H/cm Sweep Rate -.— 


—100 


120 $——+- 


ap 8 ELL WINDOW AND 125 u SEC T PULSE RESPONSE 


| ed or One Horizontal Line~ 


.025 H/cm Sweep Rate —= 


ae H F 
Lihat iii Till HH 


LIQSITS - HOMER: K22% OUTER: K=24% 
VANDOW AMD 126 uy BEC T PULSE RESPONSE 


Fig. 2-3. Using the .125 H/CM position of the DISPLAY switch, in 
conjunction with the MAG switch, to make horizontal line sync 
pulse measurements. (a) MAG switch set to 1 or 0.125 H/CM 
sweep rate, (b) MAG switch set to 5 or 0.025 H/CM, and (c) 
MAG switch set to X25 or 0.005 H/CM sweep rate. 


® 
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TABLE 2-1 
(HORIZONTAL) DISPLAY Switch Setting 
MAG .125H/CM? .250 H/CM? 
eee 
x1 0.125 H/cm 0.250 H/cm 
7 94 ps/cm 15.9 us/cm 
x5 0.025 H/cm 0.05 H/cm 
1.59 us/cm 3.18 pus/cm 
20 0.005 H/cm 0.01 H/cm 
0.318 ws/cm 0.635 ws/cm 


1Also applies to the LINE SELECTOR settings of the DISPLAY switch. 


For pulse measurements at .125H/CM, one cm equals 
0.125H. For example, in the NTSC (National Television 
Standards Commission) signal specifications, 0.125H is the 
minimum time interval between the leading edge of the hori- 
zontal sync pulse and the end of the color burst. 


If the (HORIZ) MAG switch is set to 5 when the DIS- 
PLAY switch is at .125H/CM, the time-base sweep rate is 
0.025 H/cm. This sweep rate is used, for example, to make 


horizontal sync-pulse waveform measurements such as those 
shown in Fig. 2-3b. 


If the (HORIZ) MAG switch is set to 25 when the DIS- 
PLAY switch is at the .125H/CM position, the sweep rate is 
0.005H/cm. This sweep rate is useful for measuring the 
risetime and falltime of the horizontal sync pulses, to count 
the cycles of color burst (see Fig. 2-3c) and to examine por- 
tions of a complete line. 


The .25H/CM position of the DISPLAY switch is another 
calibrated sweep rate which is useful for making horizontal 
line- and sync-pulse waveform measurements. In the X1 
position of the (HORIZ) MAG switch approximately 21, 
horizontal lines are displayed. Table 2-1 lists the sweep-time 
relationship between H/cm and ps/cm for each MAG switch 
position. 


When the DISPLAY switch is set to either of the LINE 
SELECTOR positions and the LINE SELECTOR control is used, 
it is possible to range into the top of the picture to examine 
any one or two lines, depending on whether the DISPLAY 
switch is set to the .125H/CM LINE SELECTOR or .25H/CM 
LINE SELECTOR position. Also, the LINE SELECTOR control 
can be set so the portion of the vertical blanking pulse which 
may contain vertical-interfield test signals can be examined 
in detail. The .25H/CM LINE SELECTOR position, in particu- 
lar, is useful for observing sin? pulses. 


The range of the LINE SELECTOR control is such that any 
portion of field 1 or field 2 can be examined. Either field ] 
or field 2 is selected by means of the FIELD switch. A special 
bright-up circuit in the Type 529 increases the crt writing 
rate in either of the two LINE SELECTOR positions. 


MAG 


Three-position switch to select sweep magnification ratios 
of X1, X5, and X25 for all positions of the DISPLAY 
switch. 

LINE SELECTOR 


Ten-turn variable control for starting the sweep at the 
beginning of any selected line in the field so that a particu- 
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lar line can be examined in detail Used in conjunction with 
all positions of the (HORIZ) MAG and FIELD switches when 
the DISPLAY switch is set to LINE SELECTOR .125H/CM or 
25 H/CM. 


FIELD 


Two-position lever switch to select either field 1 or field 2. 
Used in conjunction with the LINE SELECTOR and 2 FIELD 
positions of the DISPLAY switch. 


SYNC 


Two-position lever switch to select either internal or exter- 
nal sync sources. 


REAR-PANEL CABLE CONNECTIONS 
VIDEO INPUTS A, VIDEO INPUTS B 


Two pairs of signal-input coaxial connectors are provided. 
These are VIDEO INPUTS A and VIDEO INPUTS B. These 
video inputs are designed for high-impedance loop-through, 
compensated for 75-ohm systems. Bridging capacitance is 
approximately 20 pF. 


If the second connector of each pair is not used, it can 
either remain unused, or it can be used for terminating the 
line with a 75-ohm termination. 


EXT NEG SYNC INPUT 


A pair of coaxial connectors marked EXT NEG SYNC IN- 
PUT is provided on the rear panel to couple external sync 


pee ee sues 


Signal Connection 


signals to the Type 529. This input is a high-impedance loop- 
through connector and is compensated for 75-ohm systems. 
Bridging capacitance is about 20 pF. To select external sync, 
set the SYNC switch to the EXT position. 


EXT CAL INPUT 


The pair of connectors marked EXT CAL INPUT, located on 
the rear panel, is provided to couple external calibration 
signals to the instrument. The connectors are connected in 
parallel to couple the signal in and out of the instrument. 
To select the external calibration signal, set the INPUT switch 
to CAL and the CAL switch to EXT. 


VIDEO OUTPUT 


A single VIDEO OUTPUT connector is provided for driv- 
ing a picture or line monitor. The signal available at this 
connector, when connected into a 75-ohm load, is approxi- 
metely the same amplitude as the signal applied to the 
Type 529. 


Added to the VIDEO OUTPUT signal is a line intensifying 
pulse. This pulse is approximately 0.1 volt in amplitude or 
about 10% of the VIDEO OUTPUT signal when the input 
video signal is 1 volt. 


The line intensifying pulse is generated only when the 
DISPLAY switch is set to LINE SELECTOR .125H/CM or LINE 
SELECTOR .25H/CM. The LINE SELECTOR control is used to 
select the line(s) to be examined in detail on the Type 529 
crt and the picture monitor. The line intensifying pulse 
brightens the selected line(s) on the picture monitor for easy 
identification. 


Cable From 
System 


Ground 


Cone 


Staircase 
Signal Connection 


Connection A 


Fig. 2-4. Front view of 9-pin plug connector (Tektronix Part No. 134-0049-00) showing jumper wire connections to; (a) Cause relay K501 
to be energized whenever the plug is in place. (b) Energize the relay when an external voltage and ground connection are used. (c) 
Energize the relay when a GE system is connected. (d) Energize the relay when a RCA system is connected. 
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J501 Connector 


A 9-pin female connector (J501) is provided to connect an 
external staircase signal to the Type 529. Fig. 2-4 shows how 
to connect the signal and remotely actuate relay K501. 


When K501 is actuated and the DISPLAY switch is set to 
any position, the sweep length is reduced to about 21/. cm. 
Thus, when a 20-Hz staircase signal of correct amplitude 
(about 12-volts overall amplitude) is applied through pin C 
of J501, the display is positioned in accordance with the 
staircase output from a color processor. 


FIRST-TIME OPERATION 


NOTE 


It is necessary to check and adjust the VERT GAIN 
control (internal adjustment) each time the type 
of graticule is changed. 


To place the instrument in operation for the first time, the 
following procedure is suggested: 


1. Connect the instrument to a source of power specified 
by the metal tag located near the power connector. 


2. Set the front-panel controls as follows: 


POWER and SCALE 


2/5 clockwise 


ILLUM 
FOCUS Centered 
INTENSITY 2/, rotation clockwise 
VERTICAL Controls 
INPUT CAL 
POSITION Centered 
RESPONSE FLAT 
VOLTS FULL SCALE 1.0 
VARIABLE (VOLTS FULL CALIB 
SCALE) 
DC RESTORER ON 
CAL FULL SCALE 
HORIZ Controls 
POSITION Centered (five full turns 
from either end) 
DISPLAY 2 LINE 
MAG x1 
LINE SELECTOR As is 
FIELD One or Two 
SYNC INT 


3. After the instrument has warmed up for a few minutes, 
adjust the INTENSITY control for adequate brightness of the 
square-wave calibrator waveform. 


4. Adjust the (VERTICAL) POSITION control to center the 
display. 

5. Adjust the FOCUS control to obtain a sharply defined 
display. 


6. To observe other waveforms, connect a video signal to 
either the VIDEO INPUTS A or B connector and set the 
INPUT switch to the appropriate position. 
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To observe an external calibration waveform, connect the 
calibration signal from the external source to the EXT CAL 
connector. Place the INPUT switch to CAL and set the CAL 
switch to EXT. 


Crt Beam Rotator 


If the trace does not coincide with the graticule lines, the 
CRT BEAM ROTATOR (R655) needs to be adjusted. To adjust 
the control, proceed as follows: 


1. Perform steps 1 through 5 in the First-Time Operation 
procedure. 


2. Set the CAL switch to .714 F.S., and the DISPLAY switch 
io 2 * FIELD) 


3. Adjust the CRT BEAM ROTATOR control so the bottom 
trace of the calibrator pulses coincides with the O IEEE 
graticule line. Location of the control can be found by refer- 
ring to Fig. 6-7 in the Calibration section of this manual. 


- 


GAIN Adjustment 


A front-panel GAIN screwdriver adjustment is provided to 
correct for long-term change in the high-voltage supply. 
A change in the supply voltage will affect both the vertical 
and horizontal calibration. 


To check calibration, check the vertical-amplifier calibra- 
tion first as follows: 


1. Perform steps 1 through 5 in the First-Time Operation 
procedure. 


2. Check that vertical deflection is 140 IEEE units. If the 
deflection is not 140 IEEE units, adjust the GAIN control to 
obtain proper deflection. 


3. If desired, the horizontal calibration can be checked 
by performing steps 17 and 18 in the Calibration section of 
this manual. If the HORIZ GAIN R568 or C481 are adjusted, 
then step 19 should also be performed to fully calibrate the 
horizontal sweep rates. 


MODIFICATIONS 


Introduction 


Four modifications are available to make the Type 529 
satisfy certain studio conditions. The first three can be made 
in the field, but the last one is more complex and, therefore, 
is normally done at the factory. 


1. Changing to Sync-Tip Restoration 


To change the Type 529 circuitry so sync-tip restoration 
can be used instead of back-porch clamping. 


a. Unsolder the yellow-on-white wire (refer to Fig. 2-5) 
and R289 from the INPUT switch contact. Leave the wire and 
resistor leads connected together. 
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100 k 1% 


R287 
25.5 \7% 


Yellow—on—White 
Wire 


INPUT Switch 


R288 


252 5mlve 
Wired for sync-tip restoration. 


Partial DC RESTORER Diagram 


INPUT 
Switch 
Wafer 


Add Jumper Wire 


Connected 
together 


Yellow-on-White 


Wire 


Front-View of INPUT 
Switch Wafer 


After 


Fig. 2-5. Modification for sync-tip restoration. 


b. Solder a jumper wire between the two contacts on 
wafer IF of the INPUT switch as shown in Fig. 2-5. 


2. Changing to DC Input Coupling 


Sometimes it is necessary to observe the demodulated out- 
put from a television transmitter using a dc-coupled oscillo- 
scope. For this purpose the Type 529 can be dc coupled, 
using VIDEO INPUTS A, as follows: 


a. Refer to the Vertical Amplifier diagram at the back of 
this manual and the partial diagram shown in Fig. 2-6. 
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b. Remove C104 and C204 and solder jumper wires in 


their place. 


c. Disconnect the ground lead that connects from the 
J201/J202 connector outer conductor to the INPUT switch 


contact. 


d. Remove R201 from its location on the INPUT switch. 
Connect R201 between J201/J202 connector outer conductor 


and ground. 


e. Connect one of the removed capacitors between J201/ 
J202 connector outer conductor and the INPUT switch con- 


tact (where one end of R201 was formerly connected). 


@1 


Partial VERTICAL AMPLIFIER 
Diagram 


VIDEO 
INPUTS 


C101 


C104 and C204 
removed and jum- 
per wires added. 


C104 and C204 moved to here. 
R201 physical location 
changed; see text. 


Fig. 2-6. Modification to dc couple VIDEO INPUTS A. 


f. Locate the jumper wire going from J201 connector cen- 
ter conductor to the INPUT switch contact. Disconnect this 
Jumper at J201 and cut off about 2 inches to shorten it. 
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Connect the second capacitor in series between the shortened 
end of the jumper lead and the center conductor of J201. 


NOTE 


After completing this modification, the DC RE- 
STORER is automatically off when the INPUT switch 
is set to A. 


3. Changing the Sweep Repetition Rate 


Since the field rate in some countries differs from the 30- 
Hz rate used in the United States, the Type 529 must be 
modified to operate at the different rate. 


To modify the instrument to operate at a longer time per 
field (slower sweep-repetition rate) than 30 Hz, increase the 
value of C483. For less time per field (faster sweep-repeti- 
tion rate), decrease the value of C483 by substituting a 
smaller value. Refer to the base circuit of Q483 on the 
Sweep Generator diagram at the back of the manual to 
locate C483 on the diagram. 


4. Changing to 4.4-MHz Chroma Response 


In countries using a 4.4-MHz color-burst frequency, the 
Type 529 must be modified and adjusted to pass this center 
frequency when the RESPONSE switch is set to HIGH PASS. 
This modification is much more complex and is, therefore, 
normally performed in the factory at the request of the 
purchaser at the time the instrument is ordered. 


When the factory modification is made, prepared insert 
sheets showing the changes are inserted in the manuals 
accompanying the modified instrument. For this reason, no 
further information is provided in this section of the manual. 
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SECTION 3 
CIRCUIT DESCRIPTION 


General Information 


The Type 529 Waveform Monitor circuits contain both 
vacuum tubes and transistors. Portions of both the vertical 
and horizontal systems contain amplifiers with special feed- 
back for gain stability independent of tubes or transistors. 
Several multivibrators in the trigger and horizontal systems 
provide precise display triggering. Refer to the block and 
circuit diagrams at the back of this manual during the follow- 
ing circuit descriptions. 


All connectors are rear-panel mounted. Four of the input 
circuits are 75-ohm coaxial loop-through; two VIDEO IN- 
PUTS, EXT NEG SYNC INPUT and EXT CAL INPUT. The 
Staircase Input (J501) is a special nine-pin socket (see Stair- 
case Input discussion in Section 2 for mating connector). The 
VIDEO OUTPUT coaxial Jack has a 75-ohm unbalanced out- 
put impedance. 


BLOCK DIAGRAM 


The (VERTICAL) INPUT switch selects either of two video 
signals, or the A signal minus the B signal, or the CAL sig- 
nal, (the calibrator signal can be from an external source) 
and applies it to the input of the Preamplifier. The Pre- 
amplifier and Magnifier supplies the signal to both the 
Response Filters and the Sync Amplifier. The Response Filter 
passes the signal on to the Output Amplifier and to the crt 
deflection plates. The Output Amplifier also supplies the 
signal to the Keyed Dc Restorer circuit. The Sync Amplifier 
supplies an ac-coupled signal to the VIDEO OUTPUT jack 
(with an open circuit gain of 2, and 75-ohm loaded gain of 
1 referred to the video input), and an ac-coupled signal to 
the Sync Separator. 


The Sync Separator regenerates the horizontal sync pulses 
so their shape and amplitude is always the same. Plus and 
minus regenerated horizontal sync pulses are available for 
operating the Keyed Dc Restorer circuit. Minus H pulses are 
used when displaying video, and plus H pulses are used 
when displaying the Calibrator. 


The Keyed Dc Restorer circuit holds the display steady at 
the video back-porch level or the negative level of the inter- 
nal calibrator. The circuit operates by controlling the dc 
level of the Preamplifier and Magnifier minus input. The 
video input signals are ac coupled, but the Preamplifier and 
Magnifier, Response Filters, and Output Amplifier are dc 
coupled. The dc-restorer circuit virtually eliminates display 
shift with change in signal amplitude, but response time is 
slow enough for hum or tilt to be observed. 


The Sync Separator —H signal is used by the Trigger 
Selector Matrix when the display is of a line nature (undel- 
ayed). The +H signal does not go directly to the Trigger 
Selector Matrix, but to the Vertical Sync Separator, and 
then to both the Field 1 Recognition circuit and the Field 
Trigger Generator (Q375-Q385). The Field Trigger Generator 
triggers the Sweep Gating Multivibrator via the Trigger Sel- 
ector Matrix for field displays (undelayed), and triggers the 
Sweep Gating Multivibrator through the Delay Generator 
and Trigger Selector Matrix for delayed field displays. 
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The Sweep Gating Multivibrator and Sweep Generator 
triggering source and sweep rate is set by the front-panel 
DISPLAY switch. Triggers are received by the Sweep Gating 
Multivibrator that allows the Sweep Generator to run and 
drives the Unblanking Amplifier to turn on the crt beam at 
the time of the sweep. The Unblanking Amplifier also sends 
a brightening pulse to the crt and the VIDEO OUTPUT jack 
during delayed line modes. The Sweep Generator drives 
both the Horizontal Amplifier and the Staircase Amplifier. 
The Staircase Amplifier is inserted between the Sweep Gen- 
erator and the Horizontal Amplifier when external control 
(through J501) switches the Sweep Generator function to read 
the red, blue, green and black-white portions of a color 
studio camera. 


The High Voltage Supply contains the crt high-voltage 
power supply. A portion of the power-supply circuit forms 
the calibrator signal at the 30 kHz rate of the high-voltage 
oscillator. An external calibrator signal can be substituted 
for the internal signal. 


VERTICAL AMPLIFIER 


The video input circuits of the Vertical Amplifier are 
shown in simplified form in Fig. 3-1. The 10-ohm resistor in 
Fig. 3-1A is optional, but necessary in the event there is any 
ac potential difference between the input coaxial cable and 
the Type 529 chassis. It presents any cable-to-chassis signal 
differentially to the Vertical Amplifier so the signal will not 
become part of the display. (Any signal on the outside of 
the braid of a coaxial cable is also on the center conductor, 
but with the same polarity. The equal signals are applied 
to the + and — input terminals, and cancelled by the dif- 
ferential rejection characteristics of the Vertical Amplifier.) 
The A-B input of Fig. 3-1B does not use the 10-ohm resistors 
because the cables are likely to have the same unwanted 
information. Since the unwanted information appears on 
both center conductors, it is presented to the Vertical Ampli- 
fier in differential form and cancelled. 


Operating With The Dc Restorer Circuit Off 


Operation of the Vertical Amplifier will be described first 
with the Dc Restorer circuit turned off. 


The input signals are ac coupled to both the + and — 
input grids of V113 (see 1 megohm return to ground), through 
C104 and C204. The rest of the Vertical Amplifier is dc 
coupled. 


Preamplifier. The Preamplifier consists of two input 
cathode followers (V113A and V113B), and a two-transis- 
tor amplifier Q114 and Q214. The Preamplifier is shown in 
simplified form in Fig. 3-2A. The cathodes of V113 return 
to the same constant-current circuit to which the emitters 
of Q114-Q214 return. The VOLTS FULL SCALE control 
between emitters of Q1]114-Q214 couples the signal between 
emitters, causing both sides of the amplifier to have an out- 
put signal when only one input receives a signal. 
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return resistors are many times greater than the emitter 
internal resistance, and, therefore, do not attenuate the sig- 
nal when the VOLTS FULL SCALE resistance is low. The 
actual minimum VOLTS FULL SCALE resistance is about 590 
to 600 ohms between emitters setting the push-pull output 
signal equal to about 2 times the single-ended input signal. 


A typical single input signal will cause the following 
action (assume the VOLTS FULL SCALE resistance to be 600 
ohms): Q114 base is driven in the positive direction 1 volt 
and its emitter follows it nearly 1 volt. The 600-ohm resistor 
allows the emitter current to increase and the emitter voltage 
to follow the base voltage nearly one volt. The increased 
forward bias of Q114 is about 0.02 volt. The signal current 
is essentially 1.66mA greater than the static current. The 
only source for the signal current is the emitter of Q214; 
therefore, both transistors receive the same amount of signal 
current (but of opposite polarity) for a single input signal. 
The result is that both 649-ohm collector resistors have a 
1.66 mA signal current. The collector of Q114 goes negative, 
and the collector of Q214 goes positive producing a push- 
pull output signal about 2.2 volts peak to peak. Since the 
649-ohm collector load resistors have equal and opposite 
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Fig. 3-1. Simplified Vertical Amplifier input circuits. 
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The tubes serve basically as impedance transformers, 
changing the 1-megohm input resistance to about 400 ohms 
to drive each transistor base. The cathode-return resistors 
have a value about 20 times the cathode-follower output 
impedance, therefore, do not attenuate the signal signif- 
icantly. Each cathode follower passes about 93% of the in- 
put signal to the following transistor base. 


The 2.26-kQ emitter resistors would normally be very 
degenerative, and would thus keep the stage gain very low. 
However, the VOLTS FULL SCALE resistance between the two 
emitters also couples the signal from one side to the other. 
Fig. 3-2B shows a simplified concept of the VOLTS FULL 
SCALE control signal path. If, in this theoretical circuit, the 
VOLTS FULL SCALE resistor were made zero ohms, the input 
signal to one transistor base would divide equally between 
the two halves of the stage. Fig. 3-2B shows the internal B 
emitter resistances in series. Thus, VOLTS FULL SCALE equal 
to zero ohms degeneration on one side of the amplifier is 
the emitter resistance of the other side. This causes both 
sides of the amplifier to have gain. The 2.26-kQ emitter Fig. 3-2. Simplified circuit. 
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current changes, the voltage at their center does not change. 
A common-mode signal reaching the Preamplifier would 
change the voltage at the junction of the 649-ohm collector 
load resistors, and degrade the common-mode rejection of 
the amplifier except for presence of the Constant Current 
Stage. 


The high-frequency gain of the Preamplifier is adjusted 
to equal the low-frequency gain by making the rc time con- 
stant of the emitter circuit equal to the rc time constant of 
the collector circuit. The cathode followers’ output imped- 
ance allows the Miller capacitance of the transistors to 
affect the high-frequency response. To minimize the Miller 
effect, the transistor stage is neutralized by C113 and C213. 
The variable capacitors (C118B and C118C) across the 
VOLTS FULL SCALE resistors R118B and R118C permit the 
Preamplifier frequency response to be properly adjusted. 
There is no need for a variable capacitor across R118A, due 
to wiring stray capacitance. 


In the event of minor differences in bias of the input cath- 
ode followers, (and the resultant output voltage difference) 
the DC BAL control (R115) is set to create a compensating 
change in current in the cathode return circuit. The DC BAL 
control final setting is correct if the trace does not shift when 
changing the VOLTS FULL SCALE switch position (with the 
DC RESTORER OFF). 


The high impedance of the Preamplifier transistor collec- 
tors allows the output voltage to be varied a slight amount 
without significant change in current. The VAR DC BAL con- 
trol slightly alters the voltage balance of the Preamplifier 
output to allow the Output Amplifier VARIABLE control 
(between emitters of Q144-Q244) to be adjusted without 
shifting the trace position. 


Constant Current Stage. The Constant Current stage 
cancels any push-pull output from the Preamplifier in the 
event both input leads receive equal amplitude—equal 
polarity signals. The circuit causes the voltage of the con- 
stant current leads of Fig. 3-2 to shift and follow any com- 
mon-mode input voltages. (The high collector resistance of 
Q114 and Q214 prevents any change in the Preamplifier 
output voltage.) Fig. 3-3 shows simplified connections be- 
tween the Constant Current stage and the Preamplifier. 
Assume both input leads to be positive. The result is that 
both 649-ohm collector-load resistors receive an increase in 
current. The increased current pulls down on R121. R122 
divides the change to the base of Q124. Q124 base goes 
negative and causes its collector to go positive an amount 
equal to the original common-mode signal. This cancels its 
effect and returns the current in the 649-ohm collector-load 
resistors to the original value. The input cathode followers’ 
negative supply is the same as Q114-Q214 negative supply, 
to assure signal linearity in the event of common-mode signal 
cancellation by Q124. 


The principal reason for keeping the common-mode cur- 
rents out of the Preamplifier is that even though the currents 
may be equal, the collector load resistors may not be pre- 
cisely equal, and equal currents would generate unequal 
output voltages. The circuit does stop the Preamplifier out- 
put from moving positive or negative with common-mode 
signals. 
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Fig. 3-3. Simplified Constant Current stage connections to Preampli- 
fier. 


Response Filters. The frequency response of the overall 
monitor is altered for special purposes by the RESPONSE 
switch and its filters. 


The FLAT position of the RESPONSE switch gives the 
widest bandwidth, with a direct connection from the Pre- 
amplifier to the Output Amplifier. 


The IEEE position of the RESPONSE switch inserts com- 
ponents that cause the overall monitor bandwidth to be low- 
pass to agree with 1958 Standard 23S-1. 


The LOW PASS position of the RESPONSE switch inserts 
components that alter the overall response so that it is about 
12-dB down at 500 kHz. 


The HIGH PASS position of the RESPONSE switch inserts 
a critically-coupled transformer between the Preamplifier and 
the Output Amplifier, making the overall monitor bandpass 
about 800 kHz centered at 3.58 MHz. The dc level at the 
input of the Output Amplifier is maintained by connecting 
the center of the primary and secondary windings together 
at a cold rf point. 


Output Amplifier. The Output Amplifier includes two 
sets of push-pull amplifiers, each with variable emitter coupl- 
ing to vary the gain. The first amplifier is Q144-Q154 and 
Q244-Q254. The second amplifier is driven by the first, 
and is a combination of transistors and tubes giving a large 
voltage output swing. 


The driver portion of the amplifier has negative feed- 
back from the collector of Q154 to the emitter of Q144 
(and from Q254 to Q244). The negative feedback makes the 
input impedance at the base of Q144 very high and the 
output impedance at the collector of Q154 quite low. The 
high input impedance prevents loading of the response fil- 
ters. The low output impedance is needed to drive the base 
of Q164 (and Q264). R154 is the negative feedback path 
and is also the collector load resistor for Q154 (see Fig. 3-4). 


The VARIABLE gain control (concentric with the VOLTS 
FULL SCALE switch) varies the emitter-to-ground degenera- 
tion between Q144 and Q244 to vary the overall Vertical 
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Fig. 3-4. Simplified one-half output driver stage. 


Amplifier gain by a 2.5:1 ratio. The VARIABLE control 
mechanically switches R241 into the circuit in the CALIB 
position, and out of the circuit (SW240 closed) when not in 
the CALIB position. If the VARIABLE control is counterclock- 
wise at lower than calibrated gain, clockwise rotation can 
increase the monitor gain so it is greater than normal. Then, 
as the clockwise end of rotation is reached and the control 
is rotated to snap into the CALIB position, the overall gain 
drops about 70% as R241 is switched into the circuit. At 
the same time a second part of SW240 closes and turns on 
the front-panel CALIB neon lamp. 


The output driver signal is coupled to the base of Q164 
(Q264) of the output cascode amplifier. The combination of 
a transistor (supplying cathode drive) and a tube not only 
gives stable gain but also gives the wide voltage output 
swing. This amount of swing can only be obtained by a 
cascode amplifier consisting of a tube and transistor. The 
output cascode stage also has emitter-to-emitter degenera- 
tion used to adjust the overall Vertical Amplifier gain to 
match the crt deflection factor. The emitter circuit also 
contains the HF COMP capacitors that permit the output 
stage high-frequency gain to be adjusted a bit higher than 
the low-frequency gain. This adjustment helps make the 
bandpass correct for the FLAT position of the RESPONSE 
switch. 


While reading the following description of the cascode 
stage operation, keep in mind that (1) a transistor’s emitter 
follows its base, just as a tube’s cathode follows its grid— 
if the return circuit is a higher impedance than the internal 
emitter or cathode impedance, and (2) a transistor’s collec- 
tor is a quite high impedance, as high as the plate imped- 
ance of some triode tubes. 


A signal that drives the base of Q164 in the positive direc- 
tion causes several simultaneous circuit changes. The emitter 
voltage of Q164 follows the base voltage, with emitter volt- 
age change about 2 percent less than base voltage change, 
offset by normal silicon transistor bias. The positive swing 
of Q164 base drives the grid voltage of V164 positive the 
same amount, and the cathode of V164 follows, lagging its 
grid by about 20 percent. The 20-percent positive bias 
occurring in V164 as a result of cathode-follower action 
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increases plate current, and the consequent plate current 
increase causes the output plate voltage to drop in the nega- 
tive direction an amount determined by R162 and Ohm's 
Law. 


Push-pull signals that drive the bases of Q164-Q264 drive 
the two halves of the output stages equally. (The degenera- 
tive action of the resistors between emitters is one half what 
it would be if only one base received a signal). The signal 
voltages at Q164-Q264 bases cause plate-current changes of 
V164 and V264 to be about 3.3mA per centimeter of spot 
deflection each, producing a push-pull voltage output to the 
crt deflection plates of about 20 volts per centimeter. The 
peaking coils in each plate circuit compensate for deflec- 
tion-plate capacitance, and aid in obtaining flat frequency 
response of the Vertical Amplifier. 


Positioning the crt display (with DC RESTORER OFF) is by 
current injection into the emitter circuits of Q144-Q244 
through R143 and R243. The POSITION control (R245) sends 
current toward the cascode output stage bases, but this 
current does not affect the display position so long as the 
Dc Restorer circuit is off. Voltage changes at the bases of 
Q164 and Q264 do not significantly affect the positioning 
circuit because the two germanium diodes D271-D272 limit 
the voltage difference between R149-R249 junctions with 
R148-R248. The two diodes appear on the Dc Restorer 
diagram. 


Operation With DC RESTORER ON 


The Dc Restorer circuit provides an automatic dc position- 
ing voltage to the —input grid of V113B. The source of de 
positioning voltage is the signal in the base circuit of the 
output cascode stage. The signal is usually composite video 
(sometimes it is the calibrator). The Dc Restorer circuit posi- 
tions the crt display firmly around the level of the composite 
video horizontal sync pulse back porch. Because of these 
facts, the restorer must look at the video only at the correct 
time. The Dc Restorer circuit is keyed by the horizontal 
trigger system to sample the video back porch for about 
0.4 ws, and remember the dc level until the next horizontal 
sync pulse occurs. 


When the Dc Restorer circuit is on, a current injection path 
through R148 and R248 into the input of the Dc Restorer 
Comparator permits the POSITION control to operate. The 
positioning current changes the dc level of the composite 
video at the point where it is looked at by the Restorer. 


Video Output Amplifier. The Video Output Amplifier 
receives its signal from the emitter of Q]114. The input im- 
pedance of Q174 is greater than 50kQ due to the large 
amount of emitter degeneration, which loads Q114 lightly. 
Q174 produces an inverted current drive to the feedback 
amplifier Q184-Q193 of essentially 1mA per 1 volt. The 
emitter impedance of Q174 is R172-R173 in parallel, or 1.06 
kQ. Since the collector current of Q174 changes linearly 
with base-voltage drive, the signal-source resistance of Q184 
base is 1.06kQ. Then, the voltage gain of Q184-Q193 (set 
by the feedback resistance divided by the input resistance) is 
2.2 kQ/1.06 kQ or 2.06. Assuming 3% signal loss in the Pre- 
amplifier, the gain from input to Q193 collector is 2. R198 
in series with a 75-ohm load makes the overall gain 1. 
The feedback (R192) makes the Video Output Amplifier have 
a very low output impedance. Thus, the amplifier is matched 
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Fig. 3-5. Simplified keyed Dec Restorer circuit. 


to the output coaxial line by inserting a series 75-ohm 
resistor (R198). The reactance of C198 is so low at the 
frequencies passed by the circuit that it does not increase 
the output resistance over that of R198. R199 assures that 
C198 is properly charged. 


The Video Output Amplifier also serves as an internal 
trigger amplifier. The output lead to the Sync Clamping 
Amplifier (diagrammed with the Sync Separator) rests at 
—5 volts. 


The Sweep Generator applies a positive pulse to the 
Video Output jack when operating in the line selector mode. 
The intensifying pulse amplitude is about 0.2 volt at the 
Video Output jack (0.1 volt when loaded with 75 ohms). 
The value of the pulse is set by current from a +100-volt 
pulse in the Sweep Generator unblanking circuit applied 
through 39kQ (R476, diagrammed near the Unblanking 
Amplifier with the Sweep Generator) to the 75-ohm output 
resistor R198. The very low output impedance of the Video 
Output Amplifier prevents the intensifying pulse from dis- 
turbing the internal triggering signal. 


KEYED DC RESTORER 


The keyed DC Restorer circuit includes the Dc Restorer 
Comparator, the Blocking Oscillator, and the Restorer Cath- 
ode Follower. Voltages and waveforms on the Dc Restorer 
diagram were taken with the Dc Restorer circuit on. The 
simplified diagrams of Fig. 3-5, 3-7 and 3-8, and waveforms 
of Fig. 3-6 will help during the following discussion of the 
Dc Restorer circuit operation. 


The Dc Restorer Comparator is a dual-input single-output 
amplifier that amplifies a small part of the composite video 
which is normally near the crt screen center. The signal 
peaks are limited by parallel back-to-back germanium diodes 
D271-D272 (see Fig. 3-5). One of the two diodes conducts 


whenever the voltage across them exceeds 0.2 to 0.3 volt. 
When the diodes are not conducting, the Comparator bases 
are fed push-pull signals from the two bases of the Output 
Amplifier cascode stages. When a diode is conducting, the 
two bases of the Comparator Amplifier are essentially 
shorted together, and there is no gain. When the signal at 
the base of Q274 goes negative (and the signal at the base 
of Q284 goes positive) D271 conducts. The opposite polarity 
signal causes D272 to conduct. The peak-to-peak signal 
input to the Comparator is, therefore, limited to about 0.45 
volt. The Comparator output signal is typically 4.2 volts 
peak to peak at the emitter of the Emitter Follower (Q273). 
The Comparator functions in the same manner as the dif- 
ferenital Preamplifier previously described, except there is 
just one output lead. Fig. 3-6d shows the signal as it enters 
the Memory Gate. The other waveforms of Fig. 3-6 are 
discussed with the Blocking Oscillator below. 


2 uSEC/DIV 


Fig. 3-6. Time-coincident waveforms of keyed Dc Restorer. 
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Blocking Oscillator. The Blocking Oscillator is normally 
biased to cutoff by current through R282 and D282. A 
negative pulse applied to the base of Q280 will cause it to 
conduct and go through one cycle of oscillation. The nega- 
tive pulse arrives at the base of Q280 through a diode 
switching network from the Sync Regenerator (diagrammed 
with the Sync Separator). 


Assume the vertical INPUT switch is at A, as shown in Fig. 
3-7. The diode switching circuit then reverse biases D285 
about 45 volts and reverse biases D286 about 1 volt. Regen- 
erated horizontal sync pulses arriving at C285 and C286 
have a peak-to-peak amplitude of about 8 volts. Thus, the 
—H pulse will not cause D285 to conduct, but the +H 
pulse will cause D286 to conduct at the end of the pulse as 
it goes negative. C286 charges almost the full 8 volts of 
the +H pulse rise, and then causes the cathode of D286 
to fall about 7 volts. The base of Q280 does not fall as 
much as 8 volts because of the base-to-emitter low imped- 
ance at the time of turn on. 


The Blocking Oscillator turns on at the time the composite 
video horizontal sync pulse ends and starts toward the 
back-porch level. The back-porch level occurs about 0.25 ys 
later, so the Blocking Oscillator does not sample the video 
at the time of turn on. As Q280 conducts, the L/R time 
constant of the collector circuit inductance and resistance 
keeps Q280 conducting for about 0.6 us before the base 
drive decays. As Q280 regenerative base turn-on drive is 
stopped, the collector current drops rapidly. Dropping 
collector current is transformer-coupled back to the base of 
Q280 as a fast turn-off signal. The collector voltage wave- 
form is shown in Fig. 3-6c. Changing collector current is 
also transformer-coupled to the tapped secondary that drives 
the Memory Gate. 


Memory Gate. The Memory Gate consists of the center- 
tapped secondary of 1280 with its dc level set by the Emitter 
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Follower, two parallel rc circuits and two silicon diodes. 
As Q280 is turned on, the secondary voltage of T280 reverse 
biases D292 and D293 and no current flows. As Q280 stops 
conducting, the secondary of 1280 drives D292 and D293 
into conduction and at the same time charges both C292 
and C293 to about 7 volts. (The energy for charging the two 
capacitors comes from the core of 7280.) D292 and D293 are 
computer diodes with equal forward drop at the time they 
conduct, making the voltage at their junction with C294 
equal to the voltage at the center of T280 secondary. Thus, 
during the backswing time of T280, the voltage at the center 
of T280 secondary appears at C294. The backswing lasts for 
about 0.4 us, which is plenty of time to fully charge C294 
to the voltage of the Emitter Follower. During each back- 
swing, C292 and C293 are recharged to replace the small 
amount of voltage discharged by the resistors R292 and 
R293. The time constant of the two rc circuits is 1 ms each, 
many times longer than the 63.5 us between sampling times. 


Memory Circuit. The Memory Circuit is the Memory Capa- 
citor C294 and the grid of V293A. Since D292-D293 are sili- 
con diodes with very high reverse leakage, the Memory 
Capacitor charge is essentially constant between samples. 


The four waveforms of Fig. 3-6 (taken with a four-channel 
oscilloscope) show the time-coincidence of the Dc Restorer 
circuit. Note that some of the color burst is seen by the 
Memory Gate and Memory Capacitor. The reactance of the 
Memory Capacitor is about 440 ohms at 3.58 MHz; and the 
sampling diodes are turned on hard by 1280 secondary so 
there is no color-burst rectification. Thus, the Dc Restorer 
circuit acts upon the average voltage of the color burst, 
keeping the display at the same stable position with or with- 
out the color burst. 


Restorer Cathode Follower. The Restorer Cathode Fol- 
lower acts as an impedance transformer that couples the 
sampled and stored voltage into the Vertical Amplifier minus 


input grid. The two resistors, R298 and R299, offset the dc 
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Fig. 3-7. Operation of Diode switch feeding Blocking Oscillator. 
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Fig. 3-8. Sampling and memory portions of Dc Restorer circuit. 


level of V293A cathode to the correct value for the minus 
input, setting the minus grid to essentially ground voltage 
when the system is correctly balanced. 


Restorer Operation on Calibrator Signal. This mode of 
Restorer operation uses the —H regenerated horizontal sync 
pulse to fire the Blocking Oscillator. The —H signal starts 
negative at the same time the Calibrator signal goes nega- 
tive. The Blocking Oscillator fires as the —H signal goes 
negative, causing the Dc Restorer circuit to sample the signal 
voltage about 0.88 us after the beginning of the Calibrator 
negative half-cycle. Thus, the display is stabilized at the 
bottom of the Calibrator signal and held in the same posi- 
tion as the back porch. 


SYNC SEPARATOR 


The Sync Separator processes composite video so the 
Sweep Generator is triggered properly for the various modes 
of the DISPLAY switch. 


The input to the Sync Clamping Amplifier can be from 
one of two sources; the internal trigger signal from the 
Video Output Amplifier or an external sync input, usually 
composite video. The selection of source is made by the 
SYNC switch. Source switching is by diodes, and the actual 
SYNC switch is isolated from the video leads by R305. When 
the SYNC switch is set to INT, D301 is back biased and 
D304 is forward biased. The signal passes through forward- 
biased D304 into the grid of V293B. When the SYNC 
switch is set to EXT, D304 is back biased and D301 is for- 
ward biased, so the signal passes through D301. The inter- 
nal-external sync selection can be made from the front 
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panel for all vertical input modes except when viewing the 
calibrator signal. When the vertical INPUT switch is at 
CAL, the sync input is automatically switched over to in- 
ternal. 


Sync Clamping 


The Sync Clamping Amplifier has two feedback loops. 
One is a normal type consisting of R315, with the gain of 
Q314 set by R315 and the transconductance of V293B. 


A feedback amplifier of the type in the Sync Clamping 
Amplifier, and diagrammed in Fig. 3-9, has low input im- 
pedance called virtual ground, and a low output impedance. 
The virtual ground is easy to visualize when we find equal 
and opposite currents in the input resistor (R;) and the feed- 
back resistor (R;). Assume R; of Fig. 3-9 to be 22 kQ and R; 
to also be 22kQ. A one-volt IN signal will cause 0.045 mA 
to flow in R;. The transistor collector will change voltage 
level (also 1 volt) until an opposite 0.045 mA flows in R; at 
which time the input signal is balanced, so none is left for 
the base. When R; = R; the voltage gain is unity. 


V293B cathode output impedance is approximately equal 
to 1/Gm or typically 1/0.001 St = 10009. (Normal range 
of output resistance between tubes will be from about 600 
to 12009.) The cathode-follower output resistance can be 
considered directly in series with the input grid for calcu- 
lating signal current to the base of Q314. Thus, the typical 


22 kQ 


ke ee 22 


voltage gain of Q314 is 


‘siemens — mho 
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VIRTUAL 
GROUND 


Fig. 3-9. Simplified Feedback amplifier. 


A second feedback loop around the Sync Clamping Am- 
plifier is composed of R317, R318 and C317. This loop acts 
as a dc restorer for signals into the rest of the triggering 
circuitry. Negative-going composite video at the grid of 
V293B causes the collector of Q314 to go positive. As each 
negative-going sync tip occurs, C304 charges slightly posi- 
tive, then as the collector voltage of Q314 falls, C317 gains 
a negative charge that is the average of the input signal 
amplitude. C304 thus receives a charge as each sync tip 
occurs, then discharges through R317 to C317 at all other 
times. The discharge current for C304 is approximately 
proportional to video level. The effect of the action just 
described is that C304 acts as a dc restorer for the Sync 
Clamping Amplifier for a wide range of signal levels. 
Restorer action thus holds the Sync Clamping Amplifier 
output (at the sync pulse tips) at a stable level of about 
—0.5 volt. 


Any large noise pulses riding on the negative-going com- 
posite video will cause the collector of Q314 to go positive 
enough to back bias D318; while at the same time, the large 
negative going pulse at the grid of V293B will cause D317 
to be forward biased. Forward biased D317 will now cause 
the charge rate of C304 to be limited by R319. 


Video stripping occurs in the Sync Clamping Amplifier as 
the input signal goes positive, because available Q314 
collector current through R314 is all taken by the feedback 
resistor R315. As V293B cathode applies positive-signal turn- 
on current to the base of Q314, Q314 collector goes nega- 
tive until the current in R315 equals the current in from 
V293B cathode. At that point, the collector voltage stops 
going negative and the remaining positive signal input to 
V293B grid is not amplified. Thus, the dc-restored sync 
tips out of the Sync Clamping Amplifier have a maximum 
peak amplitude of about 13 volts with the video informa- 
tion removed from large signals. 


Sync Regenerator 


The Sync Regenerator is a Schmitt multivibrator whose 
operation is bistable due to the dc coupled input signal 
from Q314 collector. @Q335 conducts when the base of 
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Q325 is near ground, and Q325 conducts when the input 
is more negative than about —4 volts. Output signals are 
each about 8 or 9 volts peak to peak. The TRIG MULTI 
BIAS control is adjusted for proper triggering on low-level 
video sync signals in case the Sync Regenerator input signal 
is less than normal. 


Assume Q325 is conducting. As the input signal goes 
positive, current in Q325 is reduced, allowing its emitter to 
go positive and its collector to go negative. Q325 emitter 
is coupled to Q335 emitter and Q325 collector is coupled 
to Q335 base. Initially the back bias at the base-emitter 
junction of Q335 prevented it from conducting. As Q335 
bias reaches the point of conduction, regenerative action 
flips the conduction from Q325 to Q335 rapidly. As long as 
a sync tip holds the base of Q325 up near ground, Q335 
will conduct. As Q325 base starts negative, Q325 begins 
to conduct and a second regenerative action switches Q335 
off and Q325 on. The regenerative path is between the 
emitters of Q325-Q335 and from the collector of Q325 to 
the base of Q335. 


Both the +H and —H signals are available for the keyed 
Dc Restorer circuit previously described, and for the rest of 
the triggering circuitry. 


FIELD SELECTOR 


The Field Selector circuit includes the Vertical Sync Sepa- 
rator, the Field 1 Recognition circuit and the Field Trigger 
Generator. 


Vertical Syne Separator. The Vertical Sync Separator 
is primarily a differentiator and an amplifier biased off 
about 3 volts. The differentiator, C341-R341, shifts the signal 
output dc level depending on the pulse duty cycle. If the 
incoming square-wave signal negative peaks are of longer 
duration than the positive peaks, the output will be more 
positive than negative. Likewise, if the incoming signal posi- 
tive peaks are of longer duration than the negative peaks 
(vertical sync), the output will be more negative than positive. 
During the time C341 receives only regenerated horizontal 
sync pulses, the signal at the base of Q344 shifts between 
about 2 volts negative and 6.5 volts positive and Q344 does 
not conduct. As the vertical sync group occurs, the signal 
at the base of Q344 shifts to between about 6 volts nega- 
tive and 2.5 volts positive, turning Q344 on hard each time 
the signal goes below about —3.5 volts. 


Both the Field 1 Recognition circuit and the Field Trigger 
Generator require a single pulse, the first of the vertical 
sync pulses. The parallel combination of R346-D346 and the 
capacitance of C347 allow only the first vertical pulse to 
pass through. As the collector of Q344 rises positive 20 
volts, D346 passes the whole pulse to C347 (and C351). 
C347 charges to more than half the peak voltage of the 
first pulse. The very high reverse resistance of D346 and the 
22 megohms of R346 let C347 keep its charge. The second 
vertical sync pulse is, thus, not able to be coupled on since 
the cathode of D346 is already several volts more positive 
than it was before the arrival of the first pulse. (Some of 
the second pulse gets through the coupling capacitors, but 
does not affect the following circuits.) R346 discharges C347 
(and C351) before the next vertical pulse arrives. 
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Field 1 Recognition. The Field 1 Recognition circuit is a 
one-shot multivibrator (mono-stable) with two input paths. 
The single vertical sync pulse that arrives through C351 to 
the base of Q355 turns Q355 on and Q365 off. The switch- 
ing action is regenerative due to emitter coupling, and 
coupling from Q355 collector to Q365 base. C360 was ini- 
tially charged to about 13 volts. As Q355 collector falls, 
the base of Q365 is taken about 11 volts negative. The 
FIELD 1 SYNC control (R360), in series with R361, starts the 
base of Q365 back toward ground, discharging C360. As 
the voltage at the base of Q365 nears a value that would 
cause Q365 to turn on, a positive pulse coupled to the base 
through C361 will turn it on and reset the multi. The time 
constant of C360 and R360-R361 is set such that the multi 
is reverted at the end of the last vertical equalizer pulse. 
(The waveforms at the collector of Q365 on the diagram at 
the back of this manual show capacitively-coupled pulses 
that pass through C361 and the base-to-collector capacitance 
of Q365. This is normal and does not indicate Q365 to be 
defective). As Q365 collector goes negative at the end of 
the last equalizing pulse, C364 and R368 form a negative 
pulse that ramps up for a period of 50 to 55s. C370 
couples differentiated —H pulses and adds them to the ramp 
at the junction of R369 and D370. If a horizontal pulse 
occurs during the time the ramp is running up, the output 
through D370 is more negative than at any other time. A 
two-field interlace horizontal sync pulse occurs in the middle 
of every other ramp. 


All the other negative pulses at the junction of R369- 
D370 charge C371 (through R372) to an essentially stable 
dc voltage (R371 does not appreciably discharge C371 be- 
tween pulses). As a field two occurs, the more negative pulse 
that coincides with the field’one recognition ramp is coupled 
through D371 to the base of Q375, flipping the Field Trigger 
Generator so that Q375 conducts. 


Field Trigger Generator. The Field Trigger Generator 
is a bistable multivibrator that changes state each time a 
positive pulse arrives through C347 from the Vertical Sync 
Separator. The triggering pulse is coupled to the bases of 
Q375-Q385 through diodes D374-D384 and the rc networks 
of C375-C385. The positive-polarity pulse turns off the con- 
ducting transistor regardless of which is conducting. The 
pulses arrive at a 60-hertz output rate, causing the Field 
Trigger Generator to have a 30-hertz output rate at each 
collector. 


If Q375 is off when the negative-going field one signal 
from the Field 1 Recognition circuit arrives at the base of 
Q375, then Q375 will be turned on. A positive signal from 
the sync separator to each collector at the start of each 
field, and a negative pulse to Q375 base at each field one 
assures that the Field Trigger Generator output is always 
related to field one and field two of the composite video. 
The collector of Q375 always goes positive (toward ground) 
at the beginning of each field one. The collector of Q385 
always goes positive at the beginning of each field two. 


Field shift switching is the selection of the correct Field 
Trigger Generator output pulse by a dual-input single-output 
diode switch. Positive-going trigger pulses are needed by 
the Sweep Generator and by the Delay Generator. Thus, to 
trigger on a field one, the Field Shift switch causes Q385 
collector signal to be coupled on, and for a field two, Q375 
collector signal to be coupled on. 
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Assume a field two trigger is selected. The crt display 
will start the sweep on a field one and show the field two 
at center screen. The FIELD switch (set at ONE) applies a 
negative bias to D377 anode, assuring that it cannot conduct 
the signal from Q375 collector to the following circuits. 
D387 will pass the positive portion of the differentiated 
Q385 collector signal. Differentiation of Q385 collector sig- 
nal is by C384 and the parallel resistance of R388 and 
R411-R412. As @Q385 collector rises, C394 couples the first 
of the full step through to D387 and the rest of the circuit. 
C384 soon charges, dropping the voltage at the cathode 
of D387 back to ground level. As @Q385 collector falls, 
D387 disconnects the signal from the rest of the circuit and 
R388 recharges C384 for the next positive pulse. The con- 
tacts of K501 are described with the Staircase Amplifier later 
in this section. 


LINE SELECTOR 


The Line Selector circuit includes the Delay Generator, 
and the Line Pickoff circuit. The selected line-trigger pulses 
occur once each field, an adjustable amountof time after 
each vertical sync pulse. 


Delay Generator. The Delay Generator is normally 
biased so Q425 is conducting and Q415 is cut off. Q415 
collector rests at +24 volts because of the voltage divider 
R417, R418, R419 and Q434. (The LINE SELECTOR control 
current from —25 volts through R402 to the junction of 
R419-C428 will not take the junction significantly below 
ground because there is 24 volts across R419 and there 
can be up to 25 volts across R402.) @Q425 collector rests at 
—0.65 volt, holding Q415 base at about —6 volts by the 
drop across R421-R422. Q414 is saturated (collector voltage 
pulled down very near emitter voltage) due to base current 
through R416. Thus, the current in Q425 emitter is set by 
R414 and the —24 volts at Q414 collector, and the current 
in Q425 collector is set by R423. The Delay Generator will 
remain in this condition until a positive trigger pulse arrives 
at the base of Q415. 


As a positive pulse turns on Q415, the current through 
Q414-R414 shift to Q415 and Q425 turns off. As Q415 
collector starts negative, C416 couples the voltage change 
into the base of Q414 in a direction to reduce its collector 
current. As the base of Q414 is taken far enough negative 
to almost turn off its collector current, the drop in Q415 
collector voltage is nearly stopped until the current through 
R416 discharges C416. As C416 discharges a bit, the base 
voltage of Q414 turns on a bit more current. The current of 
Q414 is also the current in Q415, which again pulls down 
on C416. The result of the feedback just described is that 
C416 is discharged in a very linear manner by current 
through R416. The voltage at the junction of C416-R416 
remains essentially constant while the collector of Q415 
pulls the other side of C416 negative at a rate set by the 
current of R416. 


When the collector voltage of Q415 reaches ground level 
and stops going negative, current through R416 raises the 
base voltage of Q414 and increases its current. Increased 
current in Q414 pulls both Q415 emitter and base elements 
negative, allowing the collector to go negative too. The 
common emitter-to-emitter lead of Q425-Q415 drops nega- 
tive until Q425 again turns on. The collector voltage of 
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Q425 drops and quickly turns Q415 off, letting its collector 
voltage rise in the positive direction as R417 charges C416 
to its original state. (C418 cancels Q415 initial negative 
collector surge caused by shifting Q414 current from about 
5mA in Q425 to about 0.27 mA in Q415. Without C418, 
the collector voltage of Q415 would drop sharply negative 
at the time Q415 was triggered into conduction.) C416 
charging current is limited only by R417 since the negative 
end of the capacitor is tied to —25 volts through Q414 
base-emitter junction. 


SWEEP GENERATOR 


The Sweep Generator is a triggered sweep system for all 
positions of the DISPLAY switch except the 2 FIELD position 
at which it is a recurring synchronized sweep. Positive field- 
trigger pulses stop the sweep in 2 FIELD operation, negative 
line-trigger or selected line pulses start the sweep in all 
other modes of operation. The sweep rate at 2 LINE per- 
mits viewing the interlacing of the color burst. The sweep 
rate at 0.125H/cm lets you look at every other horizontal 
line displaying a non-interlaced color burst. Refer to the 
simplified Sweep Generator diagram of Fig. 3-10 and the 
complete diagram at the back of this manual during the 
following circuit description. 


Trigger Selector Matrix 


Selection of recurrent negative line trigger pulses at the 
beginning of each horizontal line, or of selected line pulses, 
is made in a diode switching network of the DISPLAY switch. 


When the DISPLAY switch is at either of its LINE SELEC- 
TOR positions, the cathode of D441 is raised about 9.5 volts 
positive and the diode is reverse biased so it cannot conduct 
negative line triggers to the Sweep Gating Multi. D444 


SWEEP—GATING 
MULTI 


RESISTORS 


—25v 


paneer 
AMPLIFIER 


MILLER 


does conduct negative selected line pulses to the Sweep 
Gating Multi. 


When the DISPLAY switch is at 2 LINE, .25H/CM, or .125 
H/CM, D444 cathode is reverse biased about +29 volts to 
prevent selected line pulses from getting to the Sweep 
Gating Multi. D441 does conduct negative line-trigger 
pulses to the Sweep Gating Multi. 


When the DISPLAY switch is at 2 FIELD, both D441 and 
D444 are reverse biased so that no negative triggers get 
to the Sweep Gating Multi. At the same time, D452 is 
forward biased through R450 so positive field triggers are 
available to the Sweep Gating Multi. 


Sweep Gating Multi 


The Sweep Generator is operated in two basically dif- 
ferent modes of operation as suggested earlier. The Sweep 
Gating Multi operation is altered from a triggered system 
for line displays to a free-running stopped-sweep system for 
2 field displays. 


2 LINE DISPLAY. (Vertical INPUT switch at A, DISPLAY 
switch at 2 LINE.) The Sweep Generator is held in one 
state by the Sweep Gating Multi until the arrival of a nega- 
tive trigger pulse. Before receipt of a trigger pulse, the fol- 
lowing conditions exist: 


a. Q455 is conducting, Q465 is in a state of non-conduc- 
tion. 


b. Both Disconnect Diodes are conducting. D482 is apply- 
ing positive turn-on current from R468 to the Miller Runup 
input base, while D481 is limiting the turn-on current, as the 
collector of Q481 pulls down and takes some of the current 
flow from R468. 


HORIZONTAL 
AMPLIFIER 


CRT 
Circuitry 


MINUS INPUT TO DIAMOND SHAPED FEEDBACK AMPLIFIERS MEANS OUTPUT 
IS INVERTED. PLUS INPUT MEANS OUTPUT IS NOT INVERTED. 


Fig. 3-10. Simplified Sweep Generator. 


c. Q481 collector voltage is at about +1 volt, so that 
essentially no current is delivered through R520 (see Hori- 
zontal Amplifier diagram) to the Horizontal Amplifier. 


d. The Unblanking Amplifier output is near ground, turn- 
ing off the crt beam. 


e. The crt horizontal deflection plates hold the blanked 
beam at the left side of the crt (depending upon the setting 
of the POSITION control. 


Q455 is held in conduction by current through the series 
resistors R464-R465 and D466, limited by R470 current into 
the base-emitter junction of Q474. The base turn-on current 
to Q455 is enough to saturate it; however, D455 bypasses 
some of the intended base current when the collector volt- 
age drops slightly below D466 anode voltage, which pre- 
vents the transistor from saturating. (If Q455 were to sat- 
urate, the base-emitter junction would hold so many carriers 
that the transistor could not be turned off quickly.) The 
fact that Q455 collector voltage is near ground assures that 
no current reaches the base of Q465, and Q465 remains 
cut off. 


As the negative going line trigger pulse arrives at the 
base of Q455 through C452, Q455 is turned off. The voltage 
rise at the collector of Q455 is coupled to the base of Q465, 
turning it on. As current begins to flow in Q465, its collector 
voltage drop aids in turning Q455 off and the switching 
action takes place very rapidly. (Consider the emitter of 
Q465 as grounded; the three components in its emitter circuit 
are used in 2 FIELD operation and are of no importance 
in 2 LINE operation. 


Miller Runup 


As Q465 collector voltage falls below about +1.3 volts, 
D464 conducts, and takes the anodes of the Disconnect 
Diodes toward ground. Both D481 and D482 stop conduct- 
ing. The timing resistor current that had been flowing 
through D482 is immediately transferred to the base of Q483. 
The current that had been flowing in D481 through Q48] 
is cancelled by a slight drop in voltage at the base of 
Q481. As Q483 base starts negative, the base of Q481 also 
starts negative and reduces its collector current, causing its 
collector voltage to start positive. The timing capacitor 
couples the positive voltage of Q481 collector back to 
Q483 base, essentially stopping its negative travel. The 
result is that the timing capacitor receives a charge at a 
rate set by the timing resistor, creating a very linear positive- 
going sawtooth voltage at the collector of Q481. The Miller 
Runup circuit can be defined as a feedback amplifier, with 
the feedback element a timing capacitor, and the input resis- 
tor a timing resistor; the input signal is the —25-volt supply 
(see Fig. 3-9 and associated text for description of a feed- 
back amplifier). 


The sweep voltage rises positive until R492 raises the 
base voltage of Q455 far enough to revert the Sweep 
Gating Multi. As Q455 conducts, the collector voltage of 
Q465 rises in the positive direction. D464 stops conducting 
and R468 raises the base voltage of Q483 positive through 
D482. This causes collector current in Q481 to increase 
rapidly. This collector current discharges the timing capacitor 
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at a linear rate set by R468. As Q481 collector voltage 
approaches the voltage at the base of Q483, D481 takes 
some of the R468 current and stops the rundown. (D486 
offsets the base voltage of Q48]1 in a direction to limit the 
quiescent current in D481, permitting the next sweep runup 
to start linearly.) The rate of rundown is slow enough that 
the sweep is triggered every other horizontal sync pulse, 
presenting a non-interlaced color burst. The Sweep Gen- 
erator then waits for another negative line-trigger pulse to 
turn off Q455 and start the cycle over again. 


2 FIELD DISPLAY. Operation of the Sweep Gating Mul- 
tivibrator is changed from a state where a trigger is 
required to start the sweep, to a condition where the sweep 
starts automatically, and is stopped by a trigger pulse. If the 
sweep Is not running when the DISPLAY switch is set to 2 
FIELD, Q465 of the Sweep Gating Multi is not conducting. 
The DISPLAY switch connects R461 to the —25-volt supply 
and the emitter voltage starts negative. D461 is reverse 
biased, and the rate of fall is set by the time constant of 
R461-C461. Approximately 1 millisecond after Q465 emitter 
voltage starts negative, the Sweep Gating Multi switches 
so that Q465 is on and Q455 off. The sweep voltage runs 
up as described for 2 LINE operation. 


The DISPLAY switch also changes the output of the Trig- 
ger Selector Matrix, forward biasing D452 through R450 so 
that positive pulses will come through D452, and will turn 
on Q455 to stop the sweep. The positive pulse that turns 
Q455 on occurs at every other vertical sync pulse. The 
sweep is stopped, runs down very rapidly due to additional 
rundown current from R455 in parallel with R468, waits 1 
millisecond and automatically starts again, just before the 
video portion of the next field. 


In the event vertical input composite video stops, the 
sweep will continue to cycle, but instead of positive pulses 
stopping the sweep, Q455 is turned on by sweep voltage 
feedback through R491-R492 in the same manner as 
described for 2 line operation. Thus, the Type 529 Monitor 
will show a sweep without vertical information when the 
DISPLAY switch is set to 2 FIELD, but requires a trigger signal 
for the sweep to operate in all other positions of the DIS- 
PLAY switch. 


With the INPUT switch set to CAL, R469 is placed in 
parallel with R468 so the rundown rate will be rapid enough 
to prepare the sweep to run again at the next calibrator 
signal transition. This assures a cleanly triggered Calibrator 
display without the possible jitter caused by a longer run- 
down. 


The runup rate of the Miller Runup circuit is slowed by 
adding C483 across the timing capacitor used in 2 LINE 
operation. C483 does not affect the sweep voltage peak 
value, but changes only the rate at which the spot moves 
across the crt. Television systems with different time per field 
than the 30-hertz U.S.A. rate require a change in the value 
of C483 to change the sweep rate. For longer time per field, 
increase C483 value; for less time per field, decrease C483 
value. Modification of C483 is normally made at the factory 
at time of purchase. 


The Miller Runup circuit drives both the Horizontal Ampli- 
fier and the Staircase Amplifier. 
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Unblanking Amplifier 


The Unblanking Amplifier (Q474) responds to the Sweep 
Gating Multi (Q465) collector signal. When there is no 
sweep, the crt beam is pulled away from the deflection 
plates and phosphor screen, preventing any spot from being 
seen. Q474 collector is near ground at the time of no sweep, 
turning off the crt beam. As the Sweep Gating Multi switches 
states to start a sweep, Q474 is biased to cutoff and its 
collector rises to +101 volts, limited by conduction of D474 
and D475. 


The Unblanking Amplifier provides two more output sig- 
nals during delayed sweep operation. One is the video 
output intensification discussed with the Vertical Amplifier 
description. The other is to increase the crt beam current to 
intensify the crt trace for the short duration of the delayed 
SWEEPS. 


The collector signal of Q474 does not pull down on the 
trace intensification line; rather, that line is pulled down by 
R476 and the —5 volts of the Video Output Amplifier circuit 
between sweeps when the DISPLAY switch is set to either 
Delayed position. The collector voltage of Q474 is near 
ground most of the time in delayed modes, because of the 
short-duration sweeps recurring at a 30-hertz rate (once 
every 33.3ms). The trace intensification line (at R477-R478 
junction) drops to —5 volts in about 2.6 ms as the combina- 
tion of R476-R477 discharges C478 and changes the charge 
on C477. 


As the sweep starts, Q474 collector rises quickly, sending 
an integrated pulse to the crt grid circuit. R478 permits the 
step to rise abruptly to +22 volts, then continue to rise at 
an rc rate. The rising signal to the crt grid is required 
to keep the cathode current constant during the intensifica- 
tion period assuring a uniform crt intensity throughout each 
sweep. 


R476 also conducts current into the 75 ohms of the VIDEO 
OUTPUT connector, adding about 0.1 volt to the video 
output to intensify a line of the studio monitor, identifying 
which line the Type 529 Monitor is viewing. 


HORIZONTAL AMPLIFIER 


The Horizontal Amplifier circuit includes the Horizontal 
Amplifier and the Staircase Amplifier. 


Horizontal Amplifier. The Horizontal Amplifier is a com- 
bination of feedback and paraphase amplifier. The base of 
Q533 is the virtual ground summing input terminal to the 
whole amplifier. Voltage gain of the overall amplifier is 
the ratio of the MAG resistance to the input resistance 
of R520. The dc level of the output (positioning) is through 
R525 to the base of Q533. The input to a feedback ampli- 
fier can have several input resistors and signals. The gain of 
each is the ratio of feedback resistor to input resistor. Feed- 
back is from V554A cathode to the base of Q533. V554A 
cathode is also the signal source for the inverting half of 
the amplifier, through the HORIZ GAIN control R558-R568 
to the base of Q574. Feedback in the inverting half of the 
amplifier is the cathode resistance of V554B to the base of 
Q574. The SWP/MAG REGIS control sets the de balance of 
cathode voltages of V554A-V554B so the display center does 
not shift as the MAG switch is changed. 
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The sweep sawtooth enters through R520. Q533 is an 
emitter follower and current-gain transistor, driving the 
inverting amplifier Q544. @Q544 signal output receives cur- 
rent gain in the cathode of V554A assuring linear feedback 
from a low impedance. The plate of V554A provides a 
+150-volt swing that would be impossible to achieve with 
transistors. It acts in a normal vacuum tube fashion, with 
the input grid signal appearing inverted at the plate output. 


The HORIZ GAIN resistance is degenerative to V554A, 
and is the signal coupling path to Q574. The signal from 
V554A cathode to Q574 base runs negative, increasing the 
current in Q574 collector. The collector voltage of Q574 
becomes less negative and drives the grid of V554B to in- 
crease V554B current, raising the cathode to the level it had 
before the signal started negative. Note that the base of 
Q574 acts as a virtual ground for signals. W554B grid 
swings about 6.6 volts, turning on plate current so the plate 
swings about —150 volts. 


Staircase Amplifier 


V514 is a feedback amplifier with two input resistors to 
sum the sawtooth and studio color-camera staircase voltages. 
When 25 volts is applied between pins D and E of J501, 
K501 causes R516 to become the third input to the Horizontal 
Amplifier. V514 inverts the sawtooth voltage so that the 
summed sawtooth signal to Q533 base is one-fourth its 
normal amplitude. The external input negative staircase 
signal is also inverted by V514. 


With the staircase most positive, the sweep runs for the 
period of 1 field, and is reverted by a vertical sync trigger. 
At the time the sweep is reverted, the staircase drops nega- 
tive to its second level. The sweep starts again, but begins 
one-fourth of the way across the crt due to the staircase 
positioning signal. Again the sweep runs for 1 field, is 
reverted and the staircase drops to its third level. Once 
again the sweep starts, but one-half of the way across the 
crt. Again the sweep runs for 1 field, is reverted and the 
staircase drops to its fourth level. Once again the sweep 
starts, but three-fourths of the way across the crt. Thus, 
the three-color and black-white camera signals can all be 
viewed in one crt display. 


The staircase level shift takes about 800 us. With the 
Sweep Gating Multi operating in 2 FIELD the sweep restarts 
in about 1 millisecond, so the change in staircase is not 
seen because the crt beam is blanked off at the same time. 


Closing the staircase relay also changes the timing resistor 
of the Sweep Generator so the sweep rate is twice as fast 
as that for 2 FIELD operation. The relay also changes the 
operation of the Field Selector to put out a positive pulse 
at each vertical sync pulse time instead of at every other 
one. Thus, the sweep recurs at a 60-hertz rate, taking three 
sweeps to get across the crt. 


POWER SUPPLY 


The low-voltage Power Supply provides regulated —25 
volts, +100 volts, and unregulated +360 volts to the circuits 
of the Type 529. The —25-volt supply is the reference volt- 
age for the +100-volt supply and the Calibrator circuit. 
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The Type 529 is powered by a dual primary power trans- 
former for operation on either 115 or 230 volt 50-60 hertz 
line. Refer to the Operating Instructions section of this 
manual for converting from one supply voltage to the other. 


—25-Volt Supply 


Voltage for the —25-volt power supply comes from the 
full-wave rectifier system of D610-D611 and C610. Voltage 
across C610 is nominally 35 volts. 


The —25-volt regulator consists of a comparator that 
compares a portion of —25 volts (divided by R624-R626 and 
the —25 VOLTS/CAL AMPL control R620) against the volt- 
age of a precision Zener diode D614. D614 Zener voltage 
is about —9.1 volts. The comparator output at Q616 col- 
lector is inverted and amplified by Q634, which drives the 
series transistor Q637 in a direction to compensate for 
changes in the output voltage. 


Assume the —25-volt increases and the voltage goes 
slightly positive. Q626 turns on harder, reducing the cur- 
rent in Q616 so its collector goes positive. Q634 turns on 
harder and pulls Q637 base in the negative direction, caus- 
ing It to conduct harder, dropping the output voltage back 
to its proper negative level. Since the collector of Q637 is 
grounded, the whole supply is moved by the emitter of 
Q637 to make the correction. R617-C617 at the base of 
Q634 reduce the feedback loop high-frequency gain for 
more stable operation with high-frequency load transients. 
C620 and C626 aid in reducing the high-frequency output 
impedance of the supply. 


The —25-volt supply is the voltage source for the heat- 
ers of V113 and V293. R621 across V293 heater compen- 
sates the heater voltage for current taken by the Constant 
Current stage of the Vertical Preamplifier. 
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The value of the —25-volt supply directly sets the peak- 
to-peak amplitude of the Calibrator signal; therefore, the 
control used to adjust the supply is labeled —25 VOLTS/ 
CAL AMPL. See the Calibration procedure for adjustment. 


+100-Volt Supply 


Voltage for the +100-volt supply is provided by the 
full-wave bridge rectifiers D640A-B-C-D and C640. The volt- 
age across C640 is nominally 130 volts. 


The +100-volt regulator compares a portion of the +100 
volts (referenced to the —25-volt supply through the divider 
R641-R642) to ground at the emitter of Q644. Q643 is an 
emitter follower acting as an impedance transfer device to 
raise the base impedance of Q644 base to prevent loading 
the divider. Q644 amplifies and inverts any change at the 
base of Q643 and applies the change directly to the base 
of Q647. Q644 collector current is the total base current of 
Q647. Q647 emitter voltage follows the inverted correction 
signals, changing the level of the whole supply when 
needed. “ 


Assume that the load increases, taking the +100 volts 
slightly negative. @Q643 drives Q644 base negative, in- 
creasing its collector current. Increased Q644 collector cur- 
rent means increased base current in Q647, raising the 
emitter positive the correct amount to restore the output 
voltage. 


Fuse F648 protects Q647 for accidental short circuit of the 
+100-volt supply bus. R648 discharges C640 if the fuse Is 
blown, but only after the ac power is turned off. 


C649 and C644 aid in reducing the supply high-frequency 
impedance. R644 limits the peak current through C644 to 
the base of Q643 in case the supply is accidentally shorted. 


HORIZONTAL 
AMPLIFIER 


CRT 
PAGES 


SWP/MAG 
REGISTER 


—25Vv 


MINUS INPUT TO DIAMOND SHAPED FEEDBACK AMPLIFIERS MEANS OUTPUT 
IS INVERTED. PLUS INPUT MEANS OUTPUT IS NOT INVERTED. 


Fig. 3-11. Simplified Horizontal Amplifier. 
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R646-C646 decouple the +100-volt bus for peak current 
of the crt unblanking circuit. 


+ 360-Volt Supply 


Voltage for the +360-volt unregulated supply is provided 
by the full-wave bridge rectifiers D650A-B-C-D and C650A. 
The voltage across C650A is nominally 225 volts, which is 
added to the +100-volt supply. The supply is used by the 
crt high-voltage supply and the vertical output stage, whose 
current passes through the beam rotator coil. 


Beam Rotator Coil. The rectangular crt is not easily 
rotated physically. Also, the trace changes its alignment 
with the graticule slightly, depending upon the monitor's 
relation to the earth's magnetic field. Thus, a coil is included 
around the crt proper, allowing the operator to adjust the 
trace alignment with the graticule. 


CRT CIRCUIT AND CALIBRATOR 


The Type 15290 (V859) cathode-ray tube is a rectangular, 
flat-faced, mono-accelerator, deflection-blanked type, de- 
signed especially for the Type 529 Waveform Monitor. 
Acceleration voltage is 5500 volts with —5300V at the 
cathode, and nominally +200 volts at the deflection plates. 
The phosphor is aluminized, permitting bright displays and 
preventing any chance of phosphor damage at any position 
of the INTENSITY control. 


The beam is blanked between sweeps by special deflection 
plates (located in the focus gun area of the tube) that pull 
all electrons away from the screen. Special intensifying 
circuits described with the sweep generator automatically 
brighten selected line displays for easy viewing of fast 
sweeps at low-repetition rates. 


High-Voltage Power Supply and Calibrator 


High-Voltage Power Supply. The High-Voltage Supply 
is actually a cathode-modulated amplifier with positive feed- 
back sustaining oscillation. The cathode modulation is volt- 
age feedback from the high-voltage output that controls 
the level of oscillation. The calibrator transistor Q874 is 
directly in the feedback path that sustains oscillation. 


As the monitor is turned on, V800B is turned off due to 
its cold heater. The voltage divider of R875-R876 turns 
on Q874 so its collector voltage is about —10 volts. Q874 
collector is directly connected to the grid of V800B. V800B 
will conduct with its grid at —10 volts. As V800B warms 
up and pulls plate current, Q874 collector receives a trans- 
former-coupled turn-off signal and its collector voltage turns 
on V800B even more. The secondary of T801 is a tank cir- 
cir, resonant at about 30 kHz. Thus, Q874 first receives a 
turn-off pulse, and then as T801 secondary swings through 
a cycle, Q874 is turned on full, turning V800B completely 
off. The cycle of oscillation repeats, heating the cathodes 
of V822 and V832. As they conduct, high voltage is devel- 
oped that soon reduces current in V800A and Q804 to limit 
the current of V800B. Any further changes in output high 
voltage will change the conduction level of V800B to correct 
and restore the supply voltage. 


V822 and V832 are the diodes of a half-wave voltage 
doubler with C837 and C848, the main filter capacitors. 
C837 also couples fast output voltage changes to the control 
tube V800A. 


The multiple-resistor bleeder of R834 through R847 also 
provides voltage division for the INTENSITY and FOCUS 
controls. C849 assures that there is not voltage ripple be- 
tween the cathode and grid of the crt which would other- 
wise intensity-modulate the trace. 


Neon bulbs placed across the ASTIG control assure that 
the voltage of the astigmatism element remains constant to 
the average voltage of the Vertical Deflection plates, which 
also use the unregulated +360-volt supply. 


Calibrator. The calibrator voltage is a secondary bene- 
fit of the high-voltage oscillator. Q874 collector voltage 
swings between about ground and the —25-volt supply, pro- 
viding a stable square wave. D881 sets the ground level, 
and the —25-volt supply sets the negative level. R881, R885 
and R886 divide the 25-volt swing for use in the Vertical 
Amplifier when the VOLTS FULL SCALE control is at 1.0. 
As the gain of the Vertical Amplifier is increased with the 
VOLTS FULL SCALE switch, R882 and/or R883 reduce the 
calibrator output amplitude to keep the display on the crt 
screen. 


External Calibrator signals see a 1-megohm load when 
the switch is set to EXT. 
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SECTION 4 
MAINTENANCE 


Visual Inspection 


If trouble occurs in the Type 529, make sure the asso- 
ciated equipment is operating and the controls are properly 
set. If it is determined that the trouble is definitely in the 
Type 529, a visual check may reveal the cause. Defects 
such as loose or broken connections, frayed or broken cables, 
damaged connectors, burned components, and broken 
switches can generally be detected by a visual inspection. 
Except for heat-damaged components, the remedy for such 
defects is obvious. Overheating of components is usually a 
symptom of other, less apparent, troubles in the circuit. For 
this reason, it is essential to determine the actual cause of 
overheating before the damaged parts are replaced; other- 
wise, the damage may be repeated. 


Parts Removal and Replacement 


Whenever a part is replaced, check and adjust the instru- 
ment calibration as necessary. Most parts in the Type 529 
can be replaced without detailed instructions. Some, how- 
ever, are best removed and replaced by using definite pro- 
cedures contained in the following paragraphs. (Parts order- 
ing information is located on the back of the Abbreviations 
And Symbols page which immediately precedes Section 7 of 
this manual.) 


CAUTION 


Turn ac power off before removing tubes or tran- 
sistors from their sockets. 


Transistor Replacement. Transistors should not be re- 
placed unless they are actually defective. Transistor defects 
usually take the form of the transistor opening, shorting, 
or developing excessive leakage. To check a transistor for 
these and other defects, use a transistor curve display instru- 
ment such as a Tektronix Type 575. However, if a good 
transistor checker is not readily available, a defective tran- 
sistor can be found by signal-tracing, by making in-circuit 
voltage checks, by measuring the transistor forward-to-back 
resistance using proper ohmmeter resistances, or by using 
the substitution method. The location of all transistors is 
silk-screened on the chassis next to each socket. 


To check transistors using a voltmeter, measure the emitter- 
to-base and emitter-to-collector voltages and determine if 
the voltages are consistent with the normal resistances and 
currents in the circuit (see Fig. 4-1). 


To check a transistor using an ohmmeter, know your ohm- 
meter ranges, the currents they deliver, and the internal 
battery voltages(s). If your ohmmeter does not have sufficient 
resistance in series with its internal voltage source, excessive 
current will flow through the transistor under test. Excessive 
current and/or high internal source voltage may permanently 
damage the transistor. 


® 


NPN or PNP 
TRANSISTOR 


Emitter-to- 
Collector Voltage 


Emitter-to-Base 
Voltage 


Fig. 4-1. In-circuit voltage checks NPN or PNP transistors. 


NOTE 


As a general rule, use the RX1k range where the 
current is usually limited to less than 2 mA and the 
internal voltage is usually 11% volts. You can 
quickly check the current and voltage by inserting 
a multimeter between the ohmmeter leads and 
measuring the current and voltage for the range 
you intend to use. 


When you know which ohmmeter ranges will not harm the 
transistor, use those ranges to measure the resistance with 
the ohmmeter connected both ways as given in Table 4-1. 


TABLE 4-1 
Transistor Resistance Checks 


Resistance Readings That Can Be 
Expected Using the RX1k Range 


Emitter-Collector | High readings both ways (about 60 kQ 
to around 500 kQ). 


High reading one way (about 200 kQ 
or more). Low reading the other way 
(about 4002 to 2.5kQ). 

High reading one way (about 500 kQ or 


more). Low reading the other way 
(about 400 to 2.5 kQ). 


Ohmmeter 
Connections? 


Emitter-Base 


Base-Collector 


1Test prods from the ohmmeter are first connected one way to the 
transistor leads and then the test prods are reversed (connected 
the other way). Thus, the effects of the polarity reversal of the 
voltage applied from the ohmmeter to the transistor can be observed. 


If there is doubt about whether the transistor is good or 
not, substitute a new transistor; but, first be certain the cir- 
cuit voltages applied to the transistor are correct before 
making the substitution. 
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When checking transistors by substitution, be sure that 
the voltages and loads on the transistor are normal before 
making the substitution. If a transistor is substituted without 
first checking out the circuit, the new transistor may immedi- 
ately be damaged by some defect in the circuit. 


Replacement of either Q637 or Q647 requires removal of 
only the transistor mounting bolts. 


Remove the mounting bolts and pull the transistor and its 
leads a short distance away from the rear panel. Note the 
wire color code for correct resoldering to the leads of the 
new transistor. Unsolder the defective transistor. Wipe a 
small amount of non-melting silicon grease such as Dow 
Corning 4 Compound on the under side of the new transistor. 


WARNING 


Silicone grease will irritate and may damage eye 
tissues. Wash your hands throughly after this pro- 
cedure before touching the face. 


Solder the leads to the new transistor using long-nose 
pliers on the transistor lead as a heat sink. Push the tran- 
sistor into place making sure the leads are separated, and 
re-install the mounting bolts. Wipe excess silicone grease 
away from the transistor edge with a disposable tissue. 


Tube Replacement. Tester checks on tubes used in the 
Type 529 are not recommended. Tube testers sometimes 
indicate a tube to be defective when that tube is operating 
satisfactorily in a circuit, or they may fail to indicate tube 
defects which affect the performance of the circuits. The 
criterion for the usability of a tube is whether or not it 
works properly in the circuit. If it does not, it should be 
replaced. Unnecessary replacement is not only expensive, 
but may also cause needless recalibration of the instrument. 


Lamp Replacement. The graticule illumination lamps are 
bayonet Type 47, 6-8 volt bulbs. Remove the four bezel nuts, 
lift away the graticule, and replace the lamps in the normal 
manner. 


The three neon bulbs just to the left and the one below the 
crt (two are not visible through the front panel) are soldered 
in place. Removal and replacement require a small iron and 
long-nose pliers. 


Recalibration 


To assure accurate measurements, check the calibration of 
this instrument after each 500 hours of operation or every 
six months if used intermittently. Complete calibration 
instructions are given in Section 6. 


The calibration procedure can also be helpful in local- 
izing certain troubles in the instrument. In some cases, 
recalibration may reveal and correct minor troubles that do 
not show up during regular operation. 


Cleaning 


The Type 529 should be cleaned as often as operating 
conditions require. Accumulation of dirt in the instrument can 
cause overheating and component breakdown. Dirt on com- 
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ponents acts as an insulating blanket and prevents efficient 
heat dissipation. It also provides a possible electrical con- 
duction path. 


Loose dust accumulated on the outside of the Type 529 
can be removed with a cloth or small paint brush. The paint 
brush is particularly useful for dislodging dust on and around 
the front-panel controls. Dirt which remains can be removed 
with a soft cloth dampened in a mild solution of water and 
detergent. Abrasive cleaners should not be used. 


The high-voltage circuits, including parts located under 
the high-voltage shield, should receive special attention. 
Excessive dust and dirt in these areas may cause high-volt- 
age arcing and result in improper instrument operation. 


CAUTION 


Avoid the use of chemical cleaning agents which 
might damage the plastics used in this instrument. 
Some chemicals to avoid are benzene, toluene, 
xylene, acetone, or similar solvents. 


To clean the graticule and the face of the crt, first remove 
the four graticule nuts. Then remove the bezel and the 
graticule. Clean the graticule and the face of the crt with a 
soft, lint-free cloth dampened with mild detergent and water. 
Repeat with a cloth dampened with water only. 


Standard Parts 


All electrical and mechanical part replacements for the 
Type 529 can be obtained through your local Tektronix Field 
Office or representative. However, since many of the com- 
ponents are standard parts, they can generally be obtained 
locally in less time than from the factory. Before purchasing 
replacement parts, consult the Parts Lists for value, tolerance 
rating and Tektronix Part Number. 


Special Parts 


In addition to the standard components some _ special 
parts are used in the production of the Type 529. These 
parts are manufactured or selected by Tektronix, Inc. to 
meet specific performance requirements, or are manufactured 
for Tektronix, Inc. in accordance with our specifications. 
Most of the mechanical parts used in this instrument have 
been manufactured by Tektronix, Inc. Order all special parts 
directly from your Tektronix Field Office or representative. 
Parts ordering information is located on the Abbreviations 
And Symbols page which immediately precedes Section 7. 


Resistor Coding 


The Type 529 uses a number of very stable metal-film 
resistors identified by their gray background color and color 
coding. 


If the resistor has three significant figures with a multiplier, 
the resistor will be EIA color coded. If it has four significant 
figures with a multiplier, the value will be printed on the 
resistor. For example, a 333-kQ resistor will be color coded, 
but a 333.5-kQ resistor will have its value printed on the 
resistor body. 


The color-coding sequence is shown in Fig. 4-2. 


lst Sig. Fig. 
2nd Sig. Fig. 
3rd Sig. Fig. 
Multiplier 


Tolerance 


uu | 


Fig. 4-2. Standard EIA color code for metal-film resistors. 


Ceramic Terminal Strip Replacement 


A complete ceramic terminal strip assembly is shown in 
Fig. 4-3. Replacement strips (including studs) and spacers 
are supplied under separate part numbers. The old spacers 
may be re-used unless they are damaged. 


After the damaged strip has been removed, place the 
undamaged spacers in the chassis holes. Then, carefully 
press the studs into the spacers until they are completely 
seated. If necessary, use a soft mallet and tap lightly, 
directly over the stud area of the strip. 


Ceramic Strip 


BS a 


Chassis 


Fig. 4-3. Ceramic terminal strip assembly. 


Soldering 


Ceramic Terminal Strips. Solder used on the ceramic 
terminal strips should contain about 3% silver. Ordinary 
60/40 solder can be used occasionally without damage to 
the ceramic terminal strips. Use a 40- to 75-watt soldering 
iron with a Y% inch wide chisel-shaped tip. If ordinary solder 
is used repeatedly, or if excessive heat is applied, the solder- 
to-ceramic bond can be broken. 


A small supply of solder containing about 3% silver is 
included on a spool mounted inside this instrument on the 
rear panel. Additional solder should be available locally, 
or it can be purchased from Tektronix in one-pound rolls; 
order by Tektronix Part No. 251-0514-00. 


Observe the following precautions when soldering ceramic 
terminal strips: 
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1. Use a hot iron for a short time. Apply only enough 
heat to make the solder flow freely. 


2. Maintain a clean, properly tinned tip. 
3. Avoid putting pressure on the ceramic terminal strip. 
4. Do not attempt to fill the terminal-strip notch with 


solder; use only enough solder to cover the wires adequately. 


Metal Terminals. When soldering to metal terminals 
(e.g., switch terminals, potentiometers, etc.), ordinary 60/40 
solder can be used. The soldering iron should have a 40- 
to 75-watt rating with a Ye inch wide chisel-shaped tip. 


Observe the following precautions when soldering to 
metal terminals: 


1. Apply only enough heat to make the solder flow freely. 


2. If a wire extends beyond the solder joint, clip the 
excess wire close to the joint. 


3. Apply only enough solder to form a solid connection. 
Excess solder may impair the function of the part. 


Rotary Switches 


Individual wafers or mechanical parts of rotary switches 
are normally not replaced. If a switch is defective, replace 
the entire assembly. The availability of replacement switches, 
either wired or unwired, is detailed in the Parts List. 


Cathode-Ray Tube 


Use the following procedure for removal and replacement 
of the crt: 


WARNING 


Use care when handling a crt. Avoid striking it 
on any object that might cause it to crack and 
implode. Flying glass from an imploding crt can 
cause serious injury. Wear safety glasses or a 
plastic face mask. 


1. Disconnect the instrument power. 
2. Place the instrument on a level workbench. 
3. Remove the graticule. 


4. Carefully remove the five neck leads. Use long-nose 
pliers and slowly pull each clip off its neck pin. 


5. Loosen the 6-32 bolt in the white plastic crt rear neck 
clamp. 


6. Place one hand over the crt face. With the other hand 
push gently on the crt socket until the tube moves slightly 
forward. Remove the socket and push on the center of the 
crt base. Carefully guide the tube out the front, so as to 
not touch the magnetic shield with the neck pins. 


To install a new crt: 


1. Position the tube with the single neck pin at the top, 
two neck pins at both the side and bottom. 


2. Carefully insert the tube into the magnetic shield, being 
careful not to touch the shield with the neck pins. 
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3. Extend the finger of one hand into the rear end of the 
shield to help guide the base into place. Push the crt the 
last 4 inch with the plastic graticule so the front of the 
tube is flush with the front panel. 


4. Tighten the 6-32 bolt in the plastic clamp until the crt 
neck is held firmly. DO NOT OVERTIGHTEN. 


5. Use long-nose pliers and carefully install the neck clips 
to the neck pins; observe the color code as marked on the 
shield near each opening. 


6. If the crt face is not parallel with the front panel, use 
a 7/g4-inch hexagonal wrench to loosen the two hexagonal 
headed bolts at the mounting clamp. Raise, lower, or other- 
wise position the crt socket so the face is correctly positioned. 
Tighten the hexagonal headed bolts and check that the neck 
pins are not grounded. 


7. Re-install the graticule and recalibrate the instrument 
in accordance with the Calibration procedure. 


Troubleshooting 


In the event of trouble, help with the particular problem 
may be obtained by reading the Circuit Description. Volt- 
age checks and normal troubleshooting procedures will aid 
in finding and correcting the trouble. 


Power-Supply Problems. The Type 529 can still pre- 
set a display and appear to operate if certain problems 
develop in the power supplies. The following table of symp- 
toms and their related causes may help solve power-supply 


failures. 


TABLE 4-3 


Problem 


Probable Cause 


~1. Short sweep, excess high 
voltage and ripple horizon- 
tally. 


| Q647 or Q644 of GutOOemane 


supply is shorted. 


2. Same as No. 1; in ad- 
dition, Calibrator waveform 
shows considerable hum. 


Q637 or Q634 of —25-volt 
supply is shorted. 


3. No trace. No heater glow 
in two 12AT7 tubes. Power 
On neon still glows. 


Q637 or Q634 of —25-volt 
supply is open or F637 is 
blown. Or if 12AT7 heaters 
glowing, V833-V832 _ fila- 
ments open; look for their 
glow. 


4. Sweep shortens as_ IN- 
TENSITY control is turned 
clockwise. 


V800A has a_ short, or. 
V800B has a short, or Q804 
is shorted. 
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SECTION 5 
PERFORMANCE CHECK 


Introduction 


This section of the manual provides a means of rapidly 
checking the performance of the Type 529. It is intended to 
check the calibration of the instrument without the need for 
performing the complete Calibration Procedure. The Per- 
formance Check does not provide for the adjustment of any 
internal controls. Failure to meet the requirements given in 
this procedure indicates the need for internal checks or 
adjustments, and the user should refer to the Calibration 
Procedure in this manual. 


EQUIPMENT REQUIRED 


General 


The following equipment, or its equivalent, is required 
for a complete preformance check of the Type 529. Specifi- 
cations given are the minimum necessary to accurately check 
the performance of this instrument. All test equipment is 
assumed to be correctly calibrated and operating within 
the original specifications. If equipment is substituted, it 
must meet or exceed the specifications of the recommended 
equipment. 


Special Test Equipment 


For the quickest and most accurate calibration, special 
calibration fixtures are used where necessary. All calibra- 
tion fixtures listed under Equipment Required can be obtained 
from Tektronix, Inc. Order by part number through your 
local Tektronix Field Office or representative. 


1. Constant amplitude sine-wave generator. Frequency, 
50 kHz and 350 kHz to above 10 MHz; output amplitude, 
200 mV to 1 volt adjustable; ampliude accuracy, +3% 
at 50 kHz and 350kHz to above 10 MHz. Tektronix Type 
191 recommended. 


2. Test oscilloscope. Bandpass, de to 1 MHz; minimum 
deflection factor, 0.005 volts/division. Tektronix Type 545B 
Oscilloscope with Type B Plug-In Unit, and Tektronix P6006 
and P6028 Probes recommended. 


3. Standard amplitude calibrator. Amplitude accuracy, 
within 0.25%; signal amplitude, 0.2 volt to 2 volts; output 
frequency, 1 kHz. Tektronix calibration fixture 067-0502-00 
recommended. 


4. Time-mark generator. Marker outputs of 1 us, 5 us, 10 
us, 0.1 ms and 0.1 ps; accuracy, 0.001%. Tektronix Type 
184 recommended. 


5. Composite video signal source. Calibrated signal ampli- 
tude of 1 volt, variable from 200 mV to 1 volt. For example, 
Conrac model AU 12C receiver. 


6. Square-wave generator. Frequency of 120 hertz; out- 
put amplitude variable from 4 to 12 volts. Tektronix Type 
105, Type 106, or equivalent. 


7. Termination. Impedance, 75 ohms; accuracy, +3%; 
connector, UHF. Tektronix Part No. 011-0046-00. 


8. Three cables. Impedance, 75 ohms; type RG 11/U; 
length 42 inches; connectors, BNC. Tektronix Part No. 012- 
0074-00. 


9. Two adapters. Connectors, BNC jack to UHF plug. 
Tektronix Part No. 103-0015-00. 


10. One capacitor. 2 F at 150 WVDC. Tektronix Part 
No. 290-0121 -00. 


PERFORMANCE CHECK PROCEDURE 


General 


In the following procedure, test equipment connection or 
control settings should not be changed except as noted. 
If only a partial check is desired, refer to the preceding 
step(s) for setup information. : 


The following procedure uses the equipment listed under 
Equipment Required. If substitute equipment is used, con- 
trol settings or setup must be altered to meet the require- 
ments of the equipment used. 


Preliminary Procedure 


1. Remove from any enclosure, to provide access to rear- 
panel connectors. 


2. Check that a 160-IEEE unit 7-cm composite graticule 
(331-0161-00) is installed. 


3. Connect the Type 529 power cord to a suitable power 
source. 


4. Set the Type 529 POWER and SCALE ILLUM switch 
to on. Allow at least 20 minutes warm up, for checking the 
instrument to the given accuracies. 


POWER and SCALE Fully clockwise 


ILLUM 
FOCUS Midrange 
INTENSITY Fully counterclockwise 
GAIN As is 
VERTICAL Controls 
RESPONSE FLAT 
DC RESTORER OFF 
INPUT A 
VOLTS FULL SCALE 1.0 
VARIABLE CALIB 
(VOLTS FULL SCALE) 
CAL EXT 
POSITION Midrange 
HORIZ Controls 
POSITION Midrange 
SYING INT 
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MAG x1 
DISPLAY 2 FIELD 
FIELD ONE 


LINE SELECTOR Midrange 


1. Check Graticule Illumination 


a. Requirement—Graticule illumination must be maximum 
when the POWER and SCALE ILLUM control is fully clock- 
wise. There should be no illumination when the POWER 
and SCALE ILLUM control is fully counterclockwise, but not 
switched into the AC OFF position. The graticule illumin- 
ation must smoothly change intensity with smooth rotation 
of the POWER and SCALE ILLUM control. 


b. With the POWER and SCALE ILLUM control fully clock- 
wise, check for maximum graticule illumination. 


c. Slowly and smoothly rotate the POWER and SCALE 
ILLUM control counterclockwise, but not into the AC OFF 
position, noting that the graticule illumination decreases 
smoothly as the control is rotated. 


d. Check—Graticule illumination is minimum. 


e. Adjust the POWER and SCALE ILLUM control for 
desired graticule illumination. 


2. Check Crt Beam Rotator and Horizontal Geometry 


a. Requirement—Crt Beam Rotator is adjustable for no 
horizontal tilt. 


Horizontal Geometry. Trace bowing or trace deviation 
from a straight horizontal line must not exceed 2mm. 


b. Rotate the INTENSITY control clockwise until a trace 
can be seen. 


c. Ground the upper VIDEO INPUTS A connector. 


NOTE 


The trace should be parallel to the horizontal 
graticule lines, but due to the different effects that 
the earth’s magnetic field will have at various 
locations, it is impossible to state that the trace 
should be aligned within plus or minus a specific 
tolerance. If the traces are not parallel to the 
horizontal graticule lines, it will be necessary to 
adjust the internal CRT BEAM ROTATOR control 
until the trace is parallel to the horizontal grati- 
cule lines. 


d. Position the start of the trace to the left edge of the 
graticule and vertically position the trace to the +30 IEEE 
units graticule line. 


e. Check—Amount of trace bowing or deviation from a 
straight line. 


f. Remove ground from upper VIDEO INPUTS A con- 
nector. 
3. Check FOCUS and INTENSITY Controls 


a. Requirement—Focus: The FOCUS control must adjust 
for a well-defined display without being at either end of 
its adjustment range. 
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Intensity: With the INTENSITY control fully counterclock- 
wise there must be no display. Clockwise rotation of the 
control must increase the intensity smoothly with smooth 
rotation of the control. 


b. Reset the following controls: 


INPUT CAL 
CAL JNA Ee 
DISPLAY 2 LINE 


c. Adjust the FOCUS control for a well-defined display. 


d. Check—FOCUS control should not be at either end 
of its adjustment range. 


e. Rotate the INTENSITY control fully counterclockwise. 
f. Check—No display. 


g. Slowly and smoothly rotate the INTENSITY control 
clockwise. 


h. Check—For a smooth and constant increase in dis- 
play brightness. 


i. Adjust the INTENSITY control for normal display 
brightness. 
4. Check Vertical Geometry 


a. Requirement—Vertical trace bowing and/or tilt must 
not exceed 2mm. 


b. Reset the following controls: 


INPUT A 
SYNC EXT 
DISPLAY .25 H/CM 


c. Connect 5-ys time markers to the right VIDEO INPUTS 
A connector using a 75-ohm coaxial cable. 


dd. Connect a 75-ohm termination to the left VIDEO 
INPUTS A connector. 


e. Connect .1-ms time-marker trigger pulses to the right 
EXT NEG SYNC INPUT connector using a 75-ohm coaxial 
cable. 


f. Adjust the (VERTICAL) POSITION control and the 
VOLTS FULL SCALE switch and its VARIABLE control so the 


time markers over-scan the crt viewing area. 


g. Check—For not more than 2mm of bowing and/or 
tilt. 


h. Disconnect the time markers from the right VIDEO 
INPUTS A connector and the time-marker trigger pulses 
from the right EXT NEG SYNC INPUT connector. 


5. Check (VERTICAL) POSITION Control 


a. Requirement—Range: POSITION control must be able 
to position the trace off the top and bottom of the grati- 
cule area. 


Direction: Clockwise rotation of the control must move 
the trace up and counterclockwise rotation must move the 
trace down. 

lb. Reset the following controls.: 

(VERTICAL) POSITION Fully clockwise 
SYNC INT 
DISPLAY 2 FIELD 


c. Check—For upward trace movement beyond the grati- 
cule viewing area. 


d. Rotate the POSITION control fully counterclockwise. 


e. Check—For downward trace movement beyond the 
graticule limits. 


6. Check Vertical Gain and Calibrator 


a. Requirement—Vertical gain: 1.0 position; 1 volt of 
square wave from a standard amplitude calibrator must 
product 140 IEEE units of deflection, +1%. 0.2 position; 
0.2 volt of square wave from a standard amplitude cali- 
brator must produce 140 IEEE units of deflection, +2%. 
0.5 position; 0.5 volt of square wave from a standard ampli- 
tude calibrator must produce 140 IEEE units of deflection, 
+3%. VARIABLE (VOLTS FULL SCALE) ratio must be 2.5:1 
or greater. 


Calibrator: FULL SCALE; calibrator deflection must match 
(1 volt) standard amplitude calibrator deflection (140 IEEE 
units), +1%. .714 F. S.; calibrator deflection must be 100 
IEEE units, 1%, when FULL SCALE setting of calibrator 
produces 140 IEEE units of deflection. 


b. Connect 1-volt of standard amplitude calibrator square 
wave through a 75-ohm coaxial cable to the right VIDEO 
INPUTS A connector. 


c. Set the VOLTS FULL SCALE switch to 1.0. 
d. Check—For 140 IEEE units of deflection, +1%. . 


e. Set the standard amplitude calibrator for a 0.5-volt 
square wave. 


f. Set the VOLTS FULL SCALE switch to 0.5. 
g. Check—For 140 IEEE units of deflection, +3%. 


h. Set the standard amplitude calibrator for a 0.2-volt 
square wave. 


i. Set the VOLTS FULL SCALE switch to 0.2. 

j. Check—For 140 IEEE units of deflection, +2%. 

k. Set the VOLTS FULL SCALE switch to 1.0. 

|. Adjust the VARIABLE (VOLTS FULL SCALE) control so 


as to produce maximum signal deflection. Note the amount 
of deflection. 


m. Adjust the VARIABLE (VOLTS FULL SCALE) control so 
as to produce minimum signal deflection. Note the amount 
of deflection. 


Maximum signal deflection : 
hn. Check— - os : 2 - = a ratio of 
Minimum signal deflection 


2.5:1 or greater. 


o. Reset the following controls: 


VARIABLE CALIB 
(VOLTS FULL SCALE) 
CAL FULL SCALE 


p. Set the standard amplitude calibrator for a_ 1-volt 
square-wave signal and note the signal amplitude. 


q. Change the INPUT switch to CAL. 
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r. Check—That the calibrator signal amplitude matches 
the standard amplitude calibrator signal amplitude within 
1%. Note any error. 


s. Change the CAL switch to .714 F. S. 


t. Check—That the calibrator signal amplitude is 100 
IEEE units +1%, taking into account any error noted in 
part r of this step. 


7. Check External Calibrator Input 


a. Requirement—1 volt of standard amplitude calibrator 
square-wave signal must produce 140 IEEE units of deflec- 
tion, =o: 


b. Remove the standard amplitude calibrator signal from 
the right VIDEO INPUTS A connector and connect it to the 
right EXT CAL INPUT connector. 


c. Set the CAL switch to EXT. 
d. Check—For 140 IEEE units of deflection, 1%. 


e. Reconnect the standard amplitude caltbrator signal 
to the right VIDEO INPUTS A connector. 


f. Set the INPUT switch to A. 


8. Check Compression and Expansion 


a. Requirement—Compression and expansion must not 
exceed one IEEE unit. 


b. Change the standard amplitude calibrator to obtain 
a 0.2-volt square wave. 


c. Using the VARIABLE (VOLTS FULL SCALE) and the 
(VERTICAL) POSITION controls, obtain a signal 40 IEEE units 
higher and center it vertically in the graticule area. 


d. Position the top of the display to the top graticule 
line. 


e. Check—for less than one IEEE unit of compression or 
expansion. 


f. Position the bottom of the display to the bottom grati- 
cule line. 


g. Check—For less than one IEEE unit of compression or 
expansion. 


h. Return the VARIABLE (VOLTS FULL SCALE) control to 
CALIB. 


i. Disconnect the standard amplitude calibrator. 


9. Check DC RESTORER Switch 


a. Requirement—Reference level must shift no more than 
+4 IEEE units for a gain change within the graticule area. 


b. Set the DC RESTORER switch to ON. 


c. Connect a composite video signal to the right VIDEO 
INPUTS A connector. 


d. Adjust the amplitude of the incoming composite video 
signal to obtain a display 30 IEEE units high. 


e. Position the 0 IEEE signal level (back porch) to the 
O IEEE graticule line. 
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f. Rotate the VOLTS FULL SCALE switch through its 0.2 
and 0.5 positions. 


g. Check—Amount of vertical shift of the 0 IEEE signal 
level (back porch). It must not exceed +4 IEEE units. 


h. Set the VOLTS FULL SCALE switch to 1.0. 


10. Check Horizontal Gain 


a. Requirement—See Table 5-1. 


TABLE 5-1 
DISPLAY | Trace 
Switch Length Tolerance 
2 FIELD 10.2 +5%, 
2 LINE | “102 Sot. 
125 H/CM (oot Se a +2%, 
25 H/CM 10.2 : +2%, 


b. Set the DISPLAY switch to each of the positions listed 
in Table 5-1. 


c. Check—For a trace length within the tolerance listed 
in Table 5-1. 


d. Set the DISPLAY switch to .125 H/CM. 


e. Disconnect the composite video signal. 


11. Check Horizontal Sweep Rates 


a. Requirement—See Table 5-2. 


TABLE 5-2 
Markers 
Time per 10 
DISPLAY Mag Markers Major 
Switch Switch Applied | Divisions | Tolerance 
125 a 5 us and 8 +2%, 
10 ps K 
25 x5 1 ps 16 Oe 
E25 25 0.1 ps 32 ie 


b. Connect the output of a time-mark generator through 
a 75-ohm coaxial cable to the right VIDEO INPUTS A con- 
nector. 


c. Connect 0.1-ms time-marker trigger pulses from the 
time-mark generator through a 75-ohm coaxial cable to the 
upper EXT NEG SYNC INPUT connector. 


d. Set the SYNC switch to EXT. 


e. Adjust the VOLTS FULL SCALE switch and the VARI- 
ABLE (VOLTS FULL SCALE) control to obtain a display 50 
IEEE units high. 


f. Set the time-mark generator and Type 529 controls 
as listed in Table 5-2. 


g. Check—For the proper number or markers for 10 divi- 
sions within the tolerance listed in Table 5-2. 


h. Set the time-mark generator for a 10-ys time-marker 
output. 
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12. Check (HORIZONTAL) Position Control 


a. Requirement—The trace must move to the right with 
clockwise rotation of the POSITION control. The trace must 
move to the left with counterclockwise rotation of the POSI- 
TION control. 


b. Rotate the POSITION control to its fully clockwise 
position. 


c. Check—That the trace moves to the right. 


d. Rotate the POSITION control to its fully counterclock- 
wise position. 


e. Check—That the trace moves to the left. 
f. Set the (HORIZ) POSITION control to midrange. 


g. Disconnect the time-mark generator time markers and 
time-marker trigger pulses from the Type 529. 


h. Reset the following controls: 


SYNC INT 
DISPLAY 2 REED 


13. Check FIELD Switch 


a. Requirement—With the FIELD switch set to ONE, the 
last horizontal sync pulse will be one-half line (31.75 ps) 
away from the first equalizing pulse. With the FIELD switch 
set to TWO, the last horizontal sync pulse will be a full 
line (63.5 ws) away from the first equalizing pulse. 


b. Connect a 1-volt composite video signal to the right 
VIDEO INPUTS A connector. 


c. Reset the following controls: 


DISPLAY 2 FIELD 
MAG 25 
FIELD ONE 


d. If vertical sync pulse group is not completely dis- 
played, position it to the horizontal center of the viewing 
area with the (HORIZ) POSITION control. 


e. Check—The position (in time) of the last horizontal 
sync pulse before the first equalizing pulse. It should be 
BIAS. 


f. Set the FIELD switch to TWO. 


g. Check—The position (in time) of the last horizontal 
sync pulse before the first equalizing pulse. It should be 
63.5. 


14. Check Triggering 


a. Requirement—Must trigger internally on a 120-mV 
peak-to-peak signal connected to the VIDEO INPUT con- 
nectors. Must trigger externally on a 200-mV peak-to-peak 
signal connected to the EXT NEG SYNC INPUT connectors. 


b. Remove the composite video signal from the right 
VIDEO INPUTS A connector and connect it to the right EXT 
NEG SYNC INPUT connector. 


c. Connect a 75-ohm coaxial cable from the left EXT 
NEG SYNC INPUT connector to the right VIDEO INPUTS 
A connector. 


d. Reset the following controls: 
VOLTS FULL SCALE 0.2 
DISPLAY 2 FIELD 


e. Adjust the amplitude of the composite video signal 
to obtain a display amplitude of 85 IEEE units on the crt. 


f. Check—For a stable display on internal triggering. 


g. Adjust the amplitude of the composite video signal 
to obtain a display amplitude of 140 IEEE units on the crt. 


h. Set the SYNC switch to EXT. 
i. Check—For a stable display on external triggering. 
j. Reset the following controls: 


VOLTS FULL SCALE 1.0 
SYNC INT 
MAG 25 


k. Position the vertical sync block to the center of the 
graticule area. 


15. Check Line Selector Operation 


ia. Requirement—Brightening pulse amplitude must be 
100mV or more. With the LINE SELECTOR control fully 
counterclockwise, the brightening pulse must start in the 
vertical blanking time before the sixteenth line. With the 
LINE SELECTOR control fully clockwise, the brightening 
pulse must start after the first 25% of the second field. The 
display on the Type 529 must remain stable throughout 
the rotation of the LINE SELECTOR control. 


lb. Connect a 75-ohm coaxial cable from the VIDEO OUT- 
PUT connector of the Type 529 to the vertical input con- 
nector of the test oscilloscope. 


c. Set the test oscilloscope controls as follows: 


Input Selector AC 
Volts/Div 0.02 
Time/Div 2ms 


Adjusted for 
stable display 


+ EXT 


Triggering Mode 


Trigger Slope 


NOTE 
The external triggering signal 
video field rate. 
d. Set the Type 529 DISPLAY switch to LINE SELECTOR 
125 H/CM. 


e. Rotate the LINE SELECTOR control fully counterclock- 
wise. 


must be at the 


f. Check—The position (in time) and the amplitude of 
the brightening pulse on the test oscilloscope. The bright- 
ening pulse must be at least 100 mV high and its start should 
be before the sixteenth line. 

g. Rotate the LINE SELECTOR control fully clockwise. 

h. Check—The position (in time) and the amplitude of 
the brightening pulse on the test oscilloscope. The brighten- 


ing pulse must be at least 100 mV high and its start must 
~ occur after the first 25% of the second field. 


i. Remove all connections to the Type 529. 


NOTE 


The last equalizing pulse in the vertical blanking 
time is the ninth line. 


‘An optional method of checking high-frequency response of the 
vertical amplifier will be found in step 18. 
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16.’ Check Frequency Response 


ia. Requirement—See Table 5-3. 


b. Connect the output of a constant amplitude sine-wave 
generator through a 75-ohm coaxial cable to the right VIDEO 
INPUTS A connector. 

c. To the left VIDEO INPUTS A connector, connect a 75- 
ohm termination. 

d. Set the Type 529 controls and apply the indicated 
signal frequencies as listed in Table 5-3. 


e. Check—For the required amount of deflection as listed 


in Table 5-3. 


Response 
Switch 
Set to: 


VARIABLE 
(VOLTS 
FULL 
SCALE) 


| Set to: 


TABLE 5-3 


VOLTS 
FULL 
SCALE 
Set to: 


Check or Proced ure 


FLAT 


CALIB 


1.0 


Set the constant am- 
plitude sine-wave gen- 
erator for 100 IEEE 
units of reference am- 
plitude at 50 kHz. 


FLAT 


CALIB 


Check for flat frequen- 
cy response from 50 
kHz to 6MHz; within 
+0%, —1% (—0.1 
dB) or 1 IEEE unit. 


FLAT 


CALIB 


Check for flat frequen- 
cy response from 6 
MHz to 8 MHz; within 
+0%, —3% (—0.3 
dB) or 3 IEEE units. 


FLAT 


CALIB 


0.2 


Set the constant am- 
plitude sine-wave gen- 
erator for 100 IEEE 
units of reference am- 
plitude at 50 kHz. 


FLAT 


CALIB 


0.2 


Check for flat frequen- 
cy response from 50 
kHz to 6MHz; +0%, 
—1% (—0.1 dB) or 1 
IEEE unit. 


FLAT 


CALIB 


0.5 


Set the constant am- 
plitude sine-wave gen- 
erator for 100 IEEE 
units of reference am- 
plitude at 500 kHz. 


FLAT 


CALIB 


0.5 


Check for flat frequen- 
cy response from 500 
kHz to 6 MHz; +0%, 
—1% (—0.1 dB) or 1 
IEEE unit. 


FLAT 


r 
Counter- 
clockwise 


Set the constant am- 
plitude sine-wave gen- 
erator for 100 IEEE 
units of reference am- 


| plitude at 50 kHz. 


FLAT 


Counter- 
clockwise 


Check for flat frequen- 
cy response from 50 
kHz to 6 MHz; +0%, 
—2%, (—0.2 dB) or 2 
IEEE units. 
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VARIABLE 

(VOLTS VOLTS 

Response FULL FULL 

Switch SCALE) SCALE 
Set to: Set to: Set to: | Check or Procedure 
LOW CALIB 1.0 Set the constant am- 
PASS plitude sine-wave gen- 
erator for 100 IEEE 
units of reference am- 

plitude at 50 kHz. 

LOW CALIB 1.0 Check for 20 IEEE units 

PASS (down 18 dB) or less 
of deflection at 500 
kHz. 

FLAT CALIB 1.0 Set the constant am- 
plitude sine-wave gen- 
erator for 100 IEEE 
units of reference am- 
plitude at 3.58 MHz of 
deflection. 

HIGH CALIB 1.0 Check for 100 IEEE 

PASS units +0%, —1% 
(—0.1 dB) (1 IEEE unit) 
for deflection at 3.58 
MHz. 
HIGH CALIB 1.0 Check for 65 to 85 
PASS IEEE units of deflection 
at 3.18 MHz. 

HIGH CALIB 1.0 Check for 65 fo 85 

PASS IEEE units of deflec- 
tion at 3.98 MHz. 

JEEE CALIB 7.0 Set the constant am- 
plitude sine-wave gen- 
erator for 100 IEEE 
units of reference gm- 
plitude at 50 kHz. 

|EEE CALIB 1.0 Check for 94 to 97.5 
JEEE units of deflection 
at 350 kHz. 

IEEE CALIB 1.0 Check for 70 to 80 
IEEE units of deflection 
at 1 MHz. 

IEEE CALIB 1.0 Check for 31.2 to 42.5 
IEEE units of deflection 
at 2 MHz. 

IEEE CALIB oe lO Check for 7 to 14 IEEE 
units of deflection at 
3.6 MHz. 


f. Remove all connection to the Type 529. 


17. Check J501 Staircase Input 


a. Requirement—Four displays per ten centimeters. Each 
display should have some separation from neighboring dis- 


plays. 


b. Wire the 9-pin plug connector (Tektronix Part No. 
134-0049-00) as shown in Fig. 5-1. Make sure that the 2-uF 
capacitor is in series between the Type 529 J501 connector 
pin C and the output of the square-wave generator. 


c. Connect the plug to J501 on the Type 529. 
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Test Oscilloscope 
Monitoring Point 


Square-Wave 
Generator Connection 


Fig. 5-1. Front view of 9-pin plug connector (Tektronix Part No. 
134-0049-00) showing jumper wire connections to cause relay 
K501 to be energized whenever the plug is in place. 


d. Connect a 12-volt, 120-hertz signal from a square- 
wave generator to pin C of the plug via the 2-uF capacitor. 


e. Connect a test oscilloscope to the monitoring point 
to measure the output amplitude of the square-wave gen- 
erator. 


f. Apply one volt of composite video to the right VIDEO 
INPUTS A connector. 


g. Connect a 75-ohm termination to the left VIDEO 
INPUTS A connector. 


h. Check—For a display as shown in Fig. 5-2a. Note 
right-hand display position. 


i. Reduce the signal from the square-wave generator to 
8 volts. 


|. Check—For a display as shown in Fig. 5-2b. Note 
right-hand display position. 


k. Reduce the signal from the square-wave generator to 
4 volts. 


|. Check—For a display as shown in Fig. 5-2c. Note 
right-hand display position. 


m. Check—That each display had some separation from 
its neighbors. 


18. (Optional Method) Check Frequency Response 


a. Set the Type 529 front-panel controls as follows: 


POWER and 2/, clockwise 
SCALE ILLUM 
FOCUS Midrange 
INTENSITY Adjusted for normal 
display brightness 
GAIN Midrange 


> LIMITS- INNER: K=2% OUTER: K=4% 
WINDOW AND .126 4. SEC T PULSE RESPONSE 


LIMITS -INNER:K=2% OUTER: K=4% 
WINDOW AND .126 uy SEC T PULSE RESPONSE 


WINDOW AND 126 1 BEC T PULSE RESPONSE 


Fig. 5-2. Checking to insure that four displays per 10 centimeters 
can be obtained. 
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VERTICAL Controls 


RESPONSE FLAT 

DC RESTORER ON 

INPUT A 

VOLTS FULL SCALE 1.0 

VARIABLE (VOLTS FULL CALIB 
SCALE) 

CAL fa Fay Ds 

POSITION Midrange 


HORIZ Controls 


POSITION Midrange 
SYNC INT 

MAG x1 
DISPLAY .125H/CM 
FIELD ONE 

LINE SELECTOR Midrange 


b. Connect to right VIDEO INPUTS A connector 1-volt 
of multi-burst signal. 


c. Connect a 75-ohm termination to the left VIDEO 
INPUTS A connector. 


d. Check each position of the RESPONSE switch for the 
display shown in Fig. 5-3. 


This completes the performance check procedure for the 
Type 529. Disconnect all test equipment. If the instrument 
has met all performance requirements given in this proce- 
dure, it is correctly calibrated and within the specified 
tolerances. 
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OTT 
tes) HH HAN i’ 


LIMITS-INMER:K=2% QUTER:K=4% LIMITS -~INMER-K=2% OUTER: K=4% 


eres = Soi eS —. 
- WINDOW AND 126 1: SEC T PULSE RESPONSE = WINDOW AND 125 SEC T PULSE RESPONSE 


fom jet 
== LIMITS + 1WMER:K=2% OUTER: K=4% = 2 LIMITS-INNER-K=2% OUTER: K=4%° — 
winDOWw Ante 126 ys SEC T PULSE RESPONSE VANDOW AND 125 1) SEC T PULSE RESPONSE 


Fig. 5-3. Waveforms showing the display which will result when 1-volt of multi-burst signal is connected to the Type 529 and the RESPONSE 
switch is set to (a) FLAT, (b) IEEE, (c) LOW PASS, (d) HIGH PASS. 
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HM 
Hn 


+ + t— +4 
LIMITS -{INMER(K=2% OUTER: K=4% 
WINDOW AND 125 1 SEC T PULSE RESPONSE 


LIMITS IMMER K=2% OUTER: K=4% a LIMITG-INNER:K=2% OUTER: K=4%- 
WINDOW AN@ 126 4) SEC T PULSE RESPONSE WINDOW AND 125 1 SEC T PULSE RESPONSE 


Fig. 5-4. Waveforms showing the display which will result when 1-volt of multi-burst signal is connected to the Type 529 and the RE- 
SPONSE switch is set to ia) FLAT, (b) IEEE, (c) LOW PASS, (d) HIGH PASS. 


NOTES 


SECTION 6 
CALIBRATION 


Introduction 


The Type 529 Waveform Monitor is a stable instrument 
which will provide many hours of trouble-free operation. 
However, to insure measurement accuracy, it is suggested 
that you recalibrate the instrument after each 500 hours of 
operation, or every six months if used intermittently. It will 
also be necessary to recalibrate certain sections of the instru- 
ment when tubes, transistors or other components that affect 
the calibration accuracy of the instrument are replaced. 


This calibration procedure can be used either for complete 
calibration of the Type 529 to return it to original perform- 
ance, or as an operational check of instrument performance. 
Completion of every step in this procedure returns the Type 
529 to original factory performance standards. If it is desired 
to merely touch up the calibration, perform only those steps 


entitled Adjust... @. 


NOTE 


The Adjust... steps provide a check of instrument 
performance before the adjustment is made. To 
prevent recalibration of other circuits when per- 
forming a partial calibration, readjust only if the 
listed tolerance is not met. 


General Information 


Any needed maintenance should be performed before pro- 
ceeding with calibration. Troubles which become apparent 
during calibration should be corrected using the techniques 
given in the Maintenance section of this Instruction Manual. 


The procedure is arranged in a sequence which allows this 
instrument to be calibrated with the least interaction of 
adjustments and reconnection of equipment. If desired, the 
steps may be performed out of sequence or a step may be 
done individually. However, some adjustments affect the 
calibration of other circuits within the instrument. In_ this 
case, it will be necessary to check the operation of other 
parts of the instrument. When a step interacts with others, 
the steps which need to be checked will be noted. 


The location of test points and adjustments is shown in 
each step. Waveforms which are helpful in determining the 
correct adjustment or operation are also shown. 


EQUIPMENT REQUIRED 
(see Fig. 6-1) 


General 


The following equipment, or its equivalent, is required 
for complete calibration of the Type 529. Specifications 
given are the minimum necessary for accurate calibration of 
this instrument. All test equipment is assumed to be correctly 
calibrated and operating within the original specifications. 
If equipment is substituted, it must meet or exceed the specifi- 
cations of the recommended equipment. 


@l 


Special Test Equipment 


For the quickest and most accurate calibration, special 
calibration fixtures are used where necessary. All calibration 
fixtures listed under Equipment Required can be obtained 
from Tektronix, Inc. Order by part number through your 
local Tektronix Field Office or representative. 


1. De voltmeter. Minimum sensitivity, 20,000 ohms/volt; 
accuracy, checked to within 1% at 25 and 100 volts, and 
checked to within 3% at 5300 volts. For example, Simpson 
Model 262. 


2. Constant amplitude sine-wave generator. Frequency 
50 kHz and 350 kHz to above 10 MHz; output amplitude, 200 
mV to 1 volt adjustable; amplitude accuracy, +3% at 50 
kHz and 350 kHz to above 10 MHz. Tektronix Type 191 or 
equivalent. 1 


3. Test oscilloscope. Bandpass, de to 1 MHz; minimum 
deflection factor, 0.005 volts/division. Tektronix Type 545B 
Oscilloscope with Type B Plug-In Unit, and Tektronix P6006 
and P6028 Probes, or equivalent. 


4. Standard amplitude calibrator. Amplitude accuracy, 
within 0.25%; signal amplitude, 0.2 volt to 2 volts; output 
frequency 1 kHz. Tektronix calibration fixture 067-0502-00 
or equivalent. 


5. Time-Mark generator. Marker outputs of 1 us, 5 us, 
10 us, 0.1 ms and 0.1 ws; accuracy, 0.001%. Tektronix Type 
184 or equivalent. 


6.1 Variable autotransformer. Must be capable of sup- 
plying at least 80 watts to the Type 529 over a voltage 
range of 96 to 137 volts (192 to 274 volts for 230-volt 
nominal line). If autotransformer does not have an ac vollt- 
meter to indicate output voltage, monitor output with an ac 
voltmeter (rms) with range of at least 137 (or 274) volts. 
For example, General Radio WIOMT3W Metered Variac 
Autotransformer. 


7. Composite video signal source. Calibrated signal ampli- 
tude of 1 volt, variable from 200 mV to 1 volt. For example, 
Conrac model AV 12E receiver. 


8. Square-wave generator. Frequency of 120 hertz; out- 
put amplitude variable from 4 to 12 volts. Tektronix Type 
106, or equivalent. 


9. Termination. Impedance 75 ohms; accuracy, 3%; 
connector, UHF. Tektronix Part No. 011-0046-00. 


10. Two cables. Impedance 75 ohms; type RG 11/U; 
length, 42 inches; connectors, BNC. Tektronix Part No. 012- 
0074-00. 


11. Two adapters. Connectors, BNC jack to UHF plug. 
Tektronix Part No. 103-0015-00. 


1Used only to check power-supply ripple in step 2. May be deleted 
if this check is not made. 
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Fig. 6-1. Recommended calibration equipment. 


12. Adjustment tools (see Fig. 6-1). 


a. Screwdriver, shank about 3 inches long by 3/39-inch 
wide tip. Tektronix Part No. 003-0192-00. 


b. Insulated low-capacitance screwdriver, Jaco No. 
125, 12-inch long shank by Y-inch wide metal tip. Tek- 
tronix Part No. 003-0000-00. 


c. Hexagonal wrench 5 ‘inches long, for 0.100-inch 
inside diameter powder-iron hex. slug. Tektronix Part No. 


003-0301 -00. 


13. One capacitor. 2 uF at 150 WVDC. Tektronix Part 
No. 290-0121 -00. 


CALIBRATION RECORD AND INDEX 


This abridged calibration procedure is provided to aid 
in checking the operation of the Type 529. It may be used 
as a calibration guide by the experienced calibrator, or it 
may be used as a calibration record. Since the step numbers 
and titles used here correspond to those used in the complete 
Calibration procedure, the following short-form list may 
serve as an index. Characteristics are those listed in the 
Calibration section of this Instruction Manual. 


Type 529, Serial No. 
Calibration Date 


[ ] 1. Adjust VOLTS/CAL AMPL (R260). Page 6-5. 
—25 volts; correct calibrator amplitude. 


[] 2. Check Low-Voltage Power-Supply Regulation And 
Ripple. Page 6-6. 


—25 volts, +3%; +100 volts, +5%; 
—25 volts ripple, <10mV maximum; +100 volts 
ripple, <100mV maximum. 
[] 3. Adjust HIGH VOLTAGE (R835). Page 6-7. 
—5300 volts. 


[] 4. Check High Voltage Regulation. Page 6-7. 
—5300 volts, +5%. 


[] 5. Adjust ASTIG (R864). Page 6-8. 
Well-defined display. 


[] 6. Adjust CRT BEAM ROTATOR (R655). Page 6-8. 


Trace parallel to horizontal graticule lines. 


[] 7. Adjust DC BAL (R115). Page 6-8. 


No vertical trace movement as VOLTS FULL SCALE 
switch is rotated. 


[] 8. Adjust VAR DC BAL (R130). Page 6-9. 


No vertical trace movement as VARIABLE (VOLTS 
FULL SCALE) control is rotated. 


[] 9. Adjust VERT GAIN (R169). Page 6-10. 


1 volt peak to peak of external calibrator signal 
must produce 140 IEEE units of deflection. VOLTS 
FULL SCALE switch at 1.0. 


PAM 


22. 


2. 


24. 


2S. 
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. Adjust Vertical 0.2 VOLTS FULL SCALE GAIN 


(R119). Page 6-10. 


0.2 volt peak to peak of external calibrator sig- 
nal must produce 140 IEEE units of deflection. 
VOLTS FULL SCALE switch at 0.2. 


. Check Vertical 0.5 VOLTS FULL SCALE Gain Ac- 


curacy. Page 6-11. 


0.5 volt peak to peak of external calibrator sig- 
nal must produce 140 IEEE units of deflection 
+4%. VOLTS FULL SCALE switch at 0.5. 


. Check Vertical Calibration Accuracy. Page 6-11. 


140 IEEE units of deflection at all VOLTS FULL 
SCALE switch settings. 


. Check B Input. Page 6-11. 


140 IEEE units of deflection. VOLTS FULL SCALE 
switch set to 1.0. 


. Adjust TRIG MULTI BIAS (R325). Page 6-12. 


Set for stable display. 


. Check External Sync. Page 6-13. 


Stable display with 20 IEEE units of display. VOLTS 
FULL SCALE switch at 0.2. 


. Check DC RESTORER Switch. Page 6-13. 


Less than +4 IEEE units of shift as VOLTS FULL 
SCALE switch is rotated through its settings. 


. Adjust HORIZ GAIN (R568). Page 6-14. 


10.2 cm sweep length. 


. Adjust Miller Timing Capacitor (C481). Page 6-15. 


80 us of sweep in 10cm. 


. Adjust 25 Horizontal Sweep Magnifier Capacitor 


(C521). Page 6-15. 
Thirty-two 5 and 10 ys time markers per 10 cm. 


. Check 5 Magnified Sweep Timing. Page 6-15. 


16 one-ys time markers per 10cm, +3%. 


Adjust FIELD 1 SYNC (R360). Page 6-17. 
Ramp starts after sixth equalizing pulse. 


Check FIELD Switch. Page 6-18. 


ONE field — 31.75 us between last horizontal sync 
pulse and first equalizing pulse. 
TWO field — 63.5 ws between last horizontal sync 
pulse and first equalizing pulse. 


Adjust SWP/MAG REGIS (R575). Page 6-18. 


Display in center of graticule does not shift hori- 
zontally as MAG switch is changed from X25 to 
A. 


Check Vertical Amplifier High-Frequency Response. 
Page 6-20. 


Refer to Table 6-2. 


Adjust Vertical-Amplifier 1.0 Flat-Frequency Re- 
sponse (C269, L162 and L262). Page 6-20. 


6-3 


Calibration—Type 529 


Flat-frequency response from 500kHz to 5 MHz, 
+1% and flat response from 500 kHz to 8 MHz, 
23 %,. 

[] 26. Adjust Vertical Amplfier 0.2 Flat-Frequency Re- 
sponse (C118B). Page 6-22. 
Flat frequency response from 500kHz to 5 MHz, 
15%. 

[-] 27. Adjust Vertical Amplifier 0.5 Flat-Frequency Re- 
sponse (C118C). Page 6-22. 
Flat-frequency response from 500 kHz to 5 MHz, 
suse) hy ae 

[] 28. Adjust Vertical Amplifier Chroma Frequency Re- 
sponse (T1135). Page 6-22. 


Set bottom transformer slug for 100 IEEE units of 
deflection at 3.58 MHz. 


Set top transformer slug for 70 to 85 IEEE units 
of deflection at 3.18 MHz. 


Check for 70 to 85 IEEE units of deflection at 
3.98 MHz. 


[-] 29. Check J501 Staircase Input. Page 6-24. 
Four displays in 10cm. 


[-] 30. (Option Method) Check Vertical Amplifier High- 
Frequency Response. Page 6-25. 


General 


In the following calibration procedure, a test equipment 
setup is shown for each major setup change. Complete con- 


trol settings are listed below the picture. If only a partial 
calibration is performed, start with the nearest setup pre- 
ceding the desired portion. 


NOTE 


When performing a complete recalibration, best 
performance will be provided if each adjustment 
is made to the exact setting, even if the Check is 
within the allowable tolerance. 


The following procedure uses the equipment listed under 
Equipment Required. If substitute equipment is used, control 
settings or setup must be altered to meet the requirements 
of the equipment used. 


Preliminary Procedure 


1. Remove from any enclosure, so as to provide access 
to all internal adjustments and test points, including rear- 
panel connectors. 


2. Check that a 160-IEEE unit 7-cm composite graticule 
(331-0161-00) is installed. 


3. Connect the autotransformer (if used) to. a suitable 
power source. 


4. Connect the Type 529 power cord to the autotrans- 
former output (or directly to the power source). 


5. Set the autotransformer to 115 (or 230) volts. 


6. Set the Type 529 POWER and SCALE ILLUM switch to 
on. Allow at least 20 minutes warm up, for checking the 
instrument to the given accuracies. 


NOTES 


Calibration—Type 529 


Test Oscilloscope 


RG psionic 


Standard Amplitude 
Calibrator 


DC Voltmeter 


a 


|X Probe 


Fig. 6-2. Test equipment setup for steps 1 and 2. 


POWER and SCALE 2/, clockwise PROCEDURE 
ILLUM 
FOCUS Midrange 1. Adjust —25 VOLTS/CAL AMPL (R620) oO 
INTENSITY Fully counterclockwise 
GAIN Midrange NOTE 
Do not reset the —25 VOLTS/CAL AMPL (R620) 
VERTICAL Controls unless the power-supply voltages are actually out 
RESPONSE Flat of tolerance, or you are planning to perform a 
DC RESTORER OFF complete calibration of the instrument. 
eee FULL SCALE mai a. Test equipment setup is shown in Fig. 6-2. 
VARIABLE b. Connect a de voltmeter between the —25V_ supply 
(VOLTS FULL SCALE) CALIB and ground. See Fig. 6-3a. 
CAL FULL SCALE 


c. Check for a meter reading of —25 volts. 


d. Adjust the —25 VOLTS/CAL AMPL control (R620; see 
Fig. 6-3b) for a meter reading of —25 volts. 


POSITION Midrange 
HORIZ Controls 


eae ee e. Connect a 1-V peak-to-peak signal from the Standard 
MAG a Amplitude Calibrator to the EXT CAL INPUT connector on 
DISPLAY 2 FIELD ee componel 

FIELD TWO f. Advance the INTENSITY control so the display is of 
LINE SELECTOR Midrange suitable brightness. 
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Fig. 6-3.(a) Location of low-voltage power supply test points. (b) Location of —25 VOLTS/CAL AMPL adjustment. 


g. Set the (VERTICAL) POSITION control to center the 
display. 


h. Adjust the (HORIZ) POSITION control so the display 
starts at the left side of the graticule (0-cm graticule 
marking). 


i. Adjust the FOCUS control to obtain a well-defined 
display. 


j. Set the VARIABLE (VOLTS FULL SCALE) control for 
exactly 140 IEEE units of vertical deflection. 


k. Set the CAL switch to EXT. 


|. Check for exactly 140 IEEE units of vertical deflection. 


m. Adjust the —25 VOLTS/CAL AMPL control for exactly 
140 IEEE units of vertical deflection. 


NOTE 


In this and remaining steps, when necessary, use 
the (VERTICAL) POSITION control for positioning 
the display for best alignment with the graticule 
lines. 


n. Set the CAL switch to FULL SCALE and repeat parts 
j through n of this step until no further adjustment is required. 


o. Disconnect the calibrator signal. 


p. Interaction—May affect operation of all circuits. 
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2. Check Low-Voltage Power-Supply Regulation and 
Ripple 


a. Test equipment setup is given in step 1. 


b. Set the CAL switch to .714 F.S. to display 100 IEEE 
units of vertical deflection. 


c. Vary the autotransformer so the line voltage is set 
10% above design center (for 115V, +10% is 126.5 V) and 
hold for 1 minute at this voltage extreme. Check voltage 
regulation and ripple according to the information given in 
Table 6-1 and Fig. 6-3a. 


d. Vary the autotransformer so the line voltage is set 
10% below design center (for 115V, —10% is 103.5 V) and 
hold for 1 minute at this voltage extreme. Check voltage 
regulation and ripple as given in Table 6-1 and Fig. 6-3a. 


TABLE 6-1 
Typical Ripple Amplitudes 


Voltage Ripple 
Supply Deviation? Amplitude 
—25V SO (Or 0. 7ouy <10 mV 
+100 V Ol Oly <100 mV 


e. Set the autotransformer for design center line voltage. 


f. Disconnect the dc voltmeter and 1X probe. 


2Deviation from the voltage reading obtained at design center; for 
example, if —25V supply indicates a reading of —25.7V on 
the dc voltmeter at design center, deviation should be within the 
range from —24.95V to —26.45 V. 


POWER and SCALE 
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DC Voltmeter 


Fig. 6-4. Test equipment setup for steps 3 and 4. 


2/, clockwise 


ILLUM 
FOCUS Midrange 
INTENSITY Adjust for normal dis- 
play brightness 
GAIN Midrange 
VERTICAL Controls 
RESPONSE FLAT 
DC RESTORER OFF 
INPUT CAL 
VOLTS FULL SCALE 1.0 
VARIABLE (VOLTS FULL CALIB 
SCALE) 
CAL J\4E.S. 
POSITION Midrange 
HORIZ Controls 
POSITION Midrange 
SYNC INT 
MAG xX] 
DISPLAY 2 FIELD 
FIELD TWO 
LINE SELECTOR Midrange 


3. Adjust HIGH VOLTAGE (R835) O 
a. Test equipment setup is shown in Fig. 6-4. 


b. Connect the dc voltmeter between the center arm of 
the INTENSITY control (see Fig. 6-5) and ground. 


c. Rotate the GAIN control from one extreme to the 
other. 


d. Check that the meter reading varies. 
e. Set the GAIN control to its midrange position. 
f. Check for a meter reading of —5300 V. 


g. Adjust the HIGH VOLTAGE control (R835; see Fig. 6-5) 
to obtain a meter reading of —5300 V. 


h. Interaction—May affect operation of all circuits. 


4. Check High Voltage Regulation 
a. Test equipment setup is shown in Fig. 6-4. 


b. Vary the autotransformer so the line voltage is set 
10% above design center and hold for 1 minute at this 
extreme. Check that the high voltage remains essentially 
constant (within +5% or 265 volts of the —5300-volt 
reading). 
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Fig. 6-5. Location of high-voltage test point and of HIGH VOLTAGE adjustment. 


c. Vary the autotransformer so the line voltage is set 
10% below design center and hold for 1 minute at this 
extreme. Check that the high voltage remains essentially 
constant (within +5% or 265 volts of the —5300-volt 
reading). 


d. Set the autotransformer for design-center line voltage. 


e. Disconnect the dc voltmeter. 


5. Adjust ASTIG (R864) @ 
a. Set the DISPLAY switch to 2 LINE. 
b. Check for well-defined display with normal brightness. 


c. Adjust the FOCUS and ASTIG controls (R864; see Fig. 
6-6) to obtain a well-defined display using normal brightness. 


6. Adjust CRT BEAM ROTATOR (R655) Oo 
a. Set the DISPLAY switch to 2 FIELD. 


b. Check that flat bottom of calibrator square waves coin- 
cides with graticule line. 


c. Adjust the CRT BEAM ROTATOR control (R655; see Fig. 
6-7) so the flat bottom of the calibator square waves coin- 
cides with the graticule line. 


7. Adjust DC BAL (R115) oO 


a. Set the INPUT switch to A (no signal applied to VIDEO 
INPUTS A connector). 


Fig. 6-6. Location of ASTIG adjustment. 


6-8 


Fig. 6-7. Location of CRT BEAM ROTATOR adjustment. 


Calibration—Type 529 


Fig. 6-8. Location of DC BAL adjustment. 


b. Check for no vertical trace movement as (VERTICAL) 
VOLTS FULL SCALE switch is changed from 1.0 to 0.2 and 
0.5 positions. 

c. Adjust the DC BAL control (R115; see Fig. 6-8) for 
no vertical movement of the trace as (VERTICAL) VOLTS 
FULL SCALE switch is set to 0.2, to 0.5, and then returned to 
1.0. Repeat this procedure, if necessary, to check that the 
adjustment is made properly. 


8. Adjust VAR DC BAL (R130) O 


a. Check that the (VERTICAL) VOLTS FULL SCALE switch 
is set to 1.0. 


Fig. 6-9. Location of VAR DC BAL adjustment. 


b. Check for no vertical trace movement as the (VERTICAL) 
VARIABLE (VOLTS FULL SCALE) control is rotated from ex, 
treme to extreme. 


c. Adjust the VAR DC BAL control (R130; see Fig. 6-9) 
for no vertical movement of the trace as the (VERTICAL) 
VARIABLE (VOLTS FULL SCALE) control is rotated from 
extreme to extreme. 


d. Set the (VERTICAL) VARIABLE (VOLTS FULL SCALE) 
control to the CALIB position. 


e. Interaction—Recheck step 7. 


NOTES 
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Standard Amplitude 
Calibrator 


Fig. 6-10. Test equipment setup for steps 9 through 11 and 13. 


POWER and SCALE 2/3 clockwise 9. Adjust VERT GAIN (R169) Oo 
ILLUM 
FOCUS Midrange a. Test equipment setup is shown in Fig. 6-10. 
pele fel oe oe b. Connect a 1-V peak-to-peak signal from the standard 
GAIN Midrange amplitude calibrator to the right VIDEO INPUTS A con- 
nector. 

VERTICAL Controls c. Adjust the VERT GAIN control (R169; see Fig. 6-11) 
RESPONSE FLAT to obtain exactly 140 IEEE units of vertical deflection. 
RC RESTORER OFF 
INPUT A : , 
VOLTS FULL SCALE 1.0 10. Adjust Vertical 0.2 VOLTS FULL SCALE GAIN O 
VARIABLE (VOLTS FULL CALIB (R119) 

SCALE) + ; St : 9 
CAL Aa a. lest equipment setup is given in step 7. 
POSITION Midrange b. Set the standard amplitude calibrator for 0.2-V peak- 
to-peak output. 
HORIZ Controls 

POSITION Witenes c. Set the (VERTICAL) VOLTS FULL SCALE switch to 0.2. 
SYNC INT d. Check for exactly 140 IEEE units of vertical deflection. 
MAG x1 
DISPLAY 2 FIELD e. Adjust the 0.2 VOLTS FULL SCALE GAIN control (R119; 
FIELD TWO see Fig. 6-12) for exactly 140 IEEE units of vertical deflec- 
LINE SELECTOR Midrange tion. 
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Fig. 6-11. Location of VERT GAIN adjustment. 


11. Check Vertical 0.5 VOLTS FULL SCALE Gain 
Accuracy 


a. Test equipment setup is given in steps 9 and 10. 
b. Set the (VERTICAL) VOLTS FULL SCALE switch to 0.5. 


c. Set the standard amplitude calibrator for 0.5-V peak- 
to-peak output. 


d. Check that the vertical deflection of the display is 
140 IEEE units within a tolerance of +4 IEEE units. 


12. Check Vertical Calibration Accuracy 


a. Set the CAL switch to FULL SCALE and the INPUT 
switch to CAL. 


Fig. 6-12. Location of 0.2 VOLTS GAIN adjustment. 


b. Check for a vertical deflection of 140 IEEE units as 
the (VERTICAL) VOLTS FULL SCALE switch is Set to 1.0, 0.2 
and 0.5. 


13. Check B Input 
a. Test equipment setup is given in Fig. 6-10. 


b. Disconnect the standard amplitude calibrator signal 
from the right VIDEO INPUTS A connector and apply the 
calibrator signal to the right VIDEO INPUTS B connector. 


c. Set the standard amplitude calibrator for 1-V peak- 
to-peak output amplitude. 


d. Set the (VERTICAL) VOLTS FULL SCALE switch to 1.0 
and the INPUT switch to B. 


e. Check for 140 IEEE units of vertical deflection. 


f. Disconnect the calibrator signal from the VIDEO IN- 
PUTS B connector. 


NOTES 
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Composite Video 
Signal Source 


Fig. 6-13. Test equipment setup for steps 14 and 15. 


POWER and SCALE 2/, clockwise 


ILLUM 
FOCUS Midrange 
INTENSITY Adjust for normal dis- 
play brightness 

GAIN Midrange 
VERTICAL Controls 

RESPONSE FLAT 

DC RESTORER OFF 

INPUT A 

VOLTS FULL SCALE 0.5 

VARIABLE (VOLTS FULL CALIB 

SCALE) 
CAL FULL SCALE 
POSITION Midrange 
HORIZ Controls 

POSITION Midrange 

SYNC INT 

MAG x1 

DISPLAY 2 FIELD 

FIELD TWO 

LINE SELECTOR Midrange 
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14. Adjust TRIG MULTI BIAS (R325) O 
a. Test equipment setup is shown in Fig. 6-13. 


b. Connect a composite video signal to the left EXT NEG 
SYNC INPUT connector. 


c. Connect a coaxial cable from the right EXT NEG SYNC 
INPUT connector to the right VIDEO INPUTS A connector. 


d. Connect a 75-ohm termination to the left VIDEO IN- 
PUTS A connector. 


e. Adjust the source signal level to produce 40 IEEE units 
of sync amplitude. 


f. Check for a stable display. 


g. Adjust by first rotating the TRIG MULTI BIAS control 
(R325; see Fig. 6-14) fully counterclockwise. Then, rotate 
the control slowly clockwise until the display is synchronized: 
that is, a stationary display is obtained. 


NOTE 


If the Type 529 is used to monitor video signals 
containing noise, rotate the TRIG MULTI BIAS 
control about 20° further clockwise from the point 
where a stable display was first obtained. If the 
control is turned too far clockwise, a jittery dis- 
play will be obtained. The control should always 
be set within the stable display range. 


h. As a check that the TRIG MULTI BIAS control is prop- 
erly adjusted, set the (VERTICAL) VOLTS FULL SCALE switch 
to 1.0, adjust the source signal level for a larger sync ampli- 
tude (up to 140 IEEE units) and check that the display remains 
synchronized. 


15. Check External Sync 


a. Test equipment setup is given in step 14. 
b. Set the SYNC switch to EXT. 
c. Set the (VERTICAL) VOLTS FULL SCALE switch to 0.2. 


d. Adjust the video source signal level so the vertical 
deflection is 20 IEEE units of sync amplitude. 


e. Check that a stable display is obtained. 


16. Check DC RESTORER Switch 


a. Test equipment setup is given in step 14. 


b. Set the front-panel controls to these settings: 


VOLTS FULL SCALE 1.0 
DC RESTORER ON 
INPUT CAL 
CALIBRATOR ARES: 
SYNC INT 


c. Using the (VERTICAL) POSITION control, position the 
bottom of the calibrator waveform so it coincides with the 
0 IEEE graticule line. 


d. Set the INPUT switch to A. 


Calibration—Type 529 


BIAS 


R325 


Fig. 6-14. Location of TRIG MULTI BIAS adjustment. 

e. Check that the back porch level of the ‘video signal 
coincides with the O IEEE graticule line. 

f. Set the INPUT switch to CAL. 


g. Set the (VERTICAL) VOLTS FULL SCALE switch from 1.0 
to 0.2, 0.5. Check for +4 IEEE units or less vertical move- 
ment of the calibrator waveform from 0 IEEE. 


h. Set the (VERTICAL) VOLTS FULL SCALE switch to 1.0 
and DC RESTORER switch to OFF. 


i. Disconnect the video signal from the lower EXT NEG 
SYNC INPUT connector. 


j. Disconnect the jumper coaxial cable. 


NOTES 
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Time- Mark 
Generator 


Fig. 6-15. Test equipment setup for steps 17 through 20. 


POWER and SCALE 2/5 clockwise 
ILLUM 
FOCUS Midrange 
INTENSITY Adjust for normal dis- 
play brightness 
GAIN Midrange 


VERTICAL Controls 


RESPONSE FLAT 
DC RESTORER OFF 
INPUT A 
VOUTS FULL=SGALE 1.0 
VARIABLE (VOLTS FULL CALIB 

SCALE) 
CAL | JVA-ES. 
POSITION Midrange 

HORIZ Controls Fig. 6-16. Location of HORIZ GAIN adjustment. 

POSITION Midrange 
SYNC INT 17. Adjust HORIZ GAIN (R568) 1) 
MAG xX] 
DISPLAY 2 FIELD a. Test equipment setup is shown in Fig. 6-15. 
FIELD TWO b. Connect 5-us and 10-us time markers from the time- 
LINE SELECTOR Midrange mark generator to the right VIDEO INPUTS A connector. 
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c. Check that the 75-ohm termination is still connected 
to the left VIDEO INPUTS A connector. 


d. Apply 100-us trigger pulses from the time-mark gen- 
erator to the upper EXT NEG SYNC INPUT connector. 


e. Set the SYNC switch to EXT and the DISPLAY switch 
to .125 H/CM. 


NOTE 


Use the (VERTICAL) VOLTS FULL SCALE and VARI- 
ABLE (VOLTS FULL SCALE) controls to adjust the 
vertical amplitude of the display in steps 17 
through. 20. 


f. Check for a sweep length of 10.2 cm. 


g. Adjust the HORIZ GAIN control (R568; see Fig. 6-16) 
for a sweep length of 10.2 cm. 


h. Interaction—Check step 18. 


Fig. 6-17. Location of C481 adjustment. 


18. Adjust Miller Timing Capacitor (C481) oO 
a. Test equipment setup given in step 17. 
b. Check for 80 us of sweep in 10cm. 


c. Adjust the Miller timing capacitor (C481; see Fig. 6-17) 
for 80 us per 10cm (see Fig. 6-18). 


d. Interaction—Check step 17. 


19. Adjust X25 Horizontal Sweep Magnifier rh) 
Capacitor (C521) 


a. Test equipment setup is given in step 17. 

b. Set the time-mark generator for a .] us time marker. 
c. Set the (HORIZ) MAG switch to X25. 

d. Check for 32 time markers per 10 cm. 


e. Adjust the horizontal sweep magnifier capacitor (C521; 
see Fig. 6-19), primarily for sweep timing and secondarily for 


@1 
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CIMITS- IMMER K=2% OUTER: K=6% 


WINDOW AND 126 4 SEC T PULSE RESPONSE 


Leen oO) usec Per 10 CM np | 


Fig. 6-18. Adjusting C481 for correct 1 sweep timing. 


linearity. For correct timing, 32 time markers per 10cm 
should be displayed (see Fig. 6-20). For checking linearity, 
display should show 8 time markers for any 2.5-cm portion 
of the display. 


NOTE 


To minimize horizontal jitter, set the time-mark 
generator trigger rate for 1 ms trigger output. 
After completing this step, set trigger rate to 
0.1 ms. 


20. Check X5 Magnified Sweep Timing 
a. Test equipment setup is given in step 17. 


b. Set the time-mark generator output for 1-us time-marker 
output and check that the trigger rate is 0.1 ms. 


c. Set the (HORIZ) MAG switch to X5. 


d. Check for 16 ys of sweep time per 10cm (see Fig. 
6-21). Sweep-timing tolerance should be within -—&3 mm. 


e. Disconnect the time markers and external trigger. 


Fig. 6-19. Location of C251 adjustment. 
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Fig. 6-20. Adjusting C521 for optimum X25 sweep linearity. Fig. 6-21. Checking the <5 sweep timing. 


Test Oscilloscope 


Composite Video 
Signal Source 


Fig. 6-22. Test equipment setup for steps 21 through 23. 


POWER and SCALE 2/, clockwise VERTICAL Controls 
saith RESPONSE FLAT 
FOCUS Midrange DC RESTORER ON 
: : INPUT A 
INTENSITY Adjust for normal dis- 
play brightness VOLTS FULL SCALE 1.0 
VARIABLE (VOLTS FULL CALIB 
GAIN Midrange ; SCALE) 
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d. Set the test oscilloscope controls as follows: 


Sweep Rate 50 ps/Cm 
Triggering +Ext, AC 
Signal Input Coupling AC 


Vertical Deflection Factor 
(with 10X attenuator 
probe) 5 Volts/Cm 


oe Junction of 
0370 and C370 


- T 
|,.Ramp starts 


f here 
| 


Fig. 6-23. Location of D370/C370 junction. 


a ; Horizontal 
orizon 
CAL VASES: Syne Pulses 
POSITION Midrange | 


HORIZ Controls 


POSITION Midrange 
SYNC INT 
MAG X25 
DISPLAY 2 FIELD 
FIELD TWO 
LINE SELECTOR Midrange 
21. Adjust FIELD 1 SYNC (R360) oO 
a. Test equipment setup is shown in Fig. 6-22. 
b. Connect 1-volt composite video signal to the right 
VIDEO INPUTS A connector. 


c. Check that a 75-ohm termination is connected to the (b) Incorrect display; control R360 set too far 
left VIDEO INPUTS A connector. counterclockwise. 


(c) Incorrect display; control R360 set too far 


clockwise. 


Fig. 6-25. Adjusting the FIELD 1 SYNC control (R360) for proper 
Fig. 6-24. Location of FIELD 1 SYNC adjustment. ; triggering. Displays obtained on the test oscilloscope crt. 
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(a) FIELD switch set toONE. 


Six 
Vertical 


0.5 H=e! 1 Six t 
Equal— Equal— 
izing izing 


Pulses Pulses 


(b) FIELD switch set to TWO: 


Fig. 6-26. Checking for proper field display when operating the 
FIELD and SYNC switches. 


e. Connect the 10 probe from the vertical input con- 
nector to the junction of D370 and C370 (see Fig. 6-23). 


f. Connect the 1 probe from the external trigger input 
connector to test point TP344. 


g. Check that the ramp starts just after the sixth equaliz- 
ing pulse. 


h. Adjust by first rotating the FIELD 1 SYNC control 
(R360; see Fig. 6-24) fully counterclockwise. Then, rotate 
the control slowly in a clockwise direction until the ramp 
starts just after the sixth equalizing pulse (see Fig. 6-25a). 
The sixth equalizing pulse is the last pulse in the equalizing- 
pulse group following the vertical sync pulses. Fig. 6-25b 
and 6-25c show two possible displays that can be obtained 
when the control is incorrectly adjusted. 


i. Disconnect the 10 and 1X _ probes. 
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22. Check FIELD Switch 
a. Test equipment setup is given in step 21. 


b. Set the FIELD switch to TWO. 


NOTE 


If vertical sync pulse is not completely displayed, 
position it to the horizontal center of the viewing 
area with the (HORIZ) POSITION control. 


c. Check for a horizontal distance of 1 H (63.5 ps) between 
the last horizontal syne pulse and the first equalizing pulse 
(see Fig. 6-26a). This indicates that field one is displayed 
at the center of the crt. 


Fig. 6-27. Adjusting the SWP/MAG REGIS control (R575). for proper 
display registration. The Horizontal MAG switch was set to (a) 


X11, (b) 5, (ce) X25. 


d. Set the SYNC switch to EXT and back to INT several 
times to check that field display is obtained each time the 
SYNC switch is returned to the INT position. This is a double 
check on step 21. A stable display of field one means that 
R360 is adjusted properly. 


e. Set the FIELD switch to ONE. 


f. Check for 0.5H (31.75 ws) horizontal distance between 
the last horizontal syne pulse and the first equalizing pulse 
(see Fig. 6-26b). This indicates that field two is displayed 
at the center of the crt. 


g. Repeat part d, except check that a field two display 
is obtained each time the SYNC switch is returned to INT. 


23. Adjust SWP/MAG REGIS (R575) O 


a. Test equipment setup is given in step 21. 
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b. Using the (HORIZ) POSITION control, position the 
display so the center of the vertical-sync pulse group coin- 
cides with graticule center (see Fig. 6-27a). 


c. Set the (HORIZ) MAG switch to X1. 


d. Check that vertical-pulse group coincides with graticule 
center (see Fig. 6-27-b). 


e. Adjust the SWP/MAG REGIS control (R575; see Fig. 
6-28) so the vertical pulse graup coincides with graticule 
center (see Fig. 6-27b). 


f. To check if the adjustment has been set properly, set 
the (HORIZ) MAG switch to X25 and then to X1. If the 
display as observed at graticule center shifts horizontally, 
readjust the SWP/MAG REGIS control (R575) for no hori- 
zontal shift of the display when switching from X25 to 
Lae 


g. Disconnect the composite video signal. Fig. 6-28. Location of SWP/MAG REGIS adjustment. 


NOTES 
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Constant Amplitude 
Sine-Wave Generator 
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Fig. 6-29. Test equipment setup for steps 24 through 28. 


POWER and 2/5 clockwise 
SCALE ILLUM 
FOCUS Midrange 
INTENSITY Adjust for normal 
display brightness 
GAIN Midrange 


VERTICAL Controls 


RESPONSE FLAT 
DC RESTORER OFF 
INPUT A 
VOLTS FULL SCALE 1.0 
VARIABLE (VOLTS CALIB 
FULL SCALE) 
CAL SNA GELS: 
POSITION Midrange 
HORIZ Controls 
POSITION Midrange 
SYNC INT 
MAG x1 
DISPLAY 2 FIELD 
FIELD ONE 
LINE SELECTOR Midrange 
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24.° Check Vertical Amplifier High-Frequency Response 
a. Test equipment setup is shown in Fig. 6-29. 


b. Apply a 50-kHz sine-wave signal from the constant 
amplitude sine-wave generator, to the VIDEO INPUTS A 
connector. 


c. Adjust the constant amplitude sine-wave generator for 
100 IEEE units of vertical deflection; this is the reference 
amplitude. 


d. Follow the remaining sequence of instructions given in 
Table 6-2 to check the vertical-amplifier frequency response 
and rolloff for all the front-panel control positions listed. 


25. Adjust Vertical-Amplifier 1.0 Flat-Frequency @ 
Response (C269, L162 and L262) 


a. Test equipment setup is given in step 24. 


b. Check the vertical-amplifier response from 500 kHz 
to 8 MHz. It should be flat within 1% to 5 MHz and flat 
to within +—3% to 8 MHz. 


c. Adjust the vertical-amplifier components (see Fig. 6-30) 
as listed in Table 6-3 to obtain flat-frequency response from 
500 kHz to 8 MHz within +1% to 5MHz, +3% to 8 MHz. 


°An optional method of checking high-frequency response of the 
vertical amplifier will be found in step 30. 
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TABLE 6-2 
Checking Vertical Amplifier Frequency Response 


= 


(VERTICAL) 


Signal? VARIABLE VOLTS 
os ee ee Check or Procedure 
RESPONSE INPUT FULL SCALE 
Switch Switch SCALE) Switch 
Set To: Set To: Set To: Set To: 
CALIB 1.0 Check for flat frequency response from 
500 kHz to 8MHz°*; within +1% or 1 
IEEE unit to 5MHz, +3% or 3 units to 
8 MHz. 
Set the constant amplitude sine-wave 
FLAT generator for 100 IEEE units of reference 


amplitude at 50 kHz. 


Fully 
Counter- 
clockwise 


Check for flat frequency response from 
500 kHz to 5MHz®; within +1% or 1 
IEEE unit. 


Set the constant amplitude sine-wave gen- 
erator for 100 IEEE units of reference. 
amplitude at 50 kHz. 

Check for flat frequency response from 
500 kHz to 8 MHz; within 1% to 5 MHz, 
3% to 8 MHz. 


LOW PASS 


Set the constant amplitude sine-wave gen- 
erator for 100 IEEE units of reference 
amplitude at 50 kHz. 


Check for vertical deflection of 25 units 
or less at 500 kHz. 


FLAT A CALIB 


7Set the constant amplitude sine-wave 
generator for 100 IEEE units of reference 
amplitude at 50 kHz. 


HIGH PASS CALIB 


Check for exactly 100 IEEE units of vertical 
deflection at 3.58 MHz (center frequency); 
65 to 85 units at 3.18 MHz and 3.98 MHz.® 


CALIB 


Set the constant amplitude sine-wave gen- 
erator for 100 IEEE units of vertical de- 
flection at 50 kHz. 


Check high-frequency rolloff at the follow- 
ing points: 


At 350 kHz—94 to 97.5 units. 
At 1 MHz—70 to 80 units. 
At 2 MHz—31.2 to 42.5 units. 
At 3.6 MHz—7 to 14 units. 


“Apply the signal to the right VIDEO INPUT connector as indicated 
in the column and terminate the appropriate left VIDEO INPUT 
connector with a 75-ohm termination. 


*If frequency response cannot be obtained within the tolerance 
specified, perform step 25 before completing the checks given in 
the remaining portion of Table 6-2. 


*If frequency response within the tolerance cannot be obtained for 
the 0.2 and 0.5 vertical VOLTS FULL SCALE switch position, perform 
step 26 for the 0.2 position and step 27 for 0.5. 

‘This is a preliminary setup procedure for performing the high-pass 
frequency-response check that follows. 

‘If this frequency-response characteristic cannot be met, perform 
step 28. 
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Fig. 6-30. Location of C269, R162-R262 and coils L162 and L262. 


TABLE 6-3 


Vertical Amplifier Flat-Frequency 
Response Adjustments 
Shown in Fig. 6-30 


Affects Frequency 
Response In These 


Adjustment C269 Frequency Ranges 


C269 | 2 to 6MHz, particularly at 
2.5 MHz 


Physical spacing of R162 3 to 6 MHz, particularly at 
and R262 4 MHz 


L162 and L262 Slugs 5 to 10 MHz 


d. Recheck the response between 500 kHz and 8 MHz at 
several points to determine if any of the other adjustments in 
the step need to be readjusted to obtain the desired re- 
sponse. 


26. Adjust Vertical-Amplifier 0.2 Flat-Frequency @ 
Response (C118B) 
a. Test equipment setup is given in step 24. 


b. Set the (VERTICAL) VOLTS FULL SCALE switch to 0.2. 


c. Set the constant-amplitude sine-wave generator for 100 
IEEE units of reference amplitude at 50 kHz. 
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Fig. 6-31. Location of C118B, C118C and C119 adjustments. 


d. Check for a flat-frequency response within 1% from 
500 kHz to 5 MHz. 


e. Adjust C118B (see Fig. 6-31) to obtain flat-frequency 
response from 500 kHz to 5 MHz within -—-1%. 


27. Adjust Vertical-Amplifier 0.5 Flat-Frequency @ 
Response (C118C) 


a. Test equipment setup is given in step 24. 
b. Set the (VERTICAL) VOLTS FULL SCALE switch to 0.5. 


c. Set the constant-amplitude sine-wave generator for 100 
IEEE units of reference amplitude at 50 kHz. 


d. Check for a flat-frequency response within ——1% from 
500 kHz to 5 MHz. 


e. Adjust C118C (see Fig. 6-31) to obtain flat-frequency 
response from 500 kHz to 5MHz within +1%. 


28. Adjust Vertical-Amplifier Chroma Frequency @ 
Response (T1135) 


a. Test equipment setup is given in step 24. 


b. Set the RESPONSE switch to FLAT and the VOLTS 
FULL SCALE switch to 1.0. 


c. Set the constant-amplitude sine-wave generator for 100 
IEEE units of reference amplitude at 50 kHz. 


d. Set the constant-amplitude sine-wave generator for an 
output frequency of 3.58 MHz. 


e. Set the RESPONSE switch to HIGH PASS. 
f. Check for 100 IEEE units of vertical deflection. 


@1 


g. Adjust the bottom powder-iron slug in 7135 (see Fig. 
6-32) to obtain 100 IEEE units of vertical deflection. 


h. Set the constant-amplitude sine-wave generator for an 
output frequency of 3.18 MHz. 


i. Check for 65 to 85 IEEE units of vertical deflection. 


j. Adjust the top slug in 7135 to obtain 65 to 85 IEEE 
units of vertical deflection. 


k. Set the constant-amplitude sine-wave generator for an 
output frequency of 3.98 MHz. 


|. Check that the vertical deflection of the display is 65 
to 85 IEEE units in amplitude. If necessary, repeat steps 
d through k to obtain proper frequency response character- 
istics. 


m. After completing the adjustment of 1135 and the 
checks in Table 6-2, disconnect the constant-amplitude sine- 
wave generator from the Type 529. 


Fig. 


NOTES 
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6-32. Location of transformer T135. 


@l 
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Square-Wave 
Generator 


POWER and 2/, clockwise 
SCALE ILLUM 
FOCUS Midrange 
INTENSITY Adjust for 
GAIN Midrange 
VERTICAL Controls 
RESPONSE FLAT 
DC RESTORER ON 
INPUT A 
VOLTS FULL SCALE 1.0 
VARIABLE (VOLTS CALIB 
FULL SCALE) 
CAL ETATES: 
POSITION Midrange 
HORIZ Controls 
POSITION Midrange 
SYNC INT 
MAG x1 
DISPLAY 2 LINE 
FIELD ONE 
LINE SELECTOR Midrange 
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Test 


Oscilloscope 


Composite Video 
Signal Source 


Fig. 6-33. Test equipment setup for step 29. 


play brightness 


29. Check J501 Staircase Input 
a. Test equipment setup is shown in Fig. 6-33. 


b. Wire the 9-pin plug connector (Tektronix Part No. 
134-0049-00) as shown in Fig. 6-34. Make sure that the 
2-uF capacitor is in series between the Type 529 J501 con- 
nector pin C and the output of the square-wave generator. 


c. Connect the plug to J501 on the Type 529. 


d. Connect a 12-volt, 120-hertz signal from a square-wave 
generator to pin C of the plug via the 2-uF capacitor. 


e. Connect a test oscilloscope to the monitoring point to 
measure the output amplitude of the square-wave generator. 


f. Apply one volt of composite video to the right VIDEO 
INPUTS A connector. 


g. Connect a 75-ohm termination to the left VIDEO IN- 
PUTS A connector. 


h. Check for a display as shown in Fig. 6-35a. Note 
right-hand display position. 


Test Oscilloscope 
Monitoring Point 


Square-Wave 
Generator Connection 


Fig. 6-34. Front view of 9-pin connector (Tektronix Part No. 134- 
0049-00) showing wire jumper connections to cause relay K501 
to be energized whenever the plug is in place. 


i. Reduce the signal from the square-wave generator to 
8 volts. 


j. Check for a display as shown in Fig. 6-35b. Note 
right-hand display position. 


k. Reduce the signal from the square-wave generator to 


4 volts. 


I. Check for a display as shown in Fig. 6-35c. Note right- 


hand display position. 


m. Check that each display had some séparation from its 


neighbors. 


30. (Optional Method) Check Vertical Amplifier High- 


Frequency Response 


POWER and SCALE 


2/5 clockwise 


ILLUM 
FOCUS Midrange 
INTENSITY Adjust for normal dis- 
play brightness 
GAIN Midrange 
Vertical Controls 
RESPONSE FLAT 
DC RESTORER ON 
INPUT A 
VOLTS FULL SCALE 120 
VARIABLE (VOLTS FULL CALIB 
SCALE) 
CAL SRADEES: 
POSITION Midrange 
HORIZ Controls 
POSITION Midrange 
SVINC INT 
MAG x1 
DISPLAY 125.1/CM 
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t f= a 
LIMITS- INNER: K=2% OUTER: K=4% 


AS alia WINDOW AND 126 1 SEC T PULSE RESPONSE 
SE ES 


fff ef : ++ 


LIMITS -INNER:K=2% OUTER: K=4% 
WANDOW AND 126 u SEC T PULSE RESPONSE 
Np. See 


+ =f + 
LIRAITS -INNERIK=2% OUTER: K=6% 
WINDOW AND 126 J BEC T PULSE RESPONSE 


Fig. 6-35. Checking to insure that a four displays per 10 cen- 
timeter presentation can be obtained. 


FIELD ONE 
LINE SELECTOR Midrange 
a. Connect to right VIDEO INPUTS A connector 1 volt 
of multi-burst signal. 
b. Connect a 75-ohm termination to the left VIDEO IN- 
PUTS A connector. 
c. Check each position of the RESPONSE switch for the 
display shown in Fig. 6-36. 


This completes the calibration of the Type 529. Disconnect 
all test equipment. If the instrument has been completely 
calibrated to the tolerances given in this procedure, it will 
perform to the limits given in the Characteristics section of 
this Instruction Manual. 
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LIMITS -INNER(K=2% OUTER: K=4% ae sant aoe 2 = LIMITS - INNER: K=2% OUTER: K=4% 
WINDOW AND 1265 p: SEC T PULSE RESPONSE j WINDOW AND 125 u SEC T PULSE RESPONSE 


LIRGITS INNER: K22% OUTER: K=4% =! - LIMITS-INNER:K=2% OUTER: K=4%° 
WANDOW AN® 126 ys SEC T PULSE RESPONSE WANDOW AND 126 1 SEC T PULSE RESPONSE 


Fig. 6-36. Waveforms showing the display which will result when 1-volt of multi-burst signal is connected to the Type 529 and the RE- 
SPONSE switch is set to (a) FLAT, (b) IEEE, (c) LOW PASS, (d) HIGH PASS. 
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cap. 

cer 

cm 

comp 

conn 

c/s or cps 
CRT 


csk 


ABBREVIATIONS AND SYMBOLS 


amperes 

alternating current 

audio frequency 
alpha—common-base current amplification factor 
amplitude modulation 
approximately equal to 
beta—common-emitter current amplification factor 
binding head brass 
binding head steel © 

baby series ‘‘N’’ connector 
by or times 

carbon 

capacitance 

capacitor 

ceramic 

centimeter 

composition 

connector 

cycle 

cycles per second 
cathode-ray tube 
countersunk 

increment 

decibel 

decibel referred to one milliwatt 
direct current 

double end 

degrees 

degrees Celsius (degrees centigrade) 
degrees Fahrenheit 
degrees Kelvin 

diameter 

divide by 

division 3 
extremely high frequency 
electrolytic 

electrolytic, metal cased 
electromagnetic interference (see RFI) 
electrolytic, metal tubular 
epsilon—2.71828 or % of error 
equal to or greater than 
equal to or less than 
external 

farad 

focus and intensity 

flat head brass 

flat head steel 

fillister head brass 

fillister head steel 
frequency modulation 

feet or foot 

giga or 10? 

acceleration due to gravity 
germanium 

gigahertz 

guaranteed minimum value 
General Radio 

greater than 

henry 

height or high 

hexagonal 

high frequency 

hex head brass 

hex head steel 

hex socket brass 

hex socket steel 

high voltage 

hertz (cycles per second) 
inside diameter 
intermediate frequency 
inch or inches 
incandescent 

infinity 

internal 

integral 

kilohms or kilo (103) 
kilohm 

kilocycle 

kilohertz 


RC 
RF 
RFI 
RHB 


ia) 

RHS 

r/min or rpm 
RMS 

S$ or sec. 

SE 

Si 

SN or S/N 
< 


T 
Ke 
TD 


inductance 
lambda—wavelength 
large compared with 
less than 

low frequency 
length or long 

low voltage 

mega or 10° 

milli or 10-3 
megohm 

micro or 1076 
megacycle 

metal 

megahertz 
millimeter 
millisecond 

minus 

mounting hardware 
nano or 107? 
number 
nanosecond 
outside diameter 
oval head brass 
oval head steel 
omega—ohms 


omega—angular frequency a“ 
pico or 10-!2 

per 

percent 


pan head brass 
phi—phase angle 
pi—3.1416 

pan head steel 

plus 

plus or minus 

peak inverse voltage 
plastic 

paper, metal cased 
polystyrene 

precision 

paper, tubular 

paper or plastic, tubular, molded 
power 

figure of merit 

resistance capacitance 
radio frequency 

radio frequency interference (see EMI) 
round head brass 
rho—resistivity 

round head steel 
revolutions per minute 
roof mean square 
second 

single end 

silicon 

serial number 

small compared with 
tera or 10!2 

temperature compensated 
tunnel diode 

truss head brass 
theta—angular phase displacement 
thick 

truss head steel 

tubular 

ultra high frequency 

volt 

volts, alternating current 
variable 

volts, direct current 

very high frequency 
voltage standing wave ratio 
watt 

wide or width 

with 

without 

wire-wound 

transformer 


PARTS ORDERING INFORMATION 


Replacement parts are available from or through your local Tektronix, Inc. Field 
Office or representative. 


Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order: Part number, instrument 
type or number, serial or model number, and modification number if applicable. 


If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 


SPECIAL NOTES AND SYMBOLS 
000 Part first added at this serial number 
00 < Part removed after this serial number 


*000-0000-00 Asterisk preceding Tektronix Part Number indicates manufactured by 
or for Tektronix, Inc., or reworked or checked components. 


Use 000-0000-00 Part number indicated is direct replacement. 


Screwdriver adjustment. 


a Control, adjustment or connector. 


Ckt. No. 


B242 
Bé04 
Bé605 
B864 
B865 
B866 


Tektronix 
Part No. 


150-0035-00 
150-0001 -00 
150-0001 -00 
150-0030-00 
150-0030-00 
150-0030-00 


SECTION 7 


ELECTRICAL PARTS 


Values are fixed unless marked Variable. 


Neon, AID T2 
Incandescent, #47 
Incandescent, #47 
Neon, NE-2 V 
Neon, NE-2 V 
Neon, NE-2 V 


Tolerance +20% unless otherwise indicated. 


C101 
C104 
C106 
C113 
C118B 


C118C 
C118D 
C119 
Cr 
C124 


C130 
C133 
C134 
C135 
C136 


C137 
C138 
C139 
C144 
C160 


C163 
C165 
C167 
C183 
C198 
C201 


C204 
C206 
C213 
C236 
C237 
C241 


C244 
C263 
C265 
C267 
C269 


© 


281 -0509-00 
285-0623-00 
283-0001 -00 
281-0604-00 
281 -0061-00 


281 -0063-00 
281 -0509-00 
281 -0060-00 
283-0027-00 
283-0079-00 


283-0006-00 
281-0599-00 
281 -0629-00 
281 -0620-00 
283-0600-00 


281 -0503-00 
281 -0594-00 
283-0594-00 
281 -0558-00 
283-0001 -00 


283-0000-00 
283-0001 -00 
281 -0063-00 
281 -0523-00 
290-0217-00 
281 -0509-00 


285-0623-00 
283-0001 -00 
281 -0604-00 
283-0600-00 
281 -0503-00 
281 -0513-00 


281 -0558-00 
283-0000-00 
283-0001 -00 
281 -0513-00 
281 -0012-00 


15 pF 
0.47 pF 
0.005 pF 
2.2 pF 
55-18 pF 


9-35 pF 
15 pF 
2-8 pF 
0.02 uF 
0.01 pF 


0.02 uF 
ie) 
33 pF 
21 pF 
43 pF 


8 pF 
150 pF 
0.001 uF 
18 pF 
0.005 pF 


0.001 pF 
0.005 pF 
9-35 pF 
100 pF 
250 uF 
15 pF 


0.47 pF 
0.005 uF 
22D 
43 pF 

8 pF 

27 pF 


18 pF 
0.001 pF 
0.005 pF 
27 pF 
7-45 pF 


Description 


Bulbs 
CAL 


Graticule Light 
Graticule Light 


POWER (ON) 
Capacitors 
Cer 500 V 
PTM 100 V 
Cer 500 V 
Cer 500 V 
Cer Var 
Cer Var 
Cer 500 V 
Cer Var 
Cer 30 V 
Cer 250 V 
Cer 500 V 
Cer 200 V 
{nominal value) Selected 
Cer 500 V 
Mica 500 V 
Cer 500 V 
Cer 500 V 
Mica 100 V 
Cer 500 V 
Cer 500 V 
Cer 500 V 
Cer 500 V 
Cer Var 
Cer 350 V 
EMT 12V 
Cer 500 V 
PTM 100 V 
Cer 500 V 
Cer 500 V 
Mica 500 V 
Cer 500 V 
(nominal value) Selected 
Cer 500 V 
Cer 500 V 
Cer 500 V 
Cer 500 V 
Cer Var 


Type 529 


S/N Range 


10% : 


0.25 pF 


10% 


= 025i 


1% 
3% 


==0.5 pF 
5% 
1% 


10% 


X2069-up 
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Ckt. No. 


C281 
C285 
C286 
C292 
C293 


C294 
C297 
C301 
C302 


C303 
C304 
C304 
C37 
C317 


C327 
C327 
C328 
C333 
C335 
G335 


C341 
C342 
C347 
C351 
C360 


C360 
C360 
C361 
C364 
C370 
C371 


C372 
C374 
C375 
C375 
C377 
C384 


C385 
C385 
C387 
C401 
C402 
C409 


C412 
C416 
C418 
C427 
C428 
C431 


C439 
C44] 
C449 
C452 
C455 
C455 
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Tektronix 
Part No. 


283-0026-00 
281 -0602-00 
281 -0602-00 
283-0001 -00 
283-0001 -00 


281 -0523-00 
283-0000-00 
283-0002-00 
281 -0543-00 


283-0041 -00 
283-0104-00 
283-0596-00 
281 -0525-00 
283-0059-00 


281 -0521-00 
281 -0516-00 
281 -0504-00 
283-0004-00 
281 -0623-00 
281 -0546-00 


283-0000-00 
283-0001 -00 
281 -0523-00 
281 -0513-00 
285-0598-00 


283-0593-00 
283-0593-01 
281 -0534-00 
283-0596-00 
281 -0546-00 
283-0081 -00 


281 -0550-00 
283-0000-00 
283-0000-00 
281 -0550-00 
283-0000-00 
283-0000-00 


283-0000-00 
281 -0550-00 
283-0000-00 
281-0511-00 
281 -0546-00 
281 -0519-00 


283-0000-00 
285-0633-00 
283-0001 -00 
281 -0525-00 
281 -0621 -00 
281 -0525-00 


283-0010-00 
281 -0524-00 
283-0000-00 
281 -0550-00 
281 -0605-00 
281 -0523-00 


0.2 pF 
68 pF 
68 pF 
0.005 pF 
0.005 uF 


100 pF 
0.001 pF 
0.01 pF 
270 pF 


0.0033 uF 
0.002 uF 
528 pF 
470 pF 

1 pF 


56 pF 
39 pF 
10 pF 
0.02 uF 
650 pF 
330 pF 


0.001 pF 
0.005 uF 
100 pF 
27 pF 
0.01 pF 


0.01 uF 
0.01 uF 
2:0 DG 
528 pF 
330 pF 
OR its 


120 pF 
0.001 pF 
0.001 pF 
120 pF 

0.001 pF 
0.001 pF 


0.001 pF 
120 pF 
0.001 pF 
22 pF 
330 pF 
47 pF 


0.001 uF 
0.22 uF 
0.005 pF 
470 pF 
12 pF 
470 pF 


0.05 pF 
150 pF 
0.001 pF 
120 pF 
200 pF 
100 pF 


Capacitors (Cont'd) 


Description 


Cer 
Cer 
Cer 
Cer 
Cer 


Cer 
Cer 
Cer 
Cer 


Cer 
Cer 
Mica 
Cer 
Cer 


Cer 
Cer 
Cer 
Cer 
Cer 
Cer 


Cer 
Cer 
Cer 
Cer 
PTM 


Mica 
Mica 
Cer 
Mica 
Cer 
Cer 


Cer 
Cer 
Cer 
Cer 
Cer 
Cer 


Cer 
Cer 
Cer 
Cer 
Cer 
Cer 


Cer 
PTM 
Cer 
Cer 
Cer 
Cer 


Cer 
Cer 
Cer 
Cer 
Cer 
Cer 


25 V 
500 V 
500 V 
500 V 
500 V 


350 V 
500 V 
500 V 
500 V 


500 V 
500 V 
300 V 
500 V 

25 V 


500 V 
500 V 
500 V 
150 V 
500 V 
500 V 


500 V 
500 V 
350 V 
500 V 

100V 


100 V 
100 V 
500 V 
300 V 
500 V 

ZN, 


500 V 
500 V 
500 V 
500 V 
500 V 
500 V 


500 V 
500 V 
500 V 
500 V 
500 V 
500 V 


500 V 
100 V 
500 V 
500 V 
500 V 
500 V 


50 V 
500 V 
500 V 
500 V 
500 V 
350 V 


S/N Range 
5% 
3% 
LO X1830-up 
Wye X1830-up 
100-1829 
UA 1830-up 
100-1829 
+80%—20%  1830-up 
10% 100-1829 
10% 1830-up 
OWA 100-1829X 
evA 100-1829 
1005 1830-up 
af 100-1599 
1% 1600-2109 
AE 2110-up 
=0.25 pF 
1% 
10% 
10%. X1600-up 
100-1599 
10% 1600-up 
100-1599 
10% 1600-up 
10% 
109, 
10% X1830-up 
1075 
1% 
10% 
100-997 
998-up 


®@1 


Use 


Tektronix 
Part No. 


285-0703-00 
283-0600-00 
281 -0528-00 
285-0595-09 
281-0551 -00 
281 -0518-00 
281 -0551-00 


281 -0523-00 
283-0096-00 
283-0092-00 
281 -0012-00 
283-0519-00 
285-0595-00 


283-0028-00 
281-0616-00 
281 -0613-00 
283-0000-00 
281-0578-00 
281 -0504-00 


281 -0012-00 
281 -0622-00 
281 -0546-00 
283-0000-00 
283-0003-00 
285-0627-00 


283-0026-00 
283-0059-00 
290-0122-00 
283-0002-00 
290-01 45-00 
283-0003-00 


290-0180-00 
283-0079-00 
285-0572-00 
290-01 49-00 
290-0059-00 
290-0213-00 


283-0111-00 
290-0255-00 
283-0036-00 
281 -0556-00 
285-0622-00 
283-0034-00 


283-0034-00 
283-0096-00 
283-0006-00 
281 -0543-00 
283-0109-00 
283-0032-00 


*152-0185-00 
*152-0185-00 
*152-0075-00 
*152-0075-00 
*1 52-0061 -00 


0.1 pF 
43 pF 
82 pF 
0.1 uF 
390 pF 
47 pF 
390 pF 


100 pF 
500 pF 
0.03 uF 
7-45 pF 
360 pF 
0.1 uF 


0.0022 uF 
6.8 pF 

10 pF 
0.001 uF 
18 pF 

10 pF 


7-45 pF 
47 pF 
330 pF 
0.001 uF 
0.01 uF 
0.0033 pF 


0.2 uF 

1 pF 
1000 pF 
0.01 pF 
10 pF 
0.01 uF 


300 pF 
0.01 pF 
0.1 uF 

5 pF 
160-10 uF 
10 pF 


0.1 uF 

20 uF 
0.0025 pF 
500 pF 
0.1 uF 
0.005 pF 


0.005 pF 
500 pF 
0.02 uF 
270 pF 
27-pF 
470 pF 


Silicon 
Silicon 
Germanium 
Germanium 
Silicon 


Electrical Parts List—Type 529 


Capacitors (Cont'd) 


Description S/N Range 
PTM 100 V o% 100-997X 
Mica 500 V 5, X998-1829 
Cer 500 V 10% 1830-up 
PTM 100 V X998-up 
Cer 500 V 10% X1000-up 
Cer 500 V 
Cer 500 V 10% 100-997 
Cer 350 V 998-up 
Cer 20000 V 
Cer 200 V +80%—20% 
Cer Var 
Mica 500 V Dus 
PTM 100 V 1% 
Cer 50 V 
Cer 200 V 
Cer 200 V 10% 
Cer 500 V 
Cer 500 V 05 100-999 
Cer 500 V 10% 1000-up 
Cer Var 
Cer 500 V 1% 
Cer 500 V 10% 100-999X 
Cer 500 V 100-999 
Cer 150 V 1000-up 
PTM 100 V ify A 100-999X 
Cer 25 V 100-999 
Cer 25V +80%—20%  1000-up 
EMC 50 V 
Cer 500 V 
EMT 50 V 
Cer 150 V 
EMC 250 V 
Cer 250 V 
PTM 200 V 
EMT 150 V 
EMC 350 V 
EMT 450 V 
Cer 50 V 
EMT 50 V 
Cer 6000 V 
Cer 10000 V 
PTM 100 V 
Cer 4000 V 
Cer 4000 V 
Cer 20000 V 
Cer 500 V 
Cer 500 V 109, 
Cer 1000 V 
Cer 500 V 596 
Diodes 
Replaceable by 1N3605 
Replaceable by 1N3605 
Tek Spec 
Tek Spec 
Tek Spec 
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Ckt. No. 


D285 
D286 
D292 
D293 
D301 
D304 


D314 
D317 
D318 
D323 
D333 
D346 


D351 
D362 
D363 
D368 
D370 
D371 
D374 


D377 
D384 
D387 
D413 
D414 
D415 


D423 
D425 
D441 
D444 
D452 
D455 


1)456 
D461 
D462 
D463 
D464 
D466 


D470 
D471 
D472 
D473 
D474 


D475 
D481 
D482 
D486 
D545 


D554 
D575 
D610 
D611 
Dé14 
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Tektronix 
Part No. 


*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 


*152-0185-00 
*]52-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*]52-0185-00 


*152-0185-00 
*152-0185-00 
*]52-0185-00 
*152-0185-00 
*]52-0185-00 
*152-0185-00 
*152-0185-00 


*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 


*152-0075-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0185-00 


*152-0185-00 
*]52-0185-00 
*152-0185-00 
*152-0075-00 
*152-0075-00 
*152-0185-00 


*152-0142-00 
*152-0061-00 
*152-0185-00 
*152-0185-06 
*152-0061-00 


*152-0061 -00 
*152-0185-00 
*152-0185-00 
*152-0185-00 
*152-0142-00 


*152-0185-00 
*152-0185-00 
152-0066-00 
152-0066-00 
152-0123-00 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Germanium 
Silicon 
Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Germanium 
Germanium 
Silicon 


Zener 

Silicon 
Silicon 
Silicon 
Silicon 


Silicon 
Silicon 
Silicon 
Silicon 
Zener 


Silicon 
Silicon 
Silicon 
Silicon 
Zener 


Diodes (Cont'd) 


Description 


Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 


Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 


Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 


Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 


Tek Spec 

Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 
Replaceable by 


Replaceable by 
Replaceable by 
Replaceable by 
Tek Spec 
Tek Spec 
Replaceable by 


1N972A 0.4 W, 
Tek Spec 
Replaceable by 
Replaceable by 
Tek Spec 


Tek Spec 

Replaceable by 
Replaceable by 
Replaceable by 


1N972A 0.4 W, 30V, 10% 


Replaceable by 
Replaceable by 
1N3194 
1N3194 
IN935A 


1N3605 
1N3605 
1N3605 
1N3605 
1N3605 
1N3605 


1N3605 
1N3605 
1N3605 
1N3605 
1N3605 
1N3605 


1N3605 
1N3605 
1N3605 
1N3605 
1N3605 
1N3605 
1N3605 


1N3605 
1N3605 
1N3605 
1N3605 
1N3605 
1N3605 


1N3605 
1N3605 
1N3605 
1N3605 
1N3605 


1N3605 


1N3605 
1N3605 


1N3605 


30V, 10% 


1N3605 
1N3605 


1N3605 
1N3605 
1N3605 


1N3605 
1N3605 


0.4 W, 9.1 V, 5% 


S/N Range 


X1830-up 
X1830-up 
X1600-up 
X1600-up 


X998-up 


X998-up 
X998-up 


X998-up 
X998-up 
X998-up 
X998-up 


X1000-up 


Ckt. No. 


D640A,B,C,D (4) 


D643 
D649 


D650A,B,C,D (4) 


D881 


F601 
F601 
F637 
F648 


J101 
J102 
J198 
J201 
J202 


J301 
J302 
J501 
J885 
J886 


K501 


L101 
E137, 
L139 
L159 
L162 


L201 
L231 
L237 
L239 


L259 
L262 
L286 
L655 


Qll4 
Q124 
Q144 
Q154 
Q164 


Q174 
Q184 
Q193t 
Q214 
Q244 


Tektronix 
Part No. 


152-0066-00 
*152-0185-00 
152-0066-00 
152-0066-00 
*152-0185-00 


159-0041 -00 
159-0043-00 
159-0031 -00 
159-0030-00 


131-0064-00 
131-0064-00 
131-0081 -00 
131-0064-00 
131-0064-00 


131-0081 -00 
131-0081 -00 
136-0089-00 
131-0081 -00 
131-0081 -00 


148-0024-00 


*108-0326-00 
*108-0109-00 
*108-0214-00 
*108-0260-00 
*114-0194-00 


*108-0326-00 

276-0528-00 
*108-0392-00 
*108-0393-00 


*108-0260-00 
*114-0194-00 

276-0507-00 
*108-0285-00 


*151-0108-00 
*151-0154-00 
*151-0133-00 
*151-0108-00 
*151-0127-00 


151-0063-00 
151-0063-00 
*151-0153-00 
*151-0108-00 
*151-0133-00 


Diodes (Cont) 


Electrical Parts List—Type 529 


Description 
Silicon 1N3194 
Silicon Replaceable by 1N3605 
Silicon 1N3194 
Silicon 1N3194 
Silicon Replaceable by 1N3605 
Fuses 
1.25 A, 3 AG, Slo-Blo, 115 V operation 
0.6 A, 3 AG, Slo-Blo, 230V operation 
0:4 A,; 3 , Slo-Blo 
0.3 A, , Fast-Blo 
Connectors 


Connector, chassis mtd, Coaxial 
Connector, chassis mtd, Coaxial 
Connector, chassis mtd, Coaxial, 1 
Connector, chassis mtd, Coaxial 
Connector, chassis mtd, Coaxial 


Connector, chassis mtd, Coaxial, 1 
Connector, chassis mtd, Coaxial, 1 
Socket, 9 pin chassis mtd 

Connector, chassis mtd, Coaxial, 1 
Connector, chassis mtd, Coaxial, 1 


Relay 
24V DC, 7002 Plug-in 


Inductors 


150 nH 
60 »H 
400 pH 
0.1 wH 
58-90 wH 


150 nH 

Core, Ferramic Suppressor 
60 wH 

400 pH 


0.1 wH 

58-90 wH 

Core, Ferramic Suppressor 
Coil, Beam Rotator 


Transistors 


Replaceable by 2N2501 
Replaceable by 2N2924 
Selected from 2N3251 
Replaceable by 2N2501 
Selected from 2N2369 


2N2207 

2N2207 

Replaceable by 2N2923 
Replaceable by 2N2501 
Selected from 2N3251 


+151-0154-00 and 151-0155-00 may be substituted. 


® 


contact, female 


contact, female 
contact, female 


contact, female 
contact, female 


Var core 276-0511-00 


Var core 276-0511-00 


S/N Range 


X2270-up 
X2270-up 


X2609-up 


X1830-up 
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Tektronix 
Ckt. No. Part No. 
Q254 *151-0108-00 
Q264 *151-0127-00 
Q273 *151-0153-00 
Q274 151-0063-00 
Q280 151-0107-00 
Q284 151-0063-00 
Q314 151-0063-00 
Q325 *151-0133-00 
Q335 *151-0133-00 
Q344 151-0041-00 
Q355 *151-0153-00 
Q355 151-0190-00 
Q365 *151-0153-00 
Q365 151-0190-00 
Q375 151-0041 -00 
Q385 151-0041 -00 
Q414 *151-0151-00 
Q415 *151-0151-00 
Q425 *151-0153-00 
Q434 151-0063-00 
Q455 *151-0154-00 
Q455 151-0190-00 
Q465 *151-0153-00 
Q465 151-0190-00 
Q474 *151-0096-00 
Q481 *151-0103-00 
Q483 *151-0155-00 
Q533 *151-0133-00 
Q544 *151-0151-00 
Q574 151-0063-00 
Q616 *151-0151-00 
Q626 *151-0151-00 
Q634 *151-0153-00 
Q637 151-0137-00 
Q643 *151-0155-00 
Q644 *151-0134-00 
Q647 *151-0148-00 
Q804 *151-0136-00 
Q874 *151-0103-00 


Transistors (Cont'd) 


Description 


Replaceable by 2N2501 
Selected from 2N2369 
Replaceable by 2N2923 
2N2207 

2N967 


2N2207 
2N2207 
Selected from 2N3251 
Selected from 2N3251 
2N1303 


Replaceable by 2N2923 
Silicon 2N3904 
Replaceable by 2N2923 
Silicon 2N3904 
2N1303 

2N1303 

Replaceable by 2N930 


Replaceable by 2N930 
Replaceable by 2N2923 
2N2207 

Replaceable by 2N2924 
Silicon 2N3904 
Replaceable by 2N2923 


Silicon 2N3904 
Selected from 2N1893 
Replaceable by 2N2219 
Replaceable by 2N2925 
Selected from 2N3251 
Replaceable by 2N930 


2N2207 
Replaceable by 2N930 
Replaceable by 2N930 
Replaceable by 2N2923 
2N2148 


Replaceable by 2N2925 
Replaceable by 2N2905 
Selected from 40250 (RCA) 
Replaceable by 2N3053 
Replaceable by 2N2219 


Resistors 


Resistors are fixed, composition, 10% unless otherwise indicated. 


R101 315-0100-00 
R104 316-0105-00 
R106 316-0474-00 
R110 316-0101-00 
R113 315-0682-00 
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109 YU, W 5% 
1 meg YU, W 
470 k Y, W 
1009 VY, W 
6.8 k VY, W 5% 


S/N Range 


100-1599 
1600-up 
100-1599 
1600-up 


100-997 
998-up 
100-997 


998-up 


Ckt. No. 


R114 
R115 
R118A 
R118B 
R118C 
R119 


R120 
R121 
R122 
R123 
R130 
R131 


R135 
R14] 
R14] 
R143 
R144 
R148 
R149 


R154 
R160 
R162 
R163 
R164 
R166 


R167 
R168 
R169 
R172 
R173 
R183 


R184 
R192 
R192 
R193 
R193 
R197 


R198 
R199 
R201 
R204 
R206 
R210 


R213 
R214 
R220 
R231 
R240 
R241] 
R241 


R242 
R243 
R244 
R245 
R248 
R249 


tFurnished as a unit with SW240. 


® 


Tektronix 
Part No. 


321-0227-00 
311-0546-00 
321-0247-00 
321-0219-00 
321-0167-00 
311-0169-00 


321-0175-00 
308-0334-00 
321-0271-00 
321-0250-00 
311-0224-00 
315-0823-00 


321-0279-00 
321-0131-00 
321-0121 -00 
305-0153-00 
321-0297-00 
301 -0333-00 
315-0392-00 


321-0213-00 
308-0017-00 
*310-0621-00 
315-0104-00 
316-0470-00 
308-0077-00 


321-0335-00 
315-0750-00 
311-0003-00 
315-0112-00 
304-0273-00 
315-0271 -00 


315-0103-00 
316-0222-00 
315-0242-00 
316-0122-00 
304-0122-00 
316-0102-00 


301-0750-00 
316-0103-00 
315-0100-00 
316-0105-00 
316-0474-00 
316-0101-00 


315-0682-00 
321-0227-00 
321-0175-00 
315-0823-00 
311-0506-00 
321-0121-00 
321-0121-00 


316-0224-00 
305-0153-00 
321-0297-00 
311-0016-00 
301 -0333-00 
315-0392-00 


220K 
10k 

3.65 k 
1.87 k 
536 Q 
1000 


649 QO 
7k 
6.49 k 
3.92 k 
50 k 
82k 


7.87 k 
226 Q 
178 Q 
Sk 
12.1k 
33 k 
Sig K 


1.62 k 
2k 
SK 
100 k 
47 Q 
1k 


30.1 k 
75Q 
100 9 
11k 
27K 
270 Q 


10k 
2.2 k 
24k 
1.2k 
2k 
1k 


75Q 
10k 
100 
1 meg 
470 k 
100 2 


6.8 k 

2.26 k 
649 QO 
82 k 

500 2 
178 Q 
226 Q 


220 k 
15k 
12.1 k 
10k 
33 k 
39k 


Resistors (Cont'd) 


Description 
Ye W 
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Prec 
Var 

Prec 

Prec 

Prec 
Var 


Prec 


Prec 
Prec 


Prec 
Prec 
Prec 


Prec 


Prec 
WW 
Prec 


WW 


Prec 


Var 


Prec 
Prec 


Var 
Prec 
Prec 


Prec 
Var 


S/N Range 


100-2068 
2069-up 


100-1369 
1370-up 
100-1369 
1370-up 


100-2068 
2069-up 
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Ckt. No. 


R254 
R262 
R263 
R264 
R266 
R267 


R268 
R274 
R275 
R276 
R280 
R281 


R282 
R283 
R284 
R285 
R286 
R287 


R288 
R289 
R290 
R292 
R293 
R296 


R297 
R298 
R299 
R301 
R302 
R303 


R304 
R305 
R310 
R312 
R313 
R314 


R314 
R315 
R315 
R317 
R317 
R318 


R318 
R319 
R319 
R323 
R324 


R325 
R326 
R327 
R328 
R329 
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Tektronix 
Part No. 


321-0213-00 
*310-0621-00 
315-0104-00 
316-0470-00 
308-0077-00 
316-0271 -00 


315-0750-00 
315-0153-00 
315-0752-00 
315-0104-00 
315-0183-00 
315-0682-00 


315-0105-00 
316-0151-00 
316-0150-00 
321-0385-00 
321 -0385-00 
321 -0328-00 


321 -0328-00 
316-0333-00 
315-0472-00 
316-0224-00 
316-0224-00 
316-0101-00 


315-0103-00 
315-0472-00 
315-0104-00 
301-0564-00 
315-0392-00 
315-0223-00 


315-0155-00 
315-0103-00 
316-0101 -00 
315-0104-00 
315-0153-00 
315-0153-00 


316-0682-00 
316-0223-00 
315-0333-00 
316-0106-00 
302-01 56-00 
316-0106-00 


316-0103-00 
316-0225-00 
316-0335-00 
323-0346-00 
321-0218-00 


311-0369-00 
323-041 4-00 
321 -0297-00 
321 -0387-00 
315-0333-00 


Resistors (Cont'd) 


Description 


Var 


Prec 
Prec 


Www 


Prec 
Prec 
Prec 


Prec 


Prec 
Prec 


Prec 
Prec 
Prec 


ys 


S/N Range 


X1830-up 
X1830-up 


X1830-up 
100-1829 
100-1829 


1830-up 
1830-up 
100-1829 


1830-up 
100-1829 


1830-up 
100-212 
213-up 


X1830-up 


© 


Use 


Tektronix 
Part No. 


323-0346-00 
302-0182-00 
321-0201-00 
321-0189-00 
315-0331-00 
315-0682-00 


315-0272-00 
315-0183-00 
315-0392-00 
316-0226-00 
315-0103-00 
315-0103-00 


321 -0289-00 
321 -0397-00 
315-0683-00 
315-0103-00 
321-0289-00 


315-0243-00 
321 -0327-00 
311-0183-00 
316-0394-00 
323-061 2-00 


301-0245-00 
315-0223-00 
315-0683-00 
315-0103-00 
321 -0333-00 
323-0493-00 


321-0452-00 
315-0103-00 
301 -0333-00 
316-0336-00 
315-0472-00 
316-0105-00 


315-0103-00 
316-0473-00 
316-0182-00 
316-0473-00 
316-0105-00 
316-0105-00 


315-0103-00 
316-0473-00 
316-0182-00 
316-0473-00 
316-0105-00 
316-0471 -00 


323-0308-00 
311-0360-00 
311-0360-01 
315-0472-00 
316-0102-00 
315-0104-00 


Resistors (Cont'd) 


Description 


Var 
Var 
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Prec 


Prec 
Prec 


Prec 
Prec 


Prec 


Prec 


Prec 


Prec 


Prec 


Prec 


5% 


1% 


5% 
5% 


S/N Range 


100-1829 
1830-up 
X1830-up 


100-1599 


1600-up 
X1600-up 


100-1599 
1600-up 


100-1599 
1600-up 


100-1599 
1600-up 


X1600-up 
X1600-up 


100-1599 
1600-up 
100-1599 


1600-up 
100-1599 
1600-up 


X1600-up 


X1600-up 


100-997 
998-up 
X1830-up 
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Resistors (Cont'd) 


Tektronix 
Ckt. No. Part No. Description 
R413 315-0105-00 1 meg VY, W 
R414 315-0472-00 47k VY, W 
R416 321-0452-00 A499 k Ve W Prec 
R417 323-0352-00 45.3 k Vo W Prec 
R418 323-0304-00 14.3 k VY, W Prec 
R418 323-0304-00 14.3 k Vy W Selected (nominal value) 
R419 Use 323-0442-00 392 k Selected (nominal value) 
R421 315-0154-00 150 k VU, W 
R422 316-0123-00 ik Vi, W 
R423 315-0154-00 150 k YU, W 
R426 315-0563-00 56k VU, W 
R431 315-0223-00 22 k Vi, W 
R432 316-0823-00 82k VU, W 
R439 316-0101-00 100 2 VU, W 
R44] 315-0103-00 10k Vi, W 
R442 315-0104-00 100k YU, W 
R445 302-0333-00 33 k YW 
R446 315-0104-00 100k VY, W 
R447 315-0393-00 39 k VU, W 
R448 316-0104-00 100 k VU, W 
R449 316-0104-00 100 k Vv, W 
R450 315-0104-00 100 k Vi, W 
R451 315-0223-00 22k Vi, W 
R452 315-0223-00 22 k VU, W 
R453 303-0303-00 30k 1W 
R454 315-0623-00 62 k Vi, W 
R454 315-0623-00 62k VY, W Selected (nominal value) 
R454 315-0563-00 56k Vi, W Selected (nominal value) 
R455 315-0472-00 47k Vi, W 
R455 321 -0258-00 475k Va W Prec 
R456 323-0320-00 21k Vo W Prec 
R456 321-0317-00 19.6 k VY, W Prec 
R457 323-0393-00 Wik VW Selected (nominal value) 
R458 311-0026-00 100 k Var 
R460 315-0472-00 47k VU, W 
R461 315-0393-00 39 k VY, W 
R461A 321 -0341-00 34.8 k Ve W Prec 
R461B 321 -0239-00 3.0Uk Prec 
R461C 321-0239-00 3.01 k Prec 
R461D 321 -0239-00 301k Prec 
R461E 321 -0239-00 3.01 k Prec 
R461F 321 -0239-00 3.01 k Prec 
R461G 321-0210-00 1.5k VY, W Prec 
R462 315-0272-00 Dik VU, W 
R464 301 -0433-00 43 k VY, W 
R465 315-0113-00 Tk VY, W 
R466 321-0335-00 30.1 k Va W Prec 
R468 301-0154-00 150 k Y, W 
R468 301-0104-00 100 k VY, W 
R468 323-0401 -00 147 k VY, W Prec 
R469 301 -0473-00 47 k Vy W 
R470 315-0113-00 11k VY, W 
R47] 316-0563-00 56k Vi, W 
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S/N Range 


100-1244 
1245-up 


X1600-up 


X998-up 


X998-up 
X998-up 


100-997 
998-1099 
1100-up 
100-997 
998-up 
100-997 


998-up 
X998-up 
X998-up 
X1830-up 
100-997X 
X998-up 


X998-up 
X998-up 
X998-up 
X998-up 
X998-up 


X998-up 
X998-up 


100-1599 
1600-2213 
2214-up 


100-997X 


® 


Electrical Parts List—Type 529 


Resistors (Cont'd) 


Tektronix 
Ckt. No. Part No. Description S/N Range 
R472 Use 316-0334-00 330 k VY, W X998-up 
R473 316-0563-00 56 k V, W X998-up 
R474 *310-0614-00 Alo K 8 W Prec Liev 4 
R475 315-0105-00 1 meg VY, W by A 
R476 315-0393-00 39 k VY, W ayy A 
R477 302-0273-00 27 VY, W 
R478 315-0103-00 10k VY, W 5% 
R481 321-0409-00 178 k VY, W Prec L% 
R482 321-0350-00 43.2k VY, W Prec Ls 
R483 321-0397-00 133 k Va W Prec 1% 
R484 321-0379-00 86.6 k VY, W Prec (A 
R486 316-0475-00 4.7 meg VY, W 100-999 
R486 316-0334-00 330 k VU, W 1000-up 
R487 316-0224-00 220 k VY, W 
R488 315-0103-00 10k Vi, W 5%, 
R489 304-0183-00 18k 1W 
R491 301-0752-00 7.5K VY, W 5%, 
R492 321-0331-00 27.4k Vg W Prec 5% 100-997 
R492 321-0329-00 26.1 k Vg W Prec ey, 998-up 
R493 323-0346-00 39.2 k VY, W Prec 1% X998-up 
R501 323-0496-00 1.43 meg VY, W Prec 1% 
R502 321-0450-00 475k VY, W Prec eA 
R504 323-0468-00 732k VY, W Prec 1% 
R509 323-0481 -00 1 meg Vy W Prec Le, 
R510 316-0101-00 1009 VY, W 
R514 302-0223-00 22k VY, W 
R516 321-0368-00 66.5 k VY, W Prec 1%, 
R517 321-0351-00 44.2k VY, W Prec 1% 
R520 323-0377-00 82.5 k VY, W Prec L% 
R521 321-0386-00 102k VY, W Prec 1% 
R522 321-0317-00 19.6 k VY, W Prec iby 4 
R523 321-0249-00 3.83 k Va W Prec Le, 
R525 323-0373-00 75k VY, W Prec 1% 
R526 311-0360-00 5k Var 
R533 316-0224-00 220 k VV, W 
R534 315-0222-00 2.2k VY, W yA 
R535 315-0273-00 27 k VY, W 5% 
R544 315-0104-00 100 k VY, W 5%, 
R545 315-0474-00 470k V, W 5% 100-999 
R545 316-0102-00 1k Vi, W 1000-up 
R546 302-0274-00 270k VY, W 
R551 316-0101-00 100Q Vi, W 
R554 *310-0614-00 41.5k 8 W Prec rk 
R556 321-0269-00 6.19 k VY, W Prec 1% 
R558 Use 322-0123-00 187 2 Vi, W Prec Le 
R561 316-0101-00 1000 VY, W 
R564 *310-0614-00 AVS5k 8 W Prec 1% 
R566 321-0269-00 6.19k Vg W Prec 1% 
R568 311-0178-00 200 2 Var 
R573 301-0473-00 47k VY, W 5% 
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Tektronix 
Ckt. No. Part No. 
R574 315-0273-00 
R575 311-0178-00 
R576 315-0392-00 
R601T 311-0057-00 
R614 315-0242-00 
R616 315-0184-00 
R617 316-0471-00 
R618 315-0183-00 
R620 311-0147-00 
R621 302-0122-00 
R624 321-0206-00 
R625 315-0103-00 
R626 321 -0233-00 
R634 304-0223-00 
R637 302-0102-00 
R640 307-0007-00 
R641 323-0335-00 
R642 321 -0277-00 
R643 315-0104-00 
R644 316-0102-00 
R645 302-0103-00 
R646 301-0221-00 
R647 304-0120-00 
R648 302-0103-00 
R649 316-0221 -00 
R650 307-0009-00 
R655 311-0317-00 
R656 302-0102-00 
R800 302-0101-00 
R801 301-0100-00 
R802 316-0101-00 
R809 315-0105-00 
R810 316-0101-00 
R814 311-0184-00 
R815 316-0335-00 
R834 315-0105-00 
R835 311-0183-00 
R836 316-0475-00 
R837 305-0565-00 
R838 305-0685-00 
R839 305-0565-00 
R841 305-0685-00 
R842 305-0565-00 
R843 305-0685-00 
R844 311-0505-00 
R845 305-0685-00 
R846 Use 311-0314-00 
R847 315-0184-00 
R848 315-0155-00 
R849 301-0155-00 
R855 311-0123-00 


tFurnished as a unit with SW601. 
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27k 
200 
3.9 k 
50 Q 
2.4k 


180 Q 
470 Q 
18k 
10k 
1.2k 


d37 kK 
10k 
2.61 k 
22 k 
1k 


2/7 9 
30.1 k 
ZK 

100 k 
Ink 


10k 
220 
120 
10k 
220 O 
47Q 


Derk 
1k 
100.2 
102 
1002 


1 meg 
100 2 
1 meg 
3.3 meg 
1 meg 


500 k 

4.7 meg 
5.6 meg 
6.8 meg 
5.6 meg 


6.8 meg 
5.6 meg 
6.8 meg 
10 meg 
6.8 meg 


2 meg 
180 k 
1.5 meg 
1.5 meg 
500 k 


Resistors (Cont'd) 


Description 


vy, W 
uv W 
VW 
uv, W 


/, W 
4 W 


» W 


Var 


Var 


Var 


Var 


Var 


Prec 


Prec 


Prec 
Prec 


5% 


5% 


5% 


5% 
5% 
5% 
5% 
5% 
5% 


5% 
5% 


5% 
5% 


S/N Range 


X2270-up 


X2440-up 


Ckt. No. 


R856 
R857 
R864 
R865 


R866 
R874 
R875 
R876 


R881 
R882 
R883 
R885 
R886 


SW101 
SW118 
SW118 
SW135 
SW240t 
SW290 
SW 290 


SW305 
SW380 
SW430 
SW430 
SW 461 


SW520 
SW520 
SW6017T 
SW885 


T135 
T280 
T601 
T801 


V113 
V143 
V164 
V264 
V293 
V514 
V514 


V554 
V800 
V822 
V832 
V859 
V859 


Tektronix 
Part No. 


315-0114-00 
315-0223-00 
311-0184-00 
316-0184-00 


301-0684-00 
304-0273-00 
315-0393-00 
316-0152-00 


321-0327-00 
321-0146-00 
321-0191-00 
321-0141-00 
321-0179-00 


Unwired 


260-0658-00 
260-0654-00 
260-0654-00 
260-0655-01 
311-0506-00 
260-071 6-00 
260-071 6-01 


260-0473-00 
260-0800-00 
260-0657-00 
260-0657-00 
260-0793-00 


260-0656-00 
260-0656-00 
311-0057-00 
260-0490-00 


120-0362-00 
*120-0365-00 
*]20-0363-00 
*]120-0364-00 


154-0039-00 
*] 57-0010-00 
154-0420-00 
154-0420-00 
154-0039-00 
154-0022-03 
154-0022-00 


154-0187-00 
154-0468-00 
154-0051 -00 
154-0051 -00 


*154-0473-00 
*154-0507-00 


tFurnished as a unit with R240. 
tiFurnished as a unit with R601. 


® 


110k 
22 k 
1 meg 


180 k 


680 k 
27 k 
39 k 
1.5k 


24.9 k 
3240 
953 Q 
287 Q 
/159 


Wired 


*262-0756-00 
*262-0753-00 
*262-0753-01 

*262-0757-00 


*262-0755-00 
*262-0755-01 
*262-0773-01 


*262-0754-00 
*262-0754-01 


RF 3.58 MHz 
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Resistors (Cont) 


Description 
4 W 
Yi, W 
Var 
Yi, W 
VY, W 
1W 
Vi, W 
Va 
Ve W Prec 
Ve W Prec 
Ve W Prec 
Ye W Prec 
Vg W Prec 
Switches 
Rotary INPUT 
Rotary VOLTS FULL SCALE 
Rotary VOLTS FULL SCALE 
Rotary RESPONSE 
VARIABLE 
Toggle DC RESTORER 
Toggle DC RESTORER 
Lever SYNC 
Toggle FIELD 
Rotary DISPLAY 
Rotary DISPLAY 
Rotary LINE SELECTOR 
Rotary MAG 
Rotary MAG 
POWER 
Lever CALIBRATOR 
Transformers 


Toroid, 4 windings 


LV Power 
HV Power 


12AT7 
12AT7 
7788 
7788 
12AT7 
6AU6 
6AU6 


6DJ8 
6GV8 
5642 
5642 
T5290-31 
T5290-31 


Center Frequency 


Electron Tubes 


Checked 


Crt Standard Phosphor 
Crt Standard Phosphor 


S/N Range 


X2440-up 
X2440-up 


100-2068 
2069-up 


100-2769 
2770-up 


100-997 
998-up 
X998-up 


100-999 
1000-up 


100-2109 
2110-up 


100-1289 
1290-up 


100-2439 
2440-up 
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SECTION 8&8 
MECHANICAL PARTS LIST 


A list of abbreviations and special symbols in use throughout this manual will be 
found immediately preceding the Electrical Parts List, Section 7. Abbreviations 
and symbols used in this manual are based on or taken directly from IEEE Stand- 
ard 260 ‘Standard Symbols for Units’’, MIL-STD-12B and other standards of the 
electronics industry. Parts ordering information is also located immediately pre- 
ceding Section 7. 
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Type 529 


Mechancial Parts List 


FRONT 
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Mechanical Parts List—Type 529 


FRONT 
Q 
Y. 
366-01 48-00 KNOB, charcoal—POWER and SCALE ILLUM 


------ knob includes: 

SCREW, set, 6-32 x 3/4 inch, HSS 

---+-+-- RESISTOR, variable 

------ mounting hardware for each: (not included w/resistor) 
210-0012-00 LOCKWASHER, pot, internal, 3/g x Y2 inch 
210-0840-00 WASHER, 0.390 ID x %/16 inch OD 

210-0413-00 NUT, hex., 3/s-32 x Y_ inch 


366-01 48-00 KNOB, charcoal—RESPONSE 
------ knob includes: 
213-0004-00 SCREW, set, 6-32 x 3/44 inch, HSS 

262-0757-00 SWITCH, wired—RESPONSE 

ese eee switch includes: 

SWITCH, unwired 

----+-- mounting hardware: (not included w/switch) 

210-001 2-00 LOCKWASHER, pot, internal, 3/, x Y2 inch 

210-0840-00 WASHER, 0.390 ID x %/6 inch OD 

210-0413-00 NUT, hex., 3/g-32 x V2 inch : 
210-0586-00 NUT, keps, 4-40 x %4 inch 


407-0200-00 BRACKET, switch 
------ mounting hardware for each: (not included w/bracket) 
211-0504-00 SCREW, 6-32 x 1/4 inch, PHS, phillips 


366-0173-00 KNOB, charcoal—INPUT 

Se =) ss knob includes: 

213-0004-00 SCREW, set, 6-32 x 3/;¢ inch, HSS 
262-0756-00 SWITCH, wired—INPUT 

------ switch includes: 

SWITCH, unwired—INPUT 

$5 5 = mounting hardware: (not included w/switch) 
210-0012-00 LOCKWASHER, pot, internal, 3/g x 2 inch 
210-0840-00 WASHER, 0.390 ID x %/;4 inch OD 
210-0413-00 NUT, hex., 3/¢-32 x %/ inch 
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Mechanical Parts List—Type 529 
FRONT (Cont'd) 


SERIAL/MODEL NO. 
= Se re. 


Toe se 
BRACKET, switch 


407-0196-00 

oe fe Ss Og mounting hardware: (not included with bracket) 
211-0504-00 
366-0173-00 
213-0004-00 

366-01 53-00 
213-0020-00 
366-0175-00 
213-0004-00 
262-0753-00 | 100 2068 
262-0753-01 | 2069 
260-0654-00 
210-0012-00 
210-0840-00 
210-0413-00 
376-001 4-00 
210-0012-00 
210-0413-00 
384-0260-00 
407-0197-00 
211-0507-00 
210-0457-00 
210-0840-00 
210-0413-00 
358-0029-00 


SCREW, 6-32 x 1% inch, PHS, phillips 
8-4 © 


KNOB, charcoal—POSITION 
each knob includes: 
SCREW, set, 6-32 x 3/44 inch, HSS 

KNOB, charcoal—VARIABLE 
knob includes: 

SCREW, set, 6-32 x Vg inch, HSS 

KNOB, charcoal—VOLTS FULL SCALE 
knob includes: 

SCREW, set, 6-32'x 34,4 inch, HSS 

SWITCH, wired—VOLTS FULL SCALE 

SWITCH, wired—VOLTS FULL SCALE 
switch includes: 
SWITCH, unwired—VOLTS FULL SCALE 
mounting hardware: (not included w/switch alone) 
LOCKWASHER, pot, internal, 3/g x / inch 
WASHER, 0.390 ID x %/16 inch OD 

NUT, hex., 3/-32 x %/ inch 


COUPLING, wire 
RESISTOR, variable 

mounting hardware: (not included w/resistor alone) 
LOCKWASHER, pot, internal, °/g x Y2 inch 

NUT, hex., 3/-32 x Y inch 


ROD, extension, Yg inch diameter x 93/g inches long 
BRACKET, switch 

mounting hardware: (not included w/switch) 

SCREW, 6-32 x 5/14 inch, PHS, phillips (not shown) 
NUT, keps, 6-32 x 5/16 inch 

WASHER, 0.390 ID x %/6 inch OD 

NUT, hex., 3/s-32 x Y. inch 
BUSHING, hex., 3/,-32 x 13/35 inch 


Re PART NO. 


210-0051 -00 


366-01 73-00 


213-0004-00 
262-0754-00 
262-0754-01 


210-001 2-00 
210-0840-00 
210-0413-00 


366-0173-00 


213-0004-00 
262-0755-00 
262-0755-01 


210-0013-00 
210-0840-00 
210-0413-00 


366-01 48-00 


213-0004-00 
366-01 48-00 


213-0004-00 
366-01 48-00 
366-0175-00 


213-0004-00 


Mechanical Parts List—Type 529 


FRONT (Cont'd) 


SERIAL/MODEL NO. : 
ee eee 


DESCRIPTION 


RESISTOR, variable 
mounting hardware: (not included w/resistor) 


LOCKWASHER, internal, 0.422 ID x 0.609 inch OD 


KNOB, charcoal—MAG 

knob includes: 

SCREW, set, 6-32 x 3/,4 inch, HSS 
SWITCH, wired—MAG 
SWITCH, wired—MAG 

switch includes: 

SWITCH, unwired—MAG 
mounting hardware: (not included w/switch) 
LOCKWASHER, pot, internal, 3/g x Y inch 
WASHER, 0.390 ID x %/\4 inch OD 
NUT, hex., 3/g-32 x V2 inch 


KNOB, charcoal—DISPLAY 

knob includes: 

SCREW, set, 6-32 x 3/4 inch, HSS 
SWITCH, wired—DISPLAY 
SWITCH, wired—DISPLAY 

switch includes: 

SWITCH, unwired—DISPLAY 
mounting hardware: (not included w/switch) 
LOCKWASHER, pot, internal, °/g x '/1¢ inch 
WASHER, 0.390 ID x %/16 inch OD 
NUT, hex., 3/s-32 x Y) inch 


KNOB, charcoal—FOCUS 

knob includes: 

SCREW, set, 6-32 x 3/44 inch, HSS 
KNOB, charcoal—INTENSITY 

knob includes: 

SCREW, set, 6-32 x 3/4 inch, HSS 
KNOB, charcoal—LINE SELECTOR 
KNOB, charcoal—LINE SELECTOR 

knob includes: 

SCREW, set, 6-32 x 3/4 inch, HSS 


Mechanical Parts List—Type 529 


ia PART NO. 


366-0215-01 
260-0490-00 


220-0413-00 


366-0215-01 
260-0473-00 


220-041 3-00 


260-071 6-00 
260-0716-01 
210-0046-00 
210-0940-00 
210-0562-00 


260-0716-00 
260-0800-00 
210-0046-00 
210-0223-00 
210-0940-00 
210-0562-00 


366-01 53-00 


213-0004-00 


200-0609-00 
352-0084-00 
378-0541 -00 
352-0067-00 
211-0109-00 
210-0406-00 
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eee NO. 


FRONT (Cont'd) 


DISC. ore we T| 


2769 | 


DESCRIPTION 


KNOB, charcoal—CAL 

SWITCH, unwired—CAL 

mounting hardware: (not included w/switch) 
NUT, switch mounting, w/4-40 threads 


KNOB, charcoal—SYNC 

SWITCH, unwired—SYNC 

mounting hardware: (not included w/switch) 
NUT, switch mounting, w/4-40 threads 


SWITCH, toggle—DC RESTORER 

SWITCH, toggle—DC RESTORER 

mounting hardware: (not included w/switch) 
LOCKWASHER, 0.261 ID x 0.400 inch OD 
WASHER, 1/4 ID x 3/, inch OD 

NUT, hex., 4-40 x 5/6 inch 


SWITCH, unwired—FIELD 

SWITCH, unwired—FIELD 

mounting hardware: (not included w/switch) 
LOCKWASHER, 0.261 ID x 0.400 inch OD 
LUG, solder, 4 ID x 7/1, inch OD, SE 
WASHER, 1% ID x 3 inch OD 

NUT, hex., %4-40 x 5/16 inch 


KNOB, charcoal—VARIABLE 
knob includes: 
SCREW, set, 6-32 x 3/4, inch, HSS 


CAP, neon holder 

HOLDER, neon 

FILTER, lens, neon 

HOLDER, single 

mounting hardware (not included w/holder) 
SCREW, 4-40 x 7% inch, 100° CSK, FHS, phillips 
NUT, hex., 4-40 x 3/4 inch 


Mechanical Parts List—Type 529 
FRONT (Cont'd) | 


L Q 
iS rae ara 
Y. 


ss se ee RESISTOR, variable 

- ee eee mounting hardware: (not included w/resistor) 
210-0207-00 LUG, solder, pot, plain, 3/g inch 

210-001 2-00 LOCKWASHER, pot, internal, 3/g x Y inch 
210-0494-00 NUT, hex., aluminum, 3/g-32 x Vy x 1/16 inch h 
358-0010-00 BUSHING, aluminum, 3/g-32 x %/;4 inch 


386-0242-00 PLATE, sub-panel, front 
2 INSERT, graticule light (see standard accessories) 
COUPLING, insulating, nylon assembly 
------ each coupling includes: 

213-0048-00 SCREW, set, 4-40 x Y% inch, HSS 

384-0395-00 SHAFT, extension 

384-0399-00 ROD, extension, shaft 

tara ss -| GRATICULE (see accesssories page) 

Be a i mys -| FILTER, light (see accessories page) 

COVER, graticule 

eae mounting hardware: (not included w/cover) 
210-0434-00 NUT, knurled, graticule 


358-0029-00 BUSHING, hex., 3/g-32 x 12/gy inch 
------ -| mounting hardware for each: (not included w/bushing) 
210-0840-00 WASHER, 0.390 ID x %/6 inch OD 

210-0413-00 NUT, hex., 3/g-32 x Y» inch 


333-091 3-00 PANEL, front 

333-091 3-01 PANEL, front 

- oe eee mounting hardware: (not included w/panel) 
213-0088-00 SCREW, thread forming, #4x '% inch, PHS, phillips 


200-0269-00 COVER, pot, plastic 

262-0773-01 SWITCH, wired—LINE SELECTOR 

-- ++ -- - switch includes: 

260-0793-00 SWITCH, unwired—LINE SELECTOR 
384-0408-00 ROD, extension 

426-0289-00 MOUNT, plastic 

w= ee ee . mounting hardware: (not included w/mount) 
210-0801 -00 WASHER, flat, 5s x 9/32 inch 

210-0004-00 LOCKWASHER, intetrnal, #4 

210-0406-00 NUT, hex., 4-40 x 9/4 inch 


----+-- RESISTOR, variable 
-- eee : mounting hardware: (not included w/resistor) 
210-001 2-00 LOCKWASHER, internal, 3/, ID x % inch OD 
210-0840-00 WASHER, flat, 0.390 ID x 14 inch OD 
210-0413-00 NUT, hex., 9/g-32 x Y inch 

------ -| mounting hardware: (not included w/switch) 
210-001 2-00 LOCKWASHER, internal, 3/4, ID x % inch OD 
210-0840-00 WASHER, flat, 0.390 ID x %/1. inch OD 
210-0413-00 NUT, hex., 3/g-32 x Y inch 


Mechancial Parts List—Type 529 


REAR 


8-8 © 


3 PART NO. 


386-0241 -00 
136-0089-00 


213-0146-00 
213-0088-00 


131-0081 -00 
131-0081-00 


210-0241 -00 
352-0002-00 


352-0010-00 
210-0873-00 


200-0582-00 
131-0064-00 


211-0114-00 
406-0244-00 
210-0224-00 
210-081 2-00 
210-0004-00 
210-0406-00 


211-0510-00 
210-0457-00 


161-0023-00 
161-0028-00 
348-0078-00 


212-0022-00 


348-0079-00 
210-0458-00 


358-01 61-00 
212-0023-00 
334-0904-00 


213-0088-00 


212-0023-00 
214-0709-00 


134-0026-00 


Faia se NO. 
DISC. 


—h 


NNNH—H]NH. ROP SH Ht SN, 


Mechanical Parts List—Type 529 
REAR 


Q 
T DESCRIPTION 
yf 


PLATE, sub-panel, rear 

SOCKET, tube, 9 pin 

mounting hardware: (not included w/socket) 
SCREW, thread forming, 6-32 x 0.312 inch, PHS 
SCREW, thread forming, 4-40 x 1/4 inch, PHS 


CONNECTOR, w/hardware 
CONNECTOR, w/hardware 
mounting hardware: (not included w/connector) 
LUG, ground 
ASSEMBLY, fuse holder 
assembly includes: 
HOLDER, fuse 
WASHER, rubber 
NUT 
CAP, fuse 
CONNECTOR 
mounting hardware for each: (not included w/connector) 
SCREW, 4-40 x 7, inch, 100° CSK, FHS, phillips “ 
BRACKET, nylon 
LUG, solder, #10 
WASHER, fiber, #10 
LOCKWASHER, internal, #4 
NUT, hex., 4-40 x 9/4 inch 


TRANSISTOR 

mounting hardware for each: (not included w/transistor) 
SCREW, 6-32 x 3/g inch, PHS, phillips 

NUT, keps, 6-32 x */16 inch 


CORD, power, 18 gauge, 8 foot, 3 conductor 
CORD, power 

FOOT, body and cord holder 

mounting hardware for each: {not included w/foot) 
SCREW, 8-32x11/. inches, RHS, phillips 
FOOT,cap 

NUT, keps, 8-32 x 1/32 inch (not shown) 


BUSHING, strain relief 

SCREW, 8-32 x 3/g inch, PHS, phillips 

TAG, voltage rating 

mounting hardware: (not included w/tag) 

SCREW, thread forming, #4 x 1% inch, PHS, phillips 


SCREW, 8-32 x 3/, inch, PHS 
PIN, locating 


PLUG, brass 


Type 529 


Mechancial Parts List 


CRT SHIELD 


8-10 


337-0725-00 


211-0534-00 
210-0457-00 
384-0647-00 
210-0803-00 


136-0112-00 


211-0534-00 
210-0803-00 
210-0457-00 


352-0044-00 
211-0097-00 
210-0004-00 
210-0406-00 


406-0730-00 


211-0534-00 
210-0457-00 
210-0803-00 


354-0249-00 


211-0576-00 
210-0949-00 
214-0207-00 


124-0167-00 
211-0560-00 
220-0419-00 
179-1031-00 


136-0202-00 
200-061 6-00 
175-0585-00 
175-0593-00 
175-0592-00 
175-0595-00 


Mechanical Parts List—Type 529 


CRT SHIELD 


SERIAL/MODEL NO. 


SHIELD, crt 

mounting hardware: (not included w/shield) 
SCREW, 6-32 x 5/;¢ inch, PHS, w/lockwasher 
NUT, keps, 6-32 x 5/4¢ inch (not shown) 
ROD, spacer, hex. 

WASHER, 6L x 3/g inch 


SOCKET, graticule lamp 

mounting hardware for each: (not included w/socket) 
SCREW, 6-32 x 5/;¢ inch, PHS, phillips, w/lockwasher 
WASHER, 6L x 3/g inch 

NUT, keps, 6-32 x 5/14 inch 


COIL 

mounting hardware: (not included w/coil) 

HOLDER 

SCREW, 4-40 x 5/:¢ inch, PHS 

LOCKWASHER, internal, #4 . 
NUT, hex., 4-40 x 3/4 inch 


BRACKET, parallax adjusting 

mounting hardware: (not included w/bracket) 
SCREW, 6-32 x 5/14 inch, PHS, phillips, w/lockwasher 
NUT, keps, 6-32 x 5/14 inch 

WASHER, 6L x 3/g inch (not shown) 


RING, crt clamping 

ring includes: 

STRIP, liner, crt clamp 
mounting hardware: (not included w/ring) 
SCREW, 6-32x 7/, inch, socket head cap 
WASHER, ey ID x Y, inch OD 
NUT, adjusting securing 


STRIP, crt shield, neoprene 
SCREW, 6-32 x1 inch, RHS, phillips 
NUT, square, 6-32 x */\¢ inch 
CABLE HARNESS, crt socket 

cable harness includes: 


S@CKEMD, crt 

socket includes: 

SOCKET, ‘cri 
COVER, socket 
WIRE, CRT lead, 0.290 foot, striped brown, w/connector 
WIRE, CRT lead, 0.333 foot, striped blue, w/connector 
WIRE, CRT lead, 0.960 foot, striped green, w/connector 
WIRE, CRT lead, 0.960 foot, striped red, w/connector 


Mechancial Parts List—Type 529 


HORIZONTAL CHASSIS 


Mechanical Parts List—Type 529 
HORIZONTAL CHASSIS 


SERIAL TaeSrOseRs =| NO. 
e PART NO. eT DESCRIPTION 
4 


136-0007-00 SOCKET, STM7 
---+-+-- - | mounting hardware: (not included w/socket) 
213-0044-00 SCREW, thread forming, 5-32 x 3/;¢ inch, PHS, phillips 


136-001 4-00 SOCKET, STM9 
- se eee - | mounting hardware: (not included w/socket) 
213-0044-00 SCREW, thread forming, 5-32 x 3/14 inch, PHS, phillips 


136-0022-00 SOCKET, STM9S 
ee Se se - | mounting hardware: (not included w/socket) 
213-0044-00 SCREW, thread forming, 5-32 x 3/44 inch, PHS, phillips 


136-0181 -00 SOCKET, transistor, 3 pin 
~=-+--- - | mounting hardware for each: (not included w/socket) 


354-0234-00 RING, locking 


344-0117-00 CLIP, capacitor mounting 
------ - | mounting hardware: (not included w/clip) 
213-0044-00 SCREW, thread forming, 5-32 x 3/,¢ inch, PHS, phillips 


136-021 5-00 SOCKET, relay 

eee = - | mounting hardware: (not included w/socket) 
211-0097-00 SCREW, 4-40 x 9/14 inch, PHS 

214-0538-00 SPRING, ground wire 

210-0586-00 NUT, keps, 4-40 x 14 inch 


214-0539-00 SPRING, retainer wire 
------ TRANSFORMER 
------ - | mounting hardware: (not included w/transformer) 
346-0001 -00 STRAP, mounting 

210-0586-00 NUT, keps, 4-40 x 4 inch 


ht CAPACITOR 
= Ss. = - | mounting hardware: (not included w/capacitor) 
214-0153-00 FASTENER, snap 


GROMMET, delrin, / inch diameter 
348-0064-00 GROMMET, delrin, 5/g inch diameter 
352-0025-00 HOLDER, fuse 

ie, =) =) =) = - | mounting hardware: (not included w/holder) 


213-01 46-00 SCREW, Type B, #6x 5/;¢ inch, PHS, phillips 


348-0063-00 


348-0031 -00 GROMMET, plastic, snap-in, */32 inch diameter 


Mechanical Parts List—Type 529 
HORIZONTAL CHASSIS (Cont'd) 


DESCRIPTION 


211-0588-00 
432-0048-00 
386-0254-00 
210-0457-00 


210-0840-00 
210-0413-00 


211-0516-00 
432-0048-00 
386-0254-00 
210-0457-00 


384-061 6-00 
200-0260-00 
200-0293-00 
200-0538-00 
358-021 5-00 
337-0787-00 


211-0038-00 


348-0055-00 
210-0204-00 


213-0044-00 


210-0201 -00 


212-051 6-00 
210-081 2-00 


220-0410-00 


44] -0652-00 


212-0040-00 
212-0023-00 
212-0070-00 
210-0458-00 


CAPACITOR 

mounting hardware for each: (not included w/capacitor) 
SCREW, 6-32 x 3/, inch, HHS 

BASE, capacitor mounting, large 

PLATE, fiber, large 

NUT, hex., 6-32 x 5/6 inch 


RESISTOR, variable 

mounting hardware: (not included w/resistor) 
WASHER, 0.390 ID x 7/4 inch OD 

NUT, hex., 3/s-32 x 2 inch 


CAPACITOR 

mounting hardware: (not included w/capacitor) 
SCREW, 6-32 x 7 inch, PHS, phillips 

BASE, capacitor mounting, large 

PLATE, fiber, large 

NUT, hex., 6-32 x 4/14 inch 


ROD, spacer, hex. 

COVER, capacitor, plastic 1.365 ID x 21/32 inch OD 
COVER, capacitor, plastic 1.365 ID x 21/3. inch OD 
COVER, insulation 

BUSHING, plastic 

SHIELD, high voltage 

mounting hardware: (not included w/shield) 
SCREW, 4-40 x 5/16 inch, FHS, phillips 


GROMMET, plastic, 4 inch, mounting 

LUG, solder, DE #6 

mounting hardware for each: (not included w/lug) 
SCREW, thread forming, 5-32 x 3/;¢ inch, PHS, phillips 


LUG, solder, SE #4 
mounting hardware for each: (not included w/lug) 
SCREW, thread forming, 5-32 x 3/\¢ inch, PHS, phillips 


TRANSFORMER 

transformer includes: 

SCREW, 10-32 x 2 inches, HHS 

WASHER, fiber, #10 
mounting hardware: (not included w/transformer) 
NUT, keps, 10-32 x 3/ inch 


CHASSIS 

mounting hardware: (not included w/chassis) 

SCREW, 8-32 x 3/, inch, 100° CSK, FHS, phillips (not shown) 
SCREW, 8-32 x 3/g inch, PHS, phillips (not shown) 

SCREW, 8-32 x 5/16 inch, 100° CSK, FHS, phillips (not shown) 
NUT, keps, 8-32 x 1%. inch 


@2 


Mechanical Parts List—Type 529 
HORIZONTAL CHASSIS (Cont'd) 


SERIAL/MODEL NO. 
DESCRIPTION 


acre 
[cece nae aes 
NUT, keps, 8-32 x 1/32 inch 


210-0458-00 
344-0111-00 | 100 2068 
344-0111-00 | 2069 
337-0491 -00 
200-0385-00 | 100 _ | 2069X 
200-0663-00 
343-0089-00 
124-0093-00 

361 -0009-00 
124-0106-00 
361-0009-00 
124-0118-00 

361 -0009-00 
124-0119-00 

361 -0009-00 
124-0145-00 
361-0009-00 
124-0147-00 

361 -0009-00 
179-1030-00 
179-1025-00 
348-0064-00 
136-0182-00 
354-0234-00 


3 
Y. 


CLIP, deflection plate 
CLIP, deflection plate 
SHIELD, tube 
COVER, transistor 
CAP, screw tip 
CLAMP, cable, size (D) 
STRIP, ceramic, 7/;¢ inch h, w/5 notches 

each strip includes: 

STUD, plastic 
mounting hardware for each: (not included w/strip) 
SPACER, plastic, 0.406 inch long 


STRIP, ceramic, 7/;4 inch h, w/11 notches 
each strip includes: 
STUD, plastic 
mounting hardware for each: (not included w/strip)  ~ 
SPACER, plastic, 0.406 inch long 


STRIP, ceramic, 7/1. inch h, w/1 notch 
each strip includes: 
STUD, plastic 
mounting hardware for each: (not included w/strip) 
SPACER, plastic, 0.406 inch long 


STRIP, ceramic, 7/;4 inch h, w/2 notches 
strip includes: 
STUD, plastic 
mounting hardware: (not included w/strip) 
SPACER, plastic, 0.406 inch long 


STRIP, ceramic, 7/;4 inch h, w/20 notches 
each strip includes: 
STUD, plastic 

mounting hardware for each: (not included w/strip) 


SPACER, plastic, 0.406 inch long 


STRIP, ceramic, 7/14 inch h, w/13 notches 
each strip includes: 
STUD, plastic 
mounting hardware for each: (not included w/strip) 
SPACER, plastic, 0.406 inch long 


CABLE HARNESS (F & 1) 
CABLE HARNESS (horizontal) 

GROMMET, delrin, 3/g inch diameter 

SOCKET, transistor, 4 pin 

mounting hardware for each: (not included w/socket) 
RING, locking 


Mechancial Parts List—Type 529 


VERTICAL CHASSIS 


Mechanical Parts List—Type 529 
VERTICAL CHASSIS 


ae oe NO. 
PART NO. DESCRIPTION 


136-0015-00 SOCKET, STM9G 
----+-- mounting hardware for each: (not included w/socket) 
213-0044-00 SCREW, thread forming, 5-32 x 3/;¢ inch, PHS, phillips 


136-0181-00 SOCKET, transistor, 3 pin 
Sea = + = ’ mounting hardware for each: (not included w/socket) 


354-0234-00 RING, locking 


136-0182-00 SOCKET, transistor, 4 pin 
-- 2-2 - -| mounting hardware for each: (not included w/socket) 
354-0234-00 RING, locking 


214-0210-00 ASSEMBLY, solder spool 
== ---- assembly includes: 
SPOOL, solder 


------ mounting hardware: (not included w/assembly) 
361 -0007-00 SPACER, nylon 


348-0063-00 
348-0055-00 
348-0031 -00 


GROMMET, delrin, 1/. inch diameter 

GROMMET, plastic, 1% inch, mounting 

GROMMET, plastic, snap-in, °/32 inch diameter 
358-0215-00 BUSHING, plastic 

385-0075-00 ROD, nylon, °/;4 diameter x 1%, inches long 

Seed + = = mounting hardware: (not included w/rod) 

213-0041 -00 SCREW, thread cutting, 6-32 x 3/g inch, THS, phillips 


385-0138-00 ROD, delrin, */;4 diameter x 1%/;4 inches long 
385-0075-00 ROD, nylon, */;¢ diameter x 1% inches long 
------ - | mounting hardware: (not included w/rod) 

213-0041 -00 SCREW, thread cutting, 6-32 x 3/g inch, THS 


407-0198-00 BRACKET, pot 
------ - | mounting hardware: (not included w/bracket) 
NUT, keps, 6-32 x 5/;g inch 


=) ee RESISTOR, variable 
ess - ss - | mounting hardware for each: (not included w/resistor) 
210-0840-00 WASHER, 0.390 ID x 7/4 inch OD 

210-0413-00 NUT, hex., 3/-32 x Y inch 


ss s+ RESISTOR, variable 
- eee ee - | mounting hardware for each: (not included w/resistor) 
210-001 2-00 LOCKWASHER, pot, internal, °/g x V2 inch 
210-0207-00 LUG, solder, pot, plain, 3/g inch 

210-0840-00 WASHER, 0.390 ID x %/16 inch OD 

210-0413-00 NUT, hex., 3/g-32 x % inch 


------ RESISTOR, variable 
- 2 - eee - | mounting hardware: (not included w/resistor) 
210-0840-00 WASHER, 0.390 ID x 7/4 inch OD 
210-0413-00 NUT, hex., 3/g-32 x V2 inch 


Mechanical Parts List—Type 529 
VERTICAL CHASSIS (Cont'd) 


SERIAL/MODEL NO. 


210-0204-00 LUG, solder, DE #6 
213-0044-00 
210-0201-00 
211-0510-00 
210-0935-00 
210-0224-00 
210-0261 -00 
211-0587-00 
211-0510-00 
210-0006-00 
210-0261-00 
211-0587-00 
211-0510-00 
210-0478-00 
210-0601 -00 
211-0553-00 
210-0940-00 
210-0583-00 
343-0089-00 
441-0651 -00 
212-0040-00 
212-0023-00 
210-0458-00 


mounting hardware: (not included w/lug) 
8-18 ®! 


SCREW, thread forming, 5-32 x 3/4 inch, PHS, phillips 


LUG, solder, SE #4 
mounting hardware for each: (not included w/lug) 
SCREW, thread forming, 5-32 x 3/4 inch, PHS, phillips 


COIL 
mounting hardware for each: (not included w/coil) 
RING, locking 


CAPACITOR 
mounting hardware: (not included w/capacitor) 
SCREW, 6-32 x 3/s inch, PHS, phillips 
WASHER, fiber, 0.140 ID x 0.375 inch OD 
LUG, solder, #10 

LUG, solder, 94,4 ID x 0.270 inch OD 
SCREW, 6-32 x 3/4 inch, w/special hex. head 


CAPACITOR 
mounting hardware: (not included w/capacitor) 
SCREW, 6-32 x 3/g inch, PHS, phillips 
LOCKWASHER, internal, #6 

LUG, solder, %/4 ID x 0.270 inch OD 
SCREW, 6-32 x 3/,, inch, w/special hex. head 


COIL 
mounting hardware: (not included w/coil) 
NUT, keps, 6-32 x 5/14 inch 


RESISTOR 
mounting hardware: (not included w/resistor) 
SCREW, 6-32 x 3/, inch, PHS, phillips 

NUT, hex., aluminum, 5/;6 x 2/32 inch long 
EVELED 

SCREW, 6-32 x 11/) inches, RHS, phillips 


RESISTOR, variable 
mounting hardware for each: (not included w/resistor) 
WASHER, 14% ID x%/g inch OD 

NUT, hex., 4-32 x 4/16 inch 


CLAMP, cable, size (D) 


CHASSIS 
mounting hardware: (not included w/chassis) 

SCREW, 8-32 x 3/g inch, 100° CSK, FHS, phillips (not shown) 
SCREW, 8-32 x 3/, inch PHS, phillips (not shown) 

NUT, keps, 8-32 x 1/32 inch 


Mechanical Parts List—Type 529 
VERTICAL CHASSIS (Cont'd) 


SERIAL/MODEL NO. 


426-0121-00 MOUNT, toroid, plastic 
361-0007-00 
200-0663-00 
124-0118-00 

361 -0007-00 

124-01 45-00 

361 -0009-00 

124-01 46-00 

361 -0009-00 
124-0147-00 

361 -0009-00 
124-0148-00 

361 -0009-00 
179-1029-00 
179-1028-00 
179-1026-00 
175-0589-00 
179-1027-00 

see ee s X998 
210-0207-00 
210-0012-00 
210-0840-00 
210-0413-00 
386-1085-00 | X1264 
212-0002-00 


mounting hardware: (not included w/mount) 


SPACER, plastic, 0.188 inch long 


COVER, screw tip 


STRIP, ceramic, 7/;¢ inch h, w/1 notch 
strip includes: 
STUD, plastic 
mounting hardware: (not included w/strip) 
SPACER, plastic, 0.188 inch long 


STRIP, ceramic, 7/;4 inch h, w/20 notches 
each strip includes: 
STUD, plastic 
mounting hardware for each: (not included w/strip) 
SPACER, plastic, 0.406 inch long 


STRIP, ceramic, 7/16 inch h, w/16 notches 
each strip includes: 
STUD, plastic 
mounting hardware for each: (not includede w/strip) 
SPACER, plastic, 0.406 inch long 


STRIP, ceramic, 7/4 inch h, w/13 notches 
each strip includes: 
STUD, plastic 
mounting hardware for each: (not included w/strip) 
SPACER, plastic, 0.406 inch long 


STRIP, ceramic, 7/;4 inch h, w/9 notches 
each strip includes: 

STUD, plastic 

mounting hardware for each: (not included w/strip) 

SPACER, plastic, 0.406 inch long 


CABLE HARNESS (coaxial) 
CABLE HARNESS (switch) 
CABLE HARNESS (vertical #1) 
cable harness includes: 
WIRE, CRT lead, 1.380 feet, striped orange, w/connector 
CABLE HARNESS (vertical #2) 
RESISTOR, variable 
mounting hardware: (not included w/resistor) 
LUG, solder, 3/, ID x 5/g inch OD, SE 
LOCKWASHER, internal, 3/g x 1% inch 
WASHER, flat, 0.390 ID x 9/14 inch OD 
NUT, hex., 3/g-32 x %2 inch 


PLATE, electrical shield 
mounting hardware. (not included w/plate) 


SCREW, 8-32 x 1% inch, FHS 


Mechanical Parts List—Type 529 
VERTICAL CHASSIS (cont) 


SERIAL/ MODEL NO. Q 
RAS : = ee 


Si see > ot ants RESISTOR, variable 

mounting hardware: (not included w/resistor) 
LOCKWASHER, internal, 3/, ID x /% inch OD 
LUG, solder, 3/g inch 

WASHER, 0.390 ID x %/16 inch OD 

NUT, hex., 3/g-32 x % inch 


210-001 2-00 
210-0207-00 
210-0840-00 
210-0413-00 


X1600 


— ot ,;, 


136-0181-00 | 100 1599 2 | SOCKET, transistor, 3 pin 
136-0182-00 | 1600 2 | SOCKET, transistor, 4 pin 

- = ee ee - | mounting hardware for each: (not included w/socket) 
354-0234-00 1 | RING, locking 
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Mechanical Parts List—Type 529 
STANDARD ACCESSORIES 


| ___SERIAL/MODEL_NO._—i| 2 

L : 

PART NO. gee ODE Ne T DESCRIPTION 
ere | oS Y. 


378-0560-00 
331 -0077-01 
331-0156-01 
331 -0157-00 
331 -0161-00 
103-0013-00 
011-0023-00 
212-0043-00 
070-0509-00 
377-0064-00 


FILTER, light, smoke gray (installed) 
GRATICULE, non-composite 
GRATICULE, 7 cm, composite 
GRATICULE, double-scale 
GRATICULE, 7 cm (installed) 
ADAPTER, power cord, 3 to 2 wire 
RESISTOR, terminating, 75 Q 
SCREW, 8-32 x 3/g inch, PHS 
MANUAL, instruction (not shown) 
INSERT, graticule light (not shown) 
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TYPE 529 WAVEFORM MONITOR 


IMPORTANT 
VOLTAGE AND WAVEFORM CONDITIONS 


Circuit voltages measured with a 20,000 Q2/volt VOM. AIl read- 
ings in volts. Voltages are measured with respect to chassis ground 
unless otherwise noted. 


Waveforms shown are actual waveform photographs taken with 
a Tektronix Oscilloscope Camera System and Projected Graticule. 


Voltages and waveforms on the schematics (shown in blue) are 
not absolute and may vary between instruments. 


The test oscilloscope used had the following characteristics: Mini- 
mum deflection factor, 0.02 volts/division using a 10X probe; fre- 
quency response, dc to 30 MHz; sweep rates, 5 ms to 20 ls; sweep 
magnification, X1, X20 and X100. AC input coupling was used. 


To indicate true time relationship between signals and to obtain 
stable displays, the test oscilloscope was externally triggered through 
X1 probe form: 


1. Collector of Q325 (-H signal) for all test points except TP 197, 
TP 368 and TIP 415. 


2. Collector of Q344 for test points TP 197, TP 368, and TP 415. 


Voltage readings and waveforms were obtained using the follow- 
ing control settings, unless otherwise noted on the individual diagrams. 


For waveforms, 1-volt of modulated staircase was connected to 
the left VIDEO INPUTS A connector. The right VIDEO INPUTS A con- 
nector was terminated into 75 ohms. 


For voltage readings, no input signal or termination was connected 
to the instrument. 
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Section 2 Operating Instructions 
Page 2-4 
Item: VIDEO OUTPUT 
First paragraph should read: 


A single VIDEO OUTPUT connector is provided for driving a picture 
or line monitor. It is important that the VIDEO OUTPUT connector be 
terminated into 752 to ensure correct frequency response of the ver- 
tical amplifier. When properly terminated, the signal available at 
this connector is approximately the same amplitude as the signal 
applied to the Type 529. 


Section 5 Performance Check 
Page 5-1 
Item: Preliminary Procedure 
Step 2 should read: 
2. Check that a 160-IEEE unit 7-cm composite graticule (331-0161-00) 
4s installed and that the VIDEO OUTPUT connector is terminated into 752. 


Section 6 Calibration 
Page 6-4 
Item: Preliminary Procedure 
Step 2 should read: 
2. Check that a 160-IEEE unit 7-cm composite graticule (331-0161-00) 
4s installed and that the VIDEO OUTPUT connector is terminated into 752. 
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TYPE 529 


TEXT CORRECTIONS 


Section 1 -- CHARACTERISTICS 
Page 1-3, TRIGGERING, 
In line 2, change "200 mV" to read "250 mV." 
In line 4, change "120 mV"' to read "200 mV." 


Section 2 -- PERFORMANCE CHECK 
Page 5-4, Step 14, Check Triggering, 
In line 1 of step l4a, change "120-mV" to read '"'200-mV."! 
In line 3 of step l4a, change "200-mV" to read "250-mV." 
In step l4e, change "85 IEEE units" to read "140 IEEE units." 
Add new step lig: 
ge Set the VOLTS FULL SCALE switch to 0.5. 
Reletter subsequent steps h through l. 
In step 14h, change "140 IEEE units'' to read '70 IEEE units." 


Section 6 -- CALIBRATION 
Page 6-12, column 1, VERTICAL Controls, 
Change setting of VOLTS FULL SCALE switch to O.c. 


Page 6-13, Step 15, Check External Sync, 
In step 15c, change setting of VOLTS FULL SCALE switch to 0.5. 
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TYPE 529 


PARTS LIST CORRECTION 
Page 8-20, STANDARD ACCESSORIES 


ADD: 


@11-0023-00 (1) TERMINATING RESISTOR, UHF coaxial, 75 2 (not shown 


in reference drawing, installed on VIDEO OUTPUT 
receptacle). 


ADDENDUM M11, 310/866 
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BYPE: 529 


MECHANICAL PARTS LIST CORRECTION 


Page 8-21, STANDARD ACCESSORIES 
ADD: 
212-0023-00 4 SCREW, 8-32 X 3/8 PHS 
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TYPE 529 
TEAT CORRECTION 
Section 6 Calibration 

Page 6-6 
Item: Fig. 6-3(a) 

Change the call-out labeled +100 V supply to +360 V Unreg. 

Change the call-out labeled +360 V Unreg. to +100 V supply. 
Page 6-15 
Item: Fig. 6-19 

Call-out now reads; Location of C251 adjustment. Change to read; 


Location of C521 adjustment. 
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EYER 529 


TEXT CORRECTION 


Section 6 Calibration 


Page 6-18 
Captions in Fig. 6-26 should read: 
(a) FIELD switch set to TWO. 


(b) FIELD switch set to ONE. 
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TYPE 529 TENT SN 2270 


PARTS LIST CORRECTION 


ADD: 
D649 - 152-0066-00 Silicon 
D643 152-0185-00 Silicon 
R649 316-0221-00 220 © 1/4 Ww 10 % 
SCHEMATIC CORRECTION 
eee 
R6Ee44 => : 
‘R64! C644 3 
: So: De49 A 
ce ae Oiler) 
R64e Qe44 


R645 
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TYPE 529 


TYPE RM529 
’ PARTS LIST CORRECTION 
CHANGE TO: 
R468 323-0401-00 147 k 


1/2 W 


1 % 
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TYPE 529 


STANDARD ACCESSORIES CORRECTION 


ADD: 


377-0064-00 2 Red Graticule Light 
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TYEE 529 TENT SN 2530 
TYPE RM529 TENT SN 5520 


PARTS LIST CORRECTION 


CHANGE TO: 
C477, C848 281-0556-00 500 pF 
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TYPE 529 
TYPE RM529 


CHANGE TO: 
C301 


ADD: 
D315 


TENT SN 2530 
TENT SN 5520 


PARTS LIST CORRECTION 


285-0622-00 ol pF 


152-0185-00 Silicon 


SCHEMATIC CORRECTION 


ce 


PARTIAL 
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6185 


100 V 
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TYPE 529 
TYPE RM529 


CHANGE TO: 
Q544 


ADD: 
D555 


TENT SN 2600 
TENT SN 5610 


PARTS LIST CORRECTION 


151-0190-00 Silicon 2N3904 


152-0185-00 Silicon 6185 


SCHEMATIC CORRECTION 


PARTIAL 
HORIZONTAL AMPLIFIER 
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TYPE 529 TENT SN 2680 
TYPE RM529 TENT SN 5700 


PARTS LIST CORRECTION 


CHANGE TO: 
Q5 53 151-0188-00 2N3906 
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TYPE 529 TENT SN 998 . Page 1 
TYPE RM529 TENT SN 2997 


The following should replace the ‘Sweep Generator' section in the Circuit Description. 


Circuit numbers in ( ) following other circuit numbers refer to the Type RM529 ONLY. 


SWEEP GENERATOR 


The Sweep Generator is a triggered sweep system for all positions of the DISPLAY 
Switch except the 2 FIELD position at which it is a recurring synchronized sweep. 
Positive field-trigger pulses stop the sweep in 2 FIELD and both LINE SELECTOR 
positions (LINE SELECTOR set to a line, lines’16 through 21) operation, negative 
line-trigger or selected line pulses start the sweep in all other modes of operation. 
"fhe sweep rate at 2 LINE permits viewing the interlacing of the color burst. The 
sweep rate at 0.125 H/cm lets you look at every other horizontal line displaying 
a@ non-interlaced color burst. Refer to the diagram at the back of this manual 
Surine the following circuit description. 


fevpeer Selector Matrix 


Betecbicon of recurrent’ negative line trigger pulses at the beginning of each 
meeezoiual bine, or of selected line pulses, is made in a diode switching network 
of the DISPLAY switch. 


When the DISPLAY switch is at a LINE SELECTOR position and the LINE SELECTOR 
Switch is set to a line (lines 16 through 21) position, both D441 (D430) and D444 
(D436) are reverse biased so that no negative triggers get to the Sweep Gating 
Multi. At the same time, D452 is forward biased through R450 so positive field 
triggers are available to the Sweep Gating Multi. 


When the DISPLAY switch is at its LINE SELECTOR positions and the LINE 
SELECTOR switch is set to VARIABLE, the cathode of D441 (D430) is raised about 
9.5 volts positive and the diode is reverse biased so it cannot conduct negative 
line triggers to the Sweep Gating Multi. D444 (D436) does conduct negative 
selected line pulses to the Sweep Gating Multi. 


When the DISPLAY switch is at 2 LINE, .25 H/CM, or .125 H/CM, D444 (D436) 
eathode is reverse biased about +29 volts to prevent selected line pulses from 
getting to the Sweep Gating Multi. D441 (D430) does conduct negative line- 
trigger pulses to the Sweep Gating Multi. 


When the DISPLAY switch is at 2 FIELD, both D441 (D430) and D444 (D446) 
are reverse biased so that no negative triggers get to the Sweep Gating Multi. 
At the same time, D452 is forward biased through R450 so positive field triggers 
are available to the Sweep Gating Multi. 


Sweep Gating Multi 


The Sweep Generator is operated in two basically different modes of operation 
as suggested earlier. The Sweep Gating Multi operation is altered from a triggered 
system for 2 LINE, .25 H/CM, sbkZs H/cM and both the LINE SELECTOR positions (LINE 
SELECTOR switch set to VARIABLE) line displays to a stopped-sweep system for both 
LINE SELECTOR positions (LINE SELECTOR switch set to a line, lines 16 through 21) 
displays, and to a free-running stopped-sweep system for 2 FIELD displays. 
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2 LINE DISPLAY. (Vertical INPUT switch at A, DISPLAY switch at 2 LINE.) 
The Sweep Generator is held in one state by the Sweep Gating Multi until the 
arrival of a negative trigger pulse. Before receipt of a trigger pulse, the 
following conditions exist: 


a. Q455 is conducting, Q465 is in a state of non-conduction. 


b. Both disconnect Diodes are conducting. D482 is applying positive turn- 
on current from R468 to the Miller Runup input base, while D481 is limiting the 
turn-on current, as the collector of Qu8L pulls down and takes some of the current 
flow from R468. 


ec. Q481 collector voltage is at about +1 volt, so that essentially no cur- 
rent’ is delivered through R520 to the Horizontal Amplifier. 


d. The Unblanking Amplifier output is near ground, turning off the CRI beam 


e. The CRI horizontal deflection plates hold the blanked beam at the left 
side of the CRI (depending upon the setting of the POSITION control). 


Q455 is held in conduction by current through the series resistors R464-R465 
and D466, Limited by R470 current into the base-emitter junction of Q474. The 
base turn-on current to Q455 is enough to saturate it; however, D455 bypasses 
some of the intended base current when the collector voltage drops slightly below 
D466 anode voltage, which prevents the transistor from saturating. (If Q455 
were to saturate, the base-emitter junction would hold so many carriers that 
the transistor could not be turned off quickly.) The fact that Q455 collector 
voltage is near ground assures that no current reaches the base of Q4u64, and 
Q465 remains cut off. 


As the negative going line trigger pulse arrives at the base of Q455 through 
C452, Q455 is turned off. The voltage rise at the collector of Q455 is coupled 
to the base of Q464, turning it on. As current begins to flow in Q464, its com 
lector voltage drop aids in turning Q455 off and the switching action takes place 
very rapidly. (Consider the emitter of Q465 as grounded; the components in its 
emitter circuit are used in 2 FIELD LINE SELECTOR (LINE selector switch set to 
a line, lines 16 through 21) operation are of no importance in 2 LINE operation.) 


Miller Runup 


As Q465 collector voltage falls below about +1.3 volts, D464 conducts, and 
takes the anodes of the Disconnect Diodes toward ground. Both D481 and D482 
stop conducting. The timing resistor current that had been flowing through 
D482 is immediately transferred to the base of Q483. The current that had been 
flowing in D481 through Q481 is cancelled by a slight drop in voltage at the 
base of Q481. As Q484 base starts negative, the base of Q481 also starts 
negative and reduces its collector current, causing its collector voltage to 
start positive. The timing capacitor couples the positive voltage of Q481 
collector back to Q483 base, essentially stopping its negative travel. The 
result is that the timing capacitor receives a charge at a rate set by the 
timing resistor, creating a very linear positive-going sawtooth voltage at 
the collector of Q481. The Miller Runup circuit can be defined as a feedback 
amplifier, with the feedback element a timing capacitor, and the input resis- 
tor a timing resistor; the input signal is the -25-volt supply. 
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The sweep voltage rises positive until R492 raises the base voltage of Q455 
far enough to revert the Sweep Gating Multi. As Q455 conducts, the collector 
voltage of Q465 raises in the positive direction. D464 stops conducting and 
R468 raises the base voltage of Q483 positive through D482. This causes col- 
lector current in Q481 to increase rapidly. This collector current discharges 
the timing capacitor at a linear rate set by R468. As Q481 collector voltage 
approaches the voltage at the base of Q483, D481 takes some of the R468 current 
and stops the rundown. (D486 offsets the base voltage of Q481 in a direction 
to limit the quiescent current in D481, permitting the next sweep runup to start 
linearly.) The rate of rundown is slow enough that the sweep is triggered every 
other horizontal sync pulse, presenting a non-interlaced color burst. The Sweep 
Generator then wais for another negative line-trigger pulse to turn off Q455 
Qnd start the cycle over again. 


2 FIELD DISPLAY. Operation of the Sweep Gating Multivibrator is changed 
from a state where a trigger is required to start the sweep, to a condition 
where the sweep starts automatically, and is stopped by a trigger pulse. If 
the sweep is not running when the DISPLAY switch is set to 2 FIELD, Qu64 of 
the Sweep Gating Multi is not conducting. The DISPLAY switch connects R4U61A 
to the -25-volt supply and the emitter voltage starts negative. D461 is revérse 
biased, and the rate of fall is set by the time constant of R461A - Ch63. 
Approximately 1 millisecond after Q465 emitter voltage starts negative, the 
Sweep Gating Multi switches so that Q465 is on and Q455 off. The sweep vol- 
Geee runs up as described for 2 LINE operation. 


The DISPLAY switch also changes the output of the Trigger Selector Matrix, 
forward biasing D452 through R450 so that positive pulses will come through 
D452, and will turn on Q455 to stop the sweep. The positive pulse that turns 
Q455 on occurs at every other vertical sync pulse. The sweep is stopped, runs 
down very rapidly due to additional rundown current from R453 in parallel with 
R468, waits 1 millisecond and automatically starts again, just before the video 
Pereion Of the next field. 


In the event vertical input composite video stops, the sweep will continue 
toweyele, but instead of positive pulses stopping the sweep, Q455 is turned on 
by sweep voltage feedback through R491-R492 in the same manner as described for 
2 line operation. Thus, the Type 529 Monitor will show a sweep without vertical 
information when the DISPLAY switch is set to 2 FIELD, but requires a trigger 
signal from the sweep to operate in all other positions of the DISPLAY switch. 


With the INPUT switch set to CAL, R469, is placed in parallel with R468 
so the rundown rate will be rapid enough to prepare the sweep to run again at 
ieenext calibrator signal transition. This assures a cleanly triggered Cali- 
brator display without the possible jitter caused by a longer rundown. 


The runup rate of the Miller Runup circuit is slowed by adding C483 across 
the timing capacitor used in 2 LINE operation. C483 does not affect the sweep 
voltage peak value, but changes only the rate at which the spot moves across 
the CRT. Television systems with different time per field than the 40-hertz 
U. S. A. rate require a change in the value of C483 to change the sweep rate. 

For longer time per field, increase C483 value; for less time per field, decrease 
Ch84 value. Modification of C484 is normally made at the factory at time of 
purchase. 


The Miller Runup circuit drives both the Horizontal Amplifier and the Stair- 
ease Amplifier. 
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LINE SELECTOR (LINE SELECTOR switch set to line 21) 


DISPLAY. Operation of the Sweep Gating Multivibrator is changed from a 
state where a trigger is required to start the sweep, to a condition where the 
Sweep Gating Multivibrator starts automatic, runs until a -H pulse latches it 
and causes it to switch and start the sweep voltage running up. After the sweep 
voltage has run up, the Sweep Gating Multivibrator is reset by a field selected 
frame rate trigger pulse. If the sweep is not running when the DISPLAY switch 
is set to the LINE SELECTOR position (LINE SELECTOR switch set to line 21a 
Ql65 of the Sweep Gating Multi is not conducting. The DISPLAY switch connects 
RU61A to the -25-volt supply through R461B, R461C, R461D, R461E, R46LF and 
RUG1G (if FIELD switch is set to 2) and the emitter voltage starts negative. 
D461 is reverse biased, and the rate of fall is set by the time constant of 
Ch63-Ru61A, R461B, R461C, R461D, RUGIE, R461F and R461G (if FIELD switch is 
set to 2). At a time, which is determined by the setting of the LINE SELECTOR 
switch and the FIELD switch, after Q465 emitter voltage starts negative, it 
will be negative enough to be latched by one of the -H pulses applied through 
cl62 to the emitter of Q465. The latching by the -H pulse causes the Sweep 
Gating Multi to switch so that Q465 is on and Q455 off. The sweep voltage 
runs up as described for 2 LINE operation. After the sweep voltage has run 
up, the Sweep Gating Multi is reset by a field selected frame rate trigger 
pulse. 


Since the VIT LINE SEL RANGE control, R458, varies the base voltage of 
Qu65 a small amount, it is used to set the exact time that Q465 will turn on. 


The DISPLAY switch also changes the output of the Trigger Selector Matrix, 
forward biasing D452 through R450 so that positive pulses will come through 
D452; and will turn on Q455 to stop the sweep. The positive pulse that turns 
Q455 on occurs at every other vertical syne pulse. The sweep is stopped, runs 
down, waits for the time set by the LINE SELECTOR switch and the FIELD switch, 
then automatically starts again, just before the desired horizontal line. 


Unblanking Amplifier 


The Unblanking Amplifier (Q474) responds to the Sweep Gating Multi (Q465) 
collector signal. When there is no sweep, the CRI beam is pulled away from 
the deflection plates and phosphor screen, preventing any spot from being seen. 
Qu74 collector is near ground at the time of no sweep, turning off the CRI 
beam. As the Sweep Gating Multi switches states to start a sweep, Q474 is 
biased to cutoff and its collector rises to +101 volts, limited by conduction 


of D474 and D475. 


The Unblanking Amplifier provides two more output signals during line 
selector sweep operation. One is the video output intensification discussed 
with the Vertical Amplifier description. The other is to increase the CRI 
beam current to intensify the CRI trace for the short duration of the line 
selector sweeps. 


The collector signal of Q474 does not pull down on the trace intensifica- 
tion line; rather, that line is pulled down by R476 and the -5 volts of the 
Video Output Amplifier circuit between sweeps when the DISPLAY switch is set 
to either Line Selector position. The collector voltage of Q474 is near ground 
most of the time in line selector modes, because of the short-duration sweeps 
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recurring at the 30-hertz rate (once every 33.3 ms). The trace intensification 
line (at R477-R478 junction) drops to +5 volts in about 2.6 ms as the combination 
of the R476-R477 discharges C478 and changes the charge on Cl77. 


As the sweep starts, Q474 collector rises quickly, sending an integrated 
pulse to the CRI grid circuit, R478 permits the step to rise abruptly to +22 
Mewes, ohnen continue to rise at an RC rate. The rising signal to the CRI grid 
is required to keep the cathode current constant during the intensification 
period assuring a uniform CRI intensity throughout each sweep. 


R476 also conducts current into the 75 ohms of the VIDEO OUTPUT connector, 
adding about 0.1 volt to the video output to intensify a line of the studio 
monitor, identifying which Line the Type 529 Monitor is viewing. 


The following should replace the 'Check Line Selector Operation' step of the 
Perrormance Check Procedure. 


PERFORMANCE CHECK 
Check Line Selector Operation 


a. Requirement -- Brightening pulse amplitude must be 100 mV or more. 


NOTE 


The start of the brightening pulse corresponds to the start 
of the sweep, as observed on the Type 529 CRI, while the 
width of the brightening pulse corresponds to the length of 
the sweep, as observed on the Type 529 CRI. 


With the LINE SELECTOR switch set to VARIABLE and the LINE SELECTOR variable 
set fully counterclockwise, the brightening pulse must start in the vertical 
Dlanking time on or before the fifteenth line; with the LINE SELECTOR variable 
set fully clockwise, the brightening pulse must start after the first 25% of 
the second field; the display on the Type 529 must remain stable throughout 
the rotation of the LINE SELECTOR variable control. 


With the LINE SELECTOR switch set to 16, the brightening pulse must start 
at the start of line 16; with the LINE SELECTOR switch set to 17, the brightening 
Perea Must Sstart,at the start of line 17; the brightening pulse must start at the 
start of line 17; with the LINE SELECTOR switch set to 18, the brightening pulse 
must start at the start of line 18; with the LINE SELECTOR switch set to 19, the 
brightening pulse must start at the start of line 19; with the LINE SELECTOR 
switch set to 20, the brightening pulse must start at the start of line 20; 
with the LINE SELECTOR switch set to 21 the brightening pulse must start at 
the start of line 21. 


b. Connect a 75 ohm coaxial cable from the VIDEO OUTPUT connector of the 
Pipe 5-29 To the vertical input connector of the test. oscilloscope. 
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c. Set the test oscilloscope controls as follows: 


Input Selector TAC 
Volts/Div 0.02 
Time/Div 2 ms 
Triggering Mode Adjusted for stable display 
Trigger Slope + External 
NOTE 


The external triggering signal must be at the video field 
rate. 


d. Set the Type 529 DISPLAY switch to LINE SELECTOR .125 H/CM and the LINE 
SELECTOR switch to VARIABLE, 


e, Rotate the LINE SELECTOR variable control fully counterclockwise. 

f. Check -- The position (in time) and the amplitude of the brightening 
pulse on the test oscilloscope. The brightening pulse must be at least 100 mV 
high an@ its start. should be on om. beforerthe 15th line, 


g. Rotate the LINE SELECTOR variable control fully clockwise. 


h. Check -- The position (in time) and the amplitude of the brightening 
pulse on the test oscilloscope. The brightening pulse must be at least 100 mV 
high and dts start must occur “arver tne Tiree 25% of the second “Pireld: 

i. Set the LINE SELECTOR switch to each numbered Line position. 


j. Check -- That the brightening pulse is at least 100 mV high and that 
it starts at the start of the line that the LINE SELECTOR switch is set to. 


k,. Set the FIELD switch to ONE and repeat parts d through j. 
NOTE 
LINE 10 starts at the frist horizontal pulse preceding the 
last equalizing pulse in both fields (field one and two). 


Lines 16 through 21 can be found by counting forward from 
this point of reference, 


The following should be inserted immediately after Step 243 of the Calibration 
section. 


CALIBRATION 
POWER and SCALE ILLUM 2/3 clockwise 


FOCUS Midrange 
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INTENSITY Adjust for normal display 
brightness 
GAIN Midrange 


VERTICAL Controls 


RESPONSE FLAT 
DC RESTORER OFF 
INPUT A 

VOLTS FULL SCALE LO 


VARIABLE (VOLTS FULL SCALE) CALIB 
CAL CTLs. 
POSITION Midrange 


HORL ZS Controls 


POSITION Midrange 

SYNC INT 

MAG aa 

DISPLAY LINE SELECTOR .125 H/CM 
FIELD TWO 

LINE SELECTOR switch el 


2sA. Check Line Selector Brightening Pulse Amplitude 
a. Apply one volt of composite video to the right VIDEO INPUTS A connector. 
Db. Connect a 75-ohm termination to the left VIDEO INPUTS A connector. 


e. Connect a 75-ohm coaxial cable from the VIDEO OUTPUT connector of the 
Type 529 to the vertical input connector of the test oscilloscope. 


d. Connect a 1X probe from the appropriate Trigger Input connector of the 
Gest oscilloscope to the junction of D377 and D387. 


e. set the test oscilloscope controls as follows: 


Input Selector AC 
Volts/Div 0.02 
Time/Div ems 
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Triggering Mode Adjusted for stable display 


Trigger Slope + External 


NOTE 
The external triggering signal must be at the video field rate. 


f. Check that the brightening pulse amplitude is at least 100 mV high. 
23B. Adjust VIT LINE SEL RANGE (R458) 
a. Test equipment setup is given in step 23A. 
b. Connect a DC voltmeter between the center arm of R458 and ground. 
NOTE 
Before proceeding with this step, the position of the LINE 
SELECTOR should be checked to insure that the knob has not ° 


_been misaligned. 


c. Adjust the VIT LINE SEL RANGE control (R458) so the brightening pulse 
just starts to jump between the 2lst and 22nd lines as observed on the test 
oscilloscope. 


NOTE 


LINE 10 starts at the first horizontal pulse following the 
last equalizing pulse in both fields (field one and two). 
Lines 16 through 21 can be found by counting forward from 
this point of reference. 


d. Note the DC voltmeter reading 


e. Adjust the VIT LINE SEL RANGE control (R458) so the brightening pulse 
just starts to jump between the 2lst and 20th as observed on the test oscilloscope. 


f. Note the DC voltmeter reading. 


g- Adjust the VIT LINE SEL RANGE control (R458) for a DC voltmeter reading 
half way between the two readings noted in parts d and f of this step. 


h. Disconnect the DC voltmeter. 
25C. Check Line Selector Operation 
a. Test equipment setup is given in step 23A. 
b. Rotate the LINE SELECTOR variable control fully counterclockwise. 


c. Check the position (in time) of the brightening pulse on the test oscil- 
loscope. The brightening pulse must start on or before the 15th line. 
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d. Rotate the LINE SELECTOR variable control fully clockwise. 


e. Check the position (in time) of the brightening pulse on the test oscil- 
loscope. The brightening pulse must start after the first 25% of the second field. 


f. Set the LINE SELECTOR switch to each numbered line position. 


g. Check that the brightening pulse starts at the start of the line that 
the LINE SELECTOR switch is set to. 


h. Set the FIELD switch to ONE and repeat parts b through g. 
NOTE 
LINE 10 starts at the first horizontal pulse following the 
last equalizing pulse in both fields (field one and two). 
Lines 16 through 21 can then be found by counting forward 


from this point of reference. 


i. Disconnect the composite video signal and the test oscilloscope from 
the Type 529 or RM529. 
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TYPE 529 TENT SN 2440 


TEXT CORRECTION 
Section 3 Circuit Description 


Page 3-14 
Sub-Title: CRT CIRCUIT AND CALIBRATOR 
ADD: After paragraph two; 

The bias network consisting of R855, R856, and R857 insures uniform 
intensity of the CRT horizontal trace. This is accomplished by varying 
the voltage applied to the fixed unblanking plate. 


Section 6 Calibration 


Page 6-8 
ADD: After step 6, Adjust CRT BEAM ROTATOR R655 
6A. Adjust UNBLANKING PLATE BIAS (R855) 
ae Set the INPUT switch to A (no signal applied to VIDEO INPUT A 
connector). 
be. Adjust the INTENSITY control so the CRT trace is barely visible. 
ce Check for uniform intensity along the horizontal axis. 
d. Adjust the UNBLANKING PLATE BIAS (R855) for uniform intensity 


along the horizontal axis. 
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TYPE 529 TENT SN 2440 


| PARTS LIST CORRECTION 
CHANGE TO: 


v859 154-0507-00 T5290-31 
ADD: 
R855 311-0183-00 500 k Var 
R856 315-0114-00 110 k 1/4 w Se 
R857 315-0223-00 : eek 1/4 w 5 % 
MECHANICAL PARTS LIST CORRECTION 
ADD: 
210-0012-00 1 LOCKWASHER, steel, internal, 3/8 x 1/2, 
cad plated 
210-0413-00 1 NUT, hex, brass, 3/8-32 x 1/2, cad plated 
210-0840-00 1 WASHER, steel, .390 ID x 9/16 OD x .020, 
cad plated 
SCHEMATIC CORRECTION 
Ti Ooy 
Dee } 
+tSQOV ( )® 
UNREG 
RE57 
2ee[eKk 
Re=5 
SOOK R856 
UNBLANKING Weve V859 
BIAS 
See, 
eae” 1 
PARTIAL mei os 
Cpe eo Weremnears eel 7_UNBLANKING 
aes 
ali it ji4 
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